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U.S. ENVIRONMENTAL PROTECTION AGENCY
MEMORANDUM |

DATE: May 8, 2014

TO: Mr. Cris D’Onofrio, OSC
U.S. EPA, Region II

FROM: Smita Sumbaly

Data Reviewer

SUBJECT: QA/QC Compliance Review Summary

As requested quality control and performance measures for the data packages noted have been

examined and compared to EPA standards for compliance. Measures for the following general
areas were evaluated as applicable:

Data Completeness ' ~ Method Blanks
Initial Calibration Continuing Calibration
Internal Standards ’ Laboratory Duplicate

Surrogate Recovery Laboratory Control Sample
Holding Times Trip Blank - '
Field Duplicate .

Summary of Resulfs ‘

TO-15
yYOocC
Acceptable as Submitted
Acceptable with Comments X

Unacceptable, Action Pending
Unacceptable |

Data Reviewed By: Smita Sumbaly @ _ Date:_5/8/2014
Approved By: =g o2 Date:_gfyfty

Area Code/Phone No.: 732-5 85-4410

*




NARRATIVE
PCS No._ 7136 ‘
SITE NAME: Alfred Heller Heat Treating Site
3 Wellington Street
Clifton, Passaic County
New Jersey

Laboratory Name: Accutest Laboratories, 2235 US Highway 130, Dayton, NJ

INTRODUCTION:

The laboratory's portion of this case consisted of 21 indoor air, 11 soil gas, and three ambient air
samples collected on January 28 through 30, 2014. The laboratory report number is JB58857.

The laboratory reported problem(s) with the ré‘ceipt of these samples. Laboratory received the
samples P009-AA001-140127-01 (JB58857-7). P017-1A002-140127-01 (JB58857-24). - P018-

1A003-140128-01 (JB58857-30), and P018-5G002-140128-01 (JBS58857-32) with vacuum out
of range 1-15 inches of mercury. ' .

3

The laboratory reported no problems with any analysist

The evaluator has commented on the criteria specified under each fraction heading. All criteria
have been assessed, but no discussion is given where the evaluator has determined that criteria

were adequately performed or require no comment. Details relevant to these comments are
given on the following forms. ‘

Appropriate Form Is and Chain of Custody have been copied from the original data package and
appended to the data assessment narrative for reference.

Organic:
_Y_Holding Time Y Surrogate Compounds
_Y_ Calibration, Initial Y Internal Standards
_Y_ Calibration, Continuing Y _Lab Duplicate
_Y Blanks _Y Data Completeness
_Y Laboratory Control Sample NA Field Duplicate
Comments;
1. Refer to Data Assessment Narrative.
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- DATA ASSESSMENT

Functional Guidelines for Evaluating Organic Analysis

N

RFP No.: 276 - SDG No.: JB58857
LABORATORY: Accutest Laboratories SITE: Alfred Heller Heat Treating

SAMPLER: Weston Solutions, Inc. (RST 2) ' ANALYSIS: TO-15 AIR
' ' No. of Samples: 35

DATA ASSESSMENT

The current SOP HW-31 (Revision 4) October 2006, USEPA Region II Data Validation Sop

for Statement of Work TO-15 for evaluating organic Ambient Air in Canisters have been
- applied. {

All data are valid and acceptable except those analytes rejected "R"(unusable). Due to the
detection of QC problems, some analytes may have the "J" (estimated), "'N" (presumptive
evidence for the presence of the material), "U" (non-detect) or "JN" (presumptive evidence for

the presence of the material at an estimated value) flag. All action is detailed on the attached
sheets.

The "R" flag means that the associated value is unusabie. In other words, significant data bias
is evident and the reported analyte concentration is unreliable.

Reviewer's :
Signature: Smita Sumbaly @" - Date:_5/8/2014

Verified By: S—= =< 72— Date: 5/£/2014
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DATA ASSESSMENT

A total of 21 indoor air, 11 soil gas, and three ambient air samples were collected in 6-liter Summa
canisters from January 28 to 30, 2014 from the Alfred Heller Heat Treating Site located in Clifton,
Passaic County, New Jersey and submitted to the laboratory for volatile organic compound (VOC)
analysis. On January 30, 2014, all samples were hand-delivered by the Site Project Manager to
Accutest laboratories, Inc., 2235 Highway 130, Dayton, New Jersey 08810.

The analysis was petformed using EPA Method TO-15 from the Compendium of Methods for the
Determination of Toxic Organic Compounds in Ambient Air, Second Edition (EPA/625/R-96/010b),
January, 1999. The data validation procedures outlined in the U.S. EPA, Region Il Data Validation
SOP HW-31 Revision 4 (October 2006) were followed. All quality control (QC) limits outlined in
the referenced method were used as evaluation criteria.

Field Sample ID San';::: o Matrix Analysis °°'[')‘:‘:2°“
SDG No.: JB58857 | , , .
P006-1A001-140128-01 JB58857-1 | Indoor Air VOC by TO-15 | 1/29/2014
P006-1A002-140128-01 JB58857-2 | Indoor Air VOC by TO-15 | 1/29/2014
P006-IA003-140128-01 | JB58857-3 | Indoor Air VOC by TO-15 | 1/29/2014
PO06-1A004-140128-01 | JB58857-4 - | indoor Air VOC by TO-15 | 1/29/2014
P006-SG001-140128-01 | JB58857-5 | Soil Gas VOC by TO-15 | 1/29/2014
P006-SG002-140128-01 JB58857-6 | Soil Gas VOC by TO-15 | 1/29/2014
P009-AAQ01-140127-01 JB58857-7 | Ambient Air . VOC by TO-15 | 1/28/2014
P009-AAD01-140128-01 JB58857-8 | Ambient Air | VOC by TO-15 | 1/29/2014
~ P009-AA001-140129-01 JB58857-9 | Ambient Air VOC by TO-15 | 1/30/2014
P009-1AD01-140127-01 JB58857-10 | Indoor Air | VOC by TO-15 | 1/28/2014
P009-IA002-140127-01 | JB58857-11 | Indoor Air VOC by TO-15 | 1/28/2014
P009-1AD03-140127-01 JB58857-12 | Indoor Air VOC by TO-15 | 1/28/2014
P009-1A004-140127-01 JB58857-13 | Indoor Air VOC by TO-15 | 1/28/2014
P00S-SG001-140127-01 | JB58857-14 | Soil Gas VOC by TO-15 | 1/28/2014
P009-SG002-140127-01 | JB58857-15 | Soil Gas VOC by TO-15 | 1/28/2014
P010-lA001-140129-01 | JB58857-16 | Indoor Air VOC by TO-15 | 1/30/2014
P010-1A002-140129-01 JB58857-17 | Indoor Air VOC by TO-15 | 1/30/2014
P010-SG001-140129-01 | JB58857-18 | Soil Gas VOC by TO-15 | 1/30/2014
__P011-1A001-140127-01 | JB58857-18 | Indoor Air VOC by TO-15 | 1/28/2014
__P011-l1A002-140127-01 | JB58857-20 | Indoor Air VOC by TO-15 | 1/28/2014 ~
P011-IA003-140127-01 JB58857-21 | Indoor Air | VOC by TO-15 | 1/28/2014
_P011-SG001-140127-01 | JB58857-22 | Soil Gas VOC by TO-15 | 1/28/2014
P017-1A001-140127-01 | JB58857-23 | Indoor Air VOC by TO-15 | 1/28/2014
P017-l1A002-140127-01 | JB58857-24 | Indoor Air VOC by TO-15 | 1/28/2014
P017-1A003-140127-01 JB58857-25 | Indoor Air _| VOC by TO-15 | 1/28/2014
P017-SG001-140127-01 | JB58857-26 | Soil Gas | VOC by TO-15 | 1/28/2014
P017-SG002-140127-01 | JB58857-27 | Soil Gas VOC by TO-15 | 1/28/2014
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DATA ASSESSMENT

Field Sample ID san;::;’m Matrix Analysis C°g§:‘°"
SDG No.: JB58857 _ o
P018-1A001-140128-01 JB58857-28 | Indoor Air VOC by TO-15 | 1/29/2014
P018-1A002-140128-01 | JB58857-29 | Indoor Air VOC by TO-15 | 1/29/2014
P018-1A003-140128-01 JB58857-30 | Indoor Air VOC by TO-15 | 1/29/2014
P018-SG001-140128-01 JB58857-31 | Soil Gas 'VOC by TO-15 | 1/20/2014
P018-SG002-140128-01 | JB58857-32 | Soil Gas VOC by TO-15 | 1/29/2014
P020-1A001-140128-01 | JB58857-33 | Indoor Air VOC by TO-15 | 1/29/2014
P020-1A002-140128-01 JB58857-34 | Indoor Air VOC by TO-15 | 1/30/2014
P020-SG001-140128-01 JB58857-35 | Soil Gas VOC by TO-15 | 1/29/2014

1.  HOLDING TIME:

The amount of an analyte in a sample can change with time due to chemical instability,
degradation, volatilization, etc. If the specified holding time is exceeded, the data may not be
valid. Those analytes detected in the samples whose holding time has been exceeded will be
qualified as estimated, ""J". The non-detects (sample quantitation limits) will be flagged as
estimated, "'J", or unusable, "R", if the holding times are grossly exceeded.: '

The following action was taken in the samples and analytes shown due to excessive holding
time. '

No problems found for this qualification.

2. Leak Test Evaluation:

All canisters are leak tested prior to each sampling use. The initial pressure is measured, the
canister valve is closed, and the final pressure is checked after 24 hours. If acceptable, the
pressure should not vary inore than 13.8 kPa (2 psig) over the 24-hour period.

No p;oblems found for this qualification.

3. Canister Certification:

Canister certification involves two procedures: Blank Analysis and blank spike Analysis. The

canister is “Certiﬁed clean” if target analytes are < 0.2 ppv. For the spiked canister, the
acceptable % difference for any ta

rget compound at a nominal 10-ppv concentration in
humidified zero air is <30%. - '

No problems found for this qualification.
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4A.  Blank Spike/Blank Spike Duplicate Recovery (BS/BSD):
. _ ,
The BS/BSD data is generated to determine the long-term precision and accuracy of the
analytical method. The BS/BSD may be used in conjunction with other QC criteria for
additional qualification of data. The LCS is analyzed once per 24-hour analytical sequence and
concurrently with the samples in the SDG.

As per EPA Method TO-15, the following criteria were used for data evaluatidn: %Recovery within
70-130%. Laboratory established QC criteria were used for the data evaluation.

No problems found for this qualiﬁcation. ’
4B.  Laboratory Duplicaté Analysis:

A Laboratory duplicate is determined from the analysis of two samples prepared from the
~ same canister.

Laboratory duplicate was performed on sample P006-IA002-140128-01 (JB58857-2). Laboratory
established QC criteria were used for the Relative Percent Differences (RPDs) data evaluation. RPD
for Chloromethane exceeded the laboratory QC limits. All detected compound data associated with
laboratory duplicate sample no. P006-1A002-140128-01 (JB58857-2) was qualified (J).

Chloromethane — “J” P006-1A001-140128-01, P006-1A002-140128-01, PO06-IA003-140128-01, P006-
1A004-140128-01, P006-SG001-140128-01, and P009-AA001-140127-01

Laboratory duplicate was performed on sample P009-AA001-140128-01 (JB58857-8). Laboratory
established QC criteria were used for the RPDs data evaluation. RPD for Freon 113, Methylene
Chloride, and Methyl Ethyl Ketone exceeded the laboratory QC limits. All detected compound data
associated with laboratory duplicate sample no. P009-AA001-140128-01 (JB58857-8) was qualified (J).

Freon 113 - “J P009-AA001-140128-01, P009-AA001-140129-01, P009-IA001-140127-01, POO9-

1A002-140127-01, PO18-SG001-140128-01, PO 1.8;SG002-140128-01. P020-1A001-140128-01, P020-
IA002-140128-(_)1 and P020-SG001-140128-01 ‘

Methylene Chloride ~ “J” P009-AAQ01-140128-01, POOQ-AAOO 1-140129-01, P09-IA001-140127-01,

P009-1A002-140127-01, P018-SG001-140128-01, P018-5SG002-140128-01 P020-1A001-140128-01.
P020-1A002-140128-01 and P020-SG001-140128-01 (

Methyl Ethyl Ketone - “J” P009-AA001-140128-01. P009-AA001-140129-01, EOO9-IA00 1-140127-01,

P009-1A002-140127-01, PO18-SG001-140128-01, P018-SG002-140128-01 P020-1A001-140128-01,
P020-1A002-140128-01 and P020-SG001-140128-01 '

3. BLANK CONTAMINATION:
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DATA ASSESSMENT

Quality assurance (QA) blanks, i.e., method, field, or rinse blanks are prepared to identify any
contamination that may have been introduced into the samples during sample preparation or
field activity. Method blanks measure laboratory contamination. Field and rinse blanks
measure cross-contamination of samples throughout field operations. If the concentration of
~ the analyte is less than or equal five times (5X) the method blank concentration, the analytes

are qualified as non-detects, "U". The following analytes in the sample shown were qualified
with "U" for these reasons: :

USing the professional judgment and above SOP, the foilowing analytes in the sample shown
were qualified with "U" or RL value with a “U” for these reasons:

A)  Method blank confamination:

No problems found for this qualification.

B) Trip/ fField blank contamination:
Not Applicable

O) Ties "R" reje,ctedf: |
Not applicable.

6.  MASS SPECTROMETER TUNING:

Tuning and performance criteria are established to ensure adequate mass resolution, proper

identification of compounds and to some degree, sufficient instrument sensitivity. These

criteria are not sample specific. Instrument performance is determined using standard

materials. Therefore, these criteria should be met in all circumstances. The tuning standard
- for volatile organics is (BFB) Bromofluorobenzene.

If the mass calibration is in error, all associated data will be classified as unusable "R"'.
'No problems found for this qualification.
7. - CALIBRATION:

Satisfactory instrument calibration is established to ensure that the instrument is capable of
producing acceptable quantitative data, An initial calibration demonstrates that the
 instrument is capable of giving acceptable performance at the beginning of an experimental

sequence. The continuing calibration checks document that the instrument is giving
satisfactory daily performance. : ' "
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A) Percent Relative Standard Deviation (%RSD) and Percent Difference (%D):

Percent RSD is calculated from the initial calibration and is used to indicate the stability of the
specific compound response factor over increasing concentration. Percent D compares the
response factor of the continuing calibration check to the mean response factor (RRF) from the
initial calibration. Percent D is a measure of the instrument's daily performance. Percent RSD
must be £ 30% for all Target analytes. %D must be + 30% for all Target analytes. A value
outside of these limits indicates potential detection and quantitation errors. For these reasons,
if %RSD >30%, all positive results are flagged as estimated and non-detects are not qualified;
if %D >30% then all positive results are flagged as estimated "J" and non-detects are flagged
"UJ". If %RSD and %D grossly exceed QC criteria, non-detects data may be qualified "R".

As per EPA Method TO- 15, the following criteria were used for data evaluation: %RSD <30; %D
<30. . ‘

Initial Calibration
The initial calibration recovery was exceeded the control limits for 1,2,4-Trichlorobenzene in Batch

ID 3W38291.D and 1,4 Dioxane in Batch ID W45163. Since these analytes were not detected in
samples, no action was required.

Continuing Calibration

\(;:llig::ftli%r:l | Analyte : ' Affected Samples
| P006-IA001-140128-01, PO06-IA002-
Bt ) 140128-01,  P006-IA003-140128-01,
ID:W4s612 | 12:4-Trichlorobenzene P006-1A004-140128-01, P006-SGOOI-
| 140128-01, P006-SG001-140128-01,

and P009-AA001-140127-01
P009-AA001-140128-01, PO09-AAD0I-
140129-01,  P009-IA001-140127-01,
Batch . | / P009-1A002-140127-01, P018-SG0O]-
ID:Wase3s | 1:24-Trichlorobenzene - | 140128-01, P018-SG002-140128-01
| P020-1A001-140128-01, P020-IA002-
| | 140128-01 and P020-SG001-140128-01

o seea | 1,24-Trichlorobenzene P010-1A001-140129-01

8. INTERNAL STANDARDS PERFORMANCE GC/MS:

Internal standards (IS) performance criteria ensure that the GC/MS sensitivity and response
are stable during every experimental run. The internal standard area count must not vary by
more than 40% from the most recent valid calibration standard area. The retention time of
the internal standard must not vary more than 20 seconds from the latest daily (24-hour)
calibration standard. If the area count is greater the 40% range of the associated standard, all
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of the positive results for compounds quantitated using that IS are qualified as estimated "J ",
and all non-detects are not flagged. If the area count is less than the 40% range of the
associated standard, all of the positive results for compounds quantitated with that IS are
qualified as estimated “J”, and all non-detects are qualified as unusable “UJ”. If the area
count is < 25%, flag all non-detects as unusable “R”.
\
“If an internal standard retention time varies by more than 20 seconds, the reviewer will use

professional judgment to determine either partial or total rejection of the data for that sample
fraction.

No problems found for this qualification.
9. ~ COMPOUND IDENTIFICATION:
A)  Air Volatile Samples:

TCL compounds are identified on the GC/MS by using the analyte's relative retention time
(RRT) and by comparison to the ion spectra obtained from known standards. For the results
to be a positive hit, the sample peak must be within 0.06 RRT units of the standard comipound
and have ion spectra which have a ratio of the primary and secondary m/e intensities within
20% of that in the standard compound. For the tentatively identified compounds (TIC) the ion
spectra must match accurately. In the cases where there is not an adequate ion spectrum
match, the laboratory may have provided false positive identifications. '

No problems found for this qualification.

VOA - The following compounds were qualified as estimated "'J" in the indicated samples
because the on-column amount of these compounds exceeded the instrument's analytical range
as defined by the highest concentration level of the Initial Calibration Sequence:

Ethanol “J” - P006-IA003-140128-01, P006-1A004-140128-01, P009-1A004-140127-01, PO11-
1A002-140127-01, P011-1A003-140127-01, P017-IA001 -140127-01, P017-1A003-140127-01, PO18-
1A001-140128-01, P018-1A002-140128-01, P018-IA003-140128-01, and P020-IA002-140128-01

10.  CONTRACT PROBLEMS NON-COMPLIANCE:

Laboratory reported that Sample Nos. P009-AA001-140127-01 (J B58857-7), P017-1A002-140127-
01 (JB58857-24), P018-1A003-140128-01 (JB58857-30), and PO1 8-5G002-140128-01 (JB58857-
- 32), received with vacuum out of range 1-15 (between 0 to +0.5 inches of Mercury). Data

reviewer contacted Site Project Manager and was told to notify the lab to proceed with the analysis.

Data reviewer contacted the lab to determine how this sample will affect the data? Laboratory
responded that the pressure of 0 to 0.5 psig occurred for samples JB58857-7, 24, 30, and 32 more
likely due the difference in temperature that the summa went through from the time it left the lab
until it was returned to the lab. Also the results for these samples compare to other samples and this
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did not affect the RL/MDL’s reported.

Data reviewer contacted the laboratory due to Ethanol being reported above the calibration range in a
few samples and were not re-analyzed. Laboratory responded that this compound is present in
numerous products found in residences and businesses. Ethanol is also a gasoline additive and this is

the one source of the elevated levels of the alcohol in the samples. According to Accutest Laboratory
SOP dilution of these compounds are not required to bring the concentration of the two alcohol

compounds within the calibration range of the instrument.
11.  FIELD DOCUMENTATION:

None

12. OTHER PROBLEMS:
None
13.  This package contains re-extracted, re-analyzed or dilution runs. Upon reviewing the

QA results, the following Form 1(s) are identified not to be used.

None




PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 29, 2014 ‘

OTHER ANALYTES WORK TABLE

Matrix: Indoor Air Indoor Air
Client ID#: P006-1A001-140128-01 - P006-1A002-140128-01

-|Lab ID#: JB58857-1 JB58857-2
Summa ID: Al1186 A1061
Initial Volume: 640 ml| 400 mi
Dilution Factor L6 1 __

h Result RL Result RL Result RL Result RL

TO-15 VOCs ppbv ppbv pg/m3 pg/m3 | ppbv ppbv ug/m3 | ug/m3

. JAcetone 1.5 - 0.20 3.6 048 | 18 0.20 4.3 0.48
-|1,3-Butadiene U 0.20 U 0.44 U 0.20 U 0.44
Benzene 1034 0.20 L1 0.64 - 0.43 020 1.4 0.64
Bromodichloromethane u 0.20 U 1.3 U 0.20 U " 1.3
Bromoform U 020 U 2.1 8] 0.20 U 2.1
Bromomethane U 0.20 U 0.78 U . 020 .U 0.78
Bromoethene U 0.20 8] 0.87 0] 10.20 U 0.87
Benzyl Chloride U 0.20 U 1.0 U 0.20 U 1.0
Carbon disulfide U 0.20 §] 10.62 U 10.20 U 0.62
Chlorobenzene 8] 0.20 U 0.92 U ~0.20 U 0.92
Chloroethane U 0.20 U 0.53 U 0.20 U 0.53
Chloroform ) U 0.20 U 0.98 U 10.20 U 0.98
Chloromethane 0.63J 020 | 134 0.41 0.51J 020 | 113 0.41
3-Chloropropene U 020 U 0.63 U _ 020 U 0.63
2-Chiorotoluene U - 0.20 §] 1.0 U 0.20 U 1.0
Carbon tetrachloride ' 0.20 u 1.3 U 0.20 U 1.3
Cyclohexane =~ U 0.20 U | 069 0.21 0.20 0.72 0.69
1,1-Dichloroethane U | 020 U | o381 U 0.20 U 0.81
1,1-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
1,2-Dibromoethane 8] 0.20 8] 1.5 U 0.20 U 1.5
1,2-Dichloroethane 3] 0.20 §] 0.81 U 0.20 U 0.81 .
1,2-Dichloropropane 8] 0.20 U 092 U 0.20 U 0.92
1,4-Dioxane U 0.20 U 0.72 U 0.20 U 0.72
Dichlorodifluoromethane 056 | 020 2.8 0.99 - 0.54 0.20 2.7 0.99
Dibromochloromethane U 020 |, U 1.7 U | o020 U 1.7
trans-1,2-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
cis-1,2-Dichloroethylene U 0.20 U 0.79 U . 0.20 U 0.79
cis-1,3-Dichloropropene U 0.20 U 091 U 0.20 U 0.91
m-Dichlerobenzene U 0.20 U 1.2 U 0.20 U 1.2
o-Dichlorobenzene U 0.20 U 1.2 U 0.20 U 1.2
p-Dichlorobenzene U 0.20 U 1.2 U 0.20 U 1.2
trans-1,3-Dichloropropene U 0.20 6) 0.91 - U 020 U 0.91
Ethanol 21.2 0.50 399 | 094 24.3 0.50 45.8 0.94
Ethylbenzene 0.17J 020 | 0.74J 0.87 021 | 020 0.91 0.87
Ethyl Acetate  * U 0.20 . U 0.72 U 020 | U 0.72
4-Ethyltoluene U 0.20 U - 0.98 U 0.20 U 0.98
Freon 113 035 0.20 2.7 1.5 026 | 020 2.0 1.5
Freon 114 U 0.20 U 14 U . 020 U 14
Heptane 0.32 0.20 1.3 0.82 0.40 0.20 1.6 0.82
Hexachlorobutadiene U 0.20 U 2.1 U 0.20 U 2.1

Page 1 of 2




PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 29, 2014

OTHER ANALYTES WORK TABLE

Matrix: Indoor Air Indoor Air
| Client ID#: P006-1A001-140128-01 P006-1A002-140128-01

Lab ID#: JB58857-1 " JB58857-2
Summa 1D: Al1186 Al1061
Initial Volume: 640 ml 400 ml
Dilution Factor 1.6 1

Result RL " Result RL Result RL Result RL
TO-15 VOCs ppbv ppbv pg/m3 | pg/m3 | ppbv ppbv ug/m3 ug/m3
Hexane 1.6 0.20 5.6 0.70 0.99 0.20 35 0.70
2-Hexanone §] 0.20 U 0.82 U 0.20 u 0.82
Isopropy! Alcohol 1.1 0.20 2.7. 0.49 1.6 0.20 3.9 0.49
Methylene chloride 1.2 0.20 4.2 069 0.77 020 2.7 0.69
Methy! ethyl ketone 017J | 020 | 0.50J 059 | 020 0.20 0.59 0.59
Methy! Isobutyl Ketone U 0.20 U 0.82 U 0.20 U 0.82
Methy! Tert Butyl Ether U 0.20 U 0.72 8] 0.20 U 0.72.
Methylmethacrylate U 0.20 U 0.82 - U 0.20 0] 10.82
Propylene ' U 0.50 U - 0.86 U 0.50 U 0.86
Styrene U 0.20 3] 0.85 U 0.20 U 0.85
1,1,1-Trichloroethane - u 0.20 U 1.1 U 0.20 U 1.1
1,1,2,2-Tetrachloroethane U 0.20 U 14 U 020 | U 1.4
1,1,2-Trichloroethane U 0.20 U 1.1} u 0.20 U 1.1
1,2,4-Trichlorobenzene Ul 020 | UJ 1.5 Ul 0.20 [S) 1.5
1,2,4-Trimethylbenzene 0.11J 020 0.54J 0.98 024 | 020 1.2 0.98
1,3,5-Trimethylbenzene U 0.20 U 098 | U | 020 U 0.98
2,2,4-Trimethylpentane ) 0.24 0.20 1.1 0.93 0.30 0.20 1.4 0.93
Tertiary Butyl Alcohol U 0.20 U 0.61 U 0.20 U 0.61
Tetrachloroethylene v 10,040 U 0.27 U 0.040 U 0.27
Tetrahydrofuran 1 u 0.20 U 0.59 U 0.20 U 0.59
Toluene ' 1.0 0.20 3.8 0.75 1.3 0.20 4.9 0.75
Trichloroethylene ' U 0.040 U - 0.21 U 0.040 U 0.21
Trichlorofluoromethane 0.26 0.20 1.5 1.1 0.25 020 1.4 1.1
Vinyl chloride U 0.20 U 0.51 U 020 U 0.51
Vinyl Acetate . U 0.20 U 070 | U 0.20 U 0.70
m,p-Xylene 0.55 0.20 2.4 0.87 077 | 020 .33 0.87
o-Xylene - 0.22 0.20 - 0.96 - 0.87 0.26 020 1.1 0.87
Xylenes (total) 0.77 0.20 3.3 0.87 1.0 020 | 43 0.87

RL - Reporting Limit
U - non-detected compound -
J - estimated value
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PROJECT: Alfred Heller Heat Treating Site |
SAMPLING DATE: January 29, 2014

OTHER ANALYTES WORK TABLE

Matrix: Indoor Air Indoor Air

Client ID#: P006-1A003-140128-01 P006-1A004-140128-01

Lab ID#: JB58857-3 JB58857-4

Summa ID:; A1005 A204

Initial Volume: 632 mi/20.0 m1® 400 m1/20.0 mI*

Dilution Factor 1.58 o 1

Result RL Result RL Result RL Resalt RL

TO-15 VOCs ppbv ppbv pg/m3 ug/m3 ppbv ppbv pg/m3 ug/m3
Acetone 29.7 0.20 70.6 0.48 12.5 020 29.7 0.48
1,3-Butadiene U 0.20 7] 0.44 U 0.20 1] 0.44
Benzene \ 0.23 0.20 0.73 0.64 026 - | 020 0.83 0.64
Bromodichloromethane U 020 U 1.3 U . 0.20 U 1.3
Bromoform - 8] 0.20 u 2.1 U 0.20 U 2.1
Bromomethane U 0.20 U 0.78 U 0.20 U 0.78
Bromoethene v 0.20 U 0.87 U 0.20 v 0.87
Benzyl Chloride U 0.20 U L0 U 0.20 U 1.0
Carbon disulfide U 0.20 U 0.62 U 0.20 U 0.62
Chlorobenzene U 020 u 0.92 U 0.20 U 0.92
Chloroethane U 020 0] 0.53 U 0.20 U - 0.53
Chloroform 0.23 0.20 1.1 098 0143 | 020 0.68 J 0.98
Chloromethane 0.87 J 0.20 1.8J |- 041 | 0753 0.20 1.5J 0.41
3-Chloropropene U 020 U 0.63 U 0.20 U 0.63
2-Chlorotoluene U - 0.20 U 1.0 U 0.20 U 1.0
Carbon tetrachloride U 020 u 1.3 U 1 0.20 U 1.3
Cyclohexane U 0.20 U 0.69 R 0.20 U 0.69
1,1-Dichloroethane 8] 0.20 U 0.81 U 0.20 U 0.81
1,1-Dichloroethylene U 0.20 ‘U 0.79 U 10.20 U 0.79
1,2-Dibromoethane U 0.20 U 1.5 U 0.20 U 1.5
1,2-Dichloroethane U 0.20 U 0.81 U 0.20 U 0.81
1,2-Dichloropropane U 0.20 8] 0.92 U 10.20 U 0.92
1,4-Dioxane ’ U 0.20 U 0.72 U 0.20 U 0.72
Dichlorodifluoromethane 0.54 0.20 2.7 0.99 0.49 0.20 . 2.4 0.99
Dibromochloromethape U 0.20 U 1.7 U 0.20 U 1.7
trans-1,2-Dichloroethylene - §] 0.20 U | 079 U 0.20 U 0.79
cis-1,2-Dichloroethylene U 0.20 §] 0.79 U 0.20 U 0.79
cis-1,3-Dichloropropene U 0.20 U 0.91 U - 0.20 U 0.91
m-Dichlorobenzene U 020 0] 1.2 ‘U 0.20 U 1.2
o-Dichlorobenzene U 020 U 12 U 0.20 U 1.2
p-Dichlorobenzene U 020 U 1.2 U 0.20 U 1.2
trans-1,3-Dichloropropene U .| 020 U 0.91 U | 020 ] U 10.91
|Ethanol 8170°3 | 160 | 154003 300 | 2210%g 10 4160° J 19
Ethylbenzene U 0.20 U 0.87 U 0.20 U 0.87
Ethyl Acetate 2.4 0.20 8.6 072. | 29 0.20 10 0.72
4-Ethyltoluene U 0.20 u 098 U 0.20 §] 0.98
Freon 113 ' 0.21 0.20 1.6 1.5 0.20 0.20 1.5 1.5
Freon 114 §] 0.20 U 1.4 U 0.20 U 1.4
Heptane U 020 §] 0.82 U 0.20 U 0.82
Hexachlorobutadiene U 0.20 U 2.1 U 0.20 U . 2.1
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 29, 2014

Matrix: Indoor Air indoor Air
Client ID#: P006-1A003-140128-01 P006-1A004-140128-01
Lab ID#: JB58857-3 JB58857-4
Summa ID: AL00S. A204
Initial Volume: 632 mi/20.0 mi* 400 m1/20.0 m1"
Dilution Factor o . 1.58 . 1

Result | RL | Result RL Result RL | Result RL
TO-15VOCs ppbv ppbv ug/m3 pg/m3 ppbv ppbv ug/m3 pg/m3
Hexane 0.33 0.20 1.2 0.70 0.24 0.20 085 |- 070 -
2-Hexanone U 0.20 U 0.82 U - 0.20 U 0.82
Isopropyl Alcohol 53.2% 6.3 1312 15 | 246" 40 60.5" 9.8
Methylene chloride 0.81 0.20 2.8 0.69 ~ 0.60 0.20 2.1 0.69
Methyl ethy! ketone 0.51 0.20 1.5 0.59 0.30 020 0.88 0.59
Methyl Isobutyl Ketone U 0.20 8] 0.82 U 0.20 U 0.82
Methyl Tert Butyl Ether §] 0.20 U 0.72 U 0.20 U 0.72
Methylmethacrylate §] 0.20 U 0.82 0] 0.20 u - 0.82
Propylene U 050 | U 0.86 U 0.50 U 0.86
Styrene §] 020 | U 0.85 U ~0.20 U 0.85
1,1,1-Trichloroethane U 0.20 U 1.1 U 0.20 U 1.1
1,1,2,2-Tetrachloroethane U 0.20 U 14 U -0.20 U 14
1,1,2-Trichloroethane U 020 U 1.1 U 0.20 U 1.1
1,2,4-Trichlorobenzene Ul 020 | uUJ 1.5 uUJ 020 uJ 1.5
1,2,4-Trimethylbenzene U 0.20 U 0.98 U 0.20 U 0.98
1,3,5-Trimethylbenzene U 0.20 U 098 8] 0.20 U 0.98
2,2,4-Trimethylpentane . U 0.20 U 093 8] 0.20 U 0.93
Tertiary Buty! Alcohol 0.22 0.20 10.67 0.61 U 020 U 0.61
Tetrachloroethylene U 0.040 U 0.27 U 0.040 0] 0.27
Tetrahydrofuran U 0.20 U 059 U 0.20 U 0.59
Toluene . 0.35 0.20 1.3 - 0.75 0.39 0.20 1.5 0.75
Trichloroethylene U 0.040 U 0.21 U 0.040 U 021
Trichlorofluoromethane 0.24 020 1.3 1.1 | 024 020 1.3 1.1
Vinyl chloride U 0.20 U 0.51 U 0.20 U 0.51
Vinyl Acetate U 0.20 U | o7 U - 0.20 U 0.70
m,p-Xylene 0.15J 0.20 0.65J | 087 0.17J 0.20 0.74 J 0.87
0-Xylene U 0.20 U 0.87 U 020 U 0.87
Xylenes (total) - 0.15J 020 | 0.65J 0.87 0.17J 0.20 0.74 J 0.87

RL - Reporting Limit

U - non-detected compound

J - estimated value

a - results were reported from the Run # 2
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- PROJECT: Alfred Heller Heat Treating Site

SAMPLING DATE: January 29, 2014

OTHER ANALYTES WORK TABLE

Matrix: Soil Gas Soil Gas ‘
Client ID#: P006-SG001-140128-01 P006-SG002-140128-01
Lab ID#: . JB58857-5 JB58857-6
Summa ID: A1001 A632
- Hnitial Volume: 400 mi 400 ml
Dilution Factor L . 1 .
"Result | RL Result RL Result RL Result RL
TO-15 VOCs ppbv ppbv ug/m3 ug/m3 | ppbv ppbv pg/m3 pg/m3
Acetone 9.1 0.20 22 0.48 11.7 020 27.8 048
1,3-Butadiene U 0,20 U 0.44 U 0.20 U 0.44
Benzene U 0.20 U 0.64 U 10.20 U 0.64
Bromodichloromethane U 0.20 U 1.3 U 0.20 U 1.3
Bromoform U 0.20 U 2.1 U 0.20 U 2.1
Bromomethane §] - 0.20 8] 0.78 8] 0.20 U 0.78
Bromoethene U 0.20 U 087 U - 0.20 U 0.87
Benzyl Chloride . §] 0.20 U 1.0 U 0.20 U 1.0
Carbon distlfide U 0.20 U 0.62 U 0.20 U 0.62
Chlorobenzene U 1 0.20 u 0.92 u 0.20 U 0.92
Chloroethane §] 0.20 §] 0.53 U 020 U 0.53
Chloroform U 0.20 U 0.98 U 0.20 U 0.98
Chloromethane 0.19J 0.20 039 _| 041 U 0.20 U 0.41
3-Chloropropene U 020 U 0.63 u *0.20 U 0.63
2-Chlorotoluene U 0.20 U 1.0 U 10.20 U 1.0
Carbon tetrachloride U 0.20 U 13 U | o020 U 1.3
Cyclohexane U 0.20 U 0.69 8] 0.20 U 0.69
1,1-Dichloroethane U 1 0.20 U 0.81 u 0.20 U 0.81
1,1-Dichloroethylene 9] 0.20 U . 0.79 u 0.20 U 0.79
11,2-Dibromoethane U 0.20 U 1.5 U 0.20 0] 1.5
1,2-Dichloroethane U 0.20 U - 0.81 U 0.20 U 0.81
1,2-Dichloropropane U - 0.20 U 0.92 u 0.20 U 0.92
1,4-Dioxane U 0.20 U 0.72 U 0.20 U 0.72
Dichlorodifluoromethane 0.51 0.20. 25 0.99 0.51 0.20 2.5 0.99
Dibromochloromethane U 0.20 8] 1.7 . U 0.20 U 1.7
trans-1,2-Dichloroethylene U 0.20 u | 079 U 0.20 U 0.79
cis-1,2-Dichloroethylene U 0.20 U 0.79 U | 020 U 0.79 -
cis-1,3-Dichloropropene U - 0.20 U 0.91 U | 020 U 0.91
m-Dichlorobenzene U 0.20 U 12 U 0.20 8] 12
o-Dichlorobenzene U 020 . U 12 U 020 U 1.2
p-Dichlorobenzene U 0.20 U 1.2 8] 0.20 U 12
trans-1,3-Dichloropropen 0] 0.20 U 091 | U 0.20 U 091
Ethanol R 53 | o050 10 0.94 4.6 10.50 8.7 0.94
Ethylbenzene U - 0.20 U 0.87 §] 0.20 U’ 0.87
Ethyl Acetate U 10.20 §] 0.72 |- 1.2 0.20 4.3 0.72
4-Ethyltoluene U - 0.20 U 0.98 U 020 8] 0.98
Freon 113 4.9 020 38 1.5 0.27 0.20 2.1 1.5
Freon 114 8] 020 U 1.4 U 0.20 U 14
Heptane §] 0.20 U 0.82 ‘U | 020 u 0.82
Hexachlorobutadiene U 0.20 U 2.1 U 0.20 R 21
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 29, 2014

Matrix: S ' Soil Gas Soil Gas
Client 1D#: P006-SG001-140128-01 P006-SG002-140128-01
Lab ID#: JB58857-5 . JB58857-6
Summa ID: ' A1001 A632
Initial Volume: 400 ml ' 400 ml.
Dilution Factor 1 o 1
A | Result RL Result RL Result | RL Result RL -
TO-15 VOCs ppbv | ppbv pg/m3 pg/m3 | ppbv ppbv_ | pg/m3 pg/m3
Hexane 3.8 020 13 0.70 060 | 020 2.1 0.70
2-Hexanone ' B U 0.20 U 082 u | o020 U 0.82
Isopropyl Alcohol ‘ 35 0.20 8.6 0.49 6.1 0.20 15 0.49
Methylene chloride 15.8 020 | 549 0.69 . 0.89 0.20 3.1 0.69
Methyl ethyl ketone | o029 0.20 0.86 0.59 042 | 020 1.2 0.59
Methy! Isobutyl Ketone u 10.20 u 0.82 u | 020 U 0.82
Methyl Tert Butyl Ether V] 0.20 U 0.72 U 0.20 u 0.72
Methylmethacrylate U 020 §] 0.82 §] 0.20 u 0.82
Propylene U 0.50 U 0.86 U 0.50 U 0.86
Styrene , U 0.20 0] 0.85 ' 0.20 u 0.85
1,1,1-Trichloroethane U 020 | U 1.1 U 0.20 U 1.1
1,1,2,2-Tetrachloroethane Uu | 020 U 1.4 U 0.20 U 1.4
11,1,2-Trichloroethane U ©0.20 U 1.1 v 0.20 §] 1.1
1,2,4-Trichlorobenzene uUJ 0.20 UJ 15 UJ 0.20 Ul 1.5
1,2,4-Trimethylbenzene §] - 0.20 §) 098 8] 0.20 . u 0.98
1,3,5-Trimethylbenzene u - 0,20 U 0.98 U 020 U 0.98
2,2, 4-Trimethylpentane U 10.20 U 0.93 U 0.20 U 0.93
Tertiary Butyl Alcohol U 0.20 U 0.61 U 0.20 u 0.61
Tetrachloroethylene ' 0.10 0040 | 0.68 0.27 0.083 - | 0.040 0.56 0.27
Tetrahydrofuran U 0.20 U - 0.59 §] 1020 §] 0.59
Toluene 0.16 J 0.20 0.60 J 0.75 0.19J 020 | 0.72J 0.75
Trichloroethylene. " 0.35 0.040 1.9 0.21 0.20 0.040 1.1 0.21
Trichlorofluoromethane | 0.36 020 | 20 1.1 0.25 0.20 14 | 11
Vinyl chloride §] 020 U 0.51 U 0.20 U | o051
Vinyl Acetate U 020 U 0.70 U 0.20 u 0.70
m,p-Xylene 0] 10.20 §] 087 | 0.098J 020 | 0.43) 0.87
o-Xylene ] U 0.20 §] 0.87 U - 0.20 U 0.87
Xylenes (total) 1 u 0.20 U 087 | 0.098J 0.20 0433 | 0.87

RL - Reporting Limit
U - non-detected compound
J - estimated value

' : ' Page 2 of 2
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PROJECT: Alfred Heller Heat 'T’reating Site
SAMPLING DATES: January28 and 29, 2014

'OTHER ANALYTES WORK TABLE

Matrix: Ambient Air Ambient Air
Client ID#: P009-AA001-140127-01 P009-AA001-140128-01
Lab ID#: JB58857-7 JB58857-8
Summa 1D: A848 A1082
Initial Volume: 400 m! 400 ml
Dilution Factor 1 ‘ B
Result RL Result ‘RL Result RL Result RL
TO-15 VOCs ppbv ppbv ug/m3 jig/m3 ppbv ppbv pg/m3 pg/m3
Acetone 6.1 0.20 14 048 | 5.0 0.20 12 0.48
1,3-Butadiene 0] - 0.20 0] 0.44 U 0.20 u 044
Benzene 0,20 0.20 0.64 0.64 0.29 020 0.93 0.64
Bromodichloromethane U 0.20 U 13 8] 0.20 - U 1.3
Bromoform U - 0.20 u 2.1 U 0.20 U 2.1
Bromomethane U 0.20 U 0.78 8] 0.20 U 0.78
Bromoethene 8] . 0.20 U 0.87 u 020 §] 0.87
- IBenzy! Chloride 9] 020 - u - 1.0 U 0.20 6] 1.0
Carbon disulfide V] 0.20 U 10.62 U 0.20 §] 0.62
Chlorobenzene U 0.20 U 0.92 U 0.20 U 0.92
Chloroethane U 0.20 U 0.53 U 020 U 0.53
Chloroform U 0.20 U 0.98 u 0.20 U 0.98
Chloromethane 0.65J 0.20 1.3J 041 0.78 £ 0.20 1.6 0.41
3-Chloropropene U 0.20 U 0.63 U 0.20 U 0.63
2-Chlorotoluene U - 0.20 U 1.0 u 0.20 u 1.0
Carbon tetrachloride 18] 0.20 U 1.3 U 0.20 U 1.3,
Cyclohexane , U 0.20 u 0.69 U 0.20 U - 0.69
11,1-Dichloroethane U 0.20 Uu | 081 U 0.20 8] 0.81
1,1-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
1,2-Dibromoethane §] 0.20 U 1.5 8] 0.20 U 1.5
]1,2-Dichloroethane U 0.20 U 0.81 U 0.20 u 0.81
1,2-Dichloropropane U 0.20 U 0.92 U 0.20 U 0.92~
1,4-Dioxane U 020 9] 0.72 U 020 | U 0.72
Dichlorodifluoromethane 056 0.20 2.8 0.99 056 | 020 | 28 0.99
Dibromochloromethane U 0.20 U 1.7 U 020 U 1.7
trans-1,2-Dichloroéthylene U 10.20 U 0.79 §] 0.20 U 0.79
cis-1,2-Dichloroethylene U 0.20 U 1 0.79 U 0.20 U 0.79
cis-1,3-Dichloropropene 3] 0.20 U 0.91 U 020 §] 0.91
m-Dichlorobenzene U 0.20 U 12 . U 0.20 U 12
o-Dichlorobenzene U 0.20 §] 1.2 U 0.20 4] 1.2
p-Dichlorobenzene U 0.20 U 1.2 U 020 U 1.2
trans-1,3-Dichloropropene U 0.20 8] 0.91 ] 020 8] 0.91
Ethanol 3.0 0.50 57 0.94 4.0 0.50 1.5 0.94
Ethylbenzene U . 0.20 U 0.87 U 0.20 U 0.87
Ethyl Acetate 8] 0.20 §] 0.72 1.3 0.20 4.7 0.72
4-Ethyltoluene 8] 0.20 U 0.98 U 0.20 U 0.98
Freon 113 0.27 0.20 2.1 1.5 0.45J 0.20 3.4J 1.5
Freon 114 U - 0.20 U 14 U 0.20 U 1.4
Heptane U 020 U 0.82 U 0.20 U 0.82
Hexachlorobutadiene U 0.20 U 21 U 0.20 U 21
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OTHER ANALYTES WORK TABLE

. PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATES: January28 and 29, 2014

Matrix: Ambient Air Ambient Air
Client ID#: P009-AA001-140127-01 P009-AA001-140128-01
Lab ID#: JB58857-7 JB58857-8
Summa ID: A848 A1082
Initial Volume: 400 ml 400 ml
Dilution Factor 1 o1
' Result RL Result RL Result RL Result RL
TO-15 VOCs ppbv -ppbv pg/m3 ug/m3 ppbv ppbv pg/m3 pg/m3
Hexane - 0.29 020 | 1.0 0.70 0.39 020 - 1.4 - 0.70
. {2-Hexanone U 0.20 8] 0.82 U 0.20 U . 0.82
Isopropy! Alcohol 3.4 0.20 8.4 . 0.49 32 020 | 7.9 0.49
Methylene chloride 0.85 0.20 30 | 069 1.3J 0.20 45) 0.69
Methyl ethyl ketone 024 0.20 0.71 0.59 0.22J 0.20 0.65 J 0.59
'[Methyi Isobutyl Ketone U 0.20 U 0.82 U 020 | U 0.82
Methy! Tert Butyl Ether U 0.20 U 0.72 U 0.20 U 0.72
Methylmethacrylate U 10.20 U - 0.82 6] 0.20 9] 0.82
Propylene §] ©0.50 U 0.86 U 0.50 0] 0.86
Styrene U 0.20 U 0.85 U 020 §] 0.85
1,1,1-Trichloroethane U 0.20 U 1.1 U 0.20 U 1.1
1,1,2,2-Tetrachloroethane U 020 U 14 U 0.20 U 1.4
1,1,2-Trichloroethane U | 020 U 1.1 0] 0.20 U 1.1
1,2,4-Trichlorobenzene - uJ 0.20 ulJ 1.5 uJ - 0.20 ulJ 1.5
1,2,4-Trimethylbenzene U 0.20 ' 0.98 U 0.20 U 0.98
1,3,5-Trimethylbenzene 8] 0.20 §] 0.98 U 0.20 0] 0.98
2,2,4-Trimethylpentane §] 020 U 0.93 u- | o020 §] 0.93
Tertiary Buty! Alcohol U 0.20 U 0.61 U 10.20 U 0.61
Tetrachloroethylene U 0.040 U 0.27 §] 0.040 U -0.27
Tetrahydrofuran U 0.20 .U - 0.59 §] 0.20 §] 0.59
Toluene 0.26 0.20 0.98 0.75 0.34 0.20 1.3 0.75
Trichloroethylene _ U 0.040 U 021 U 0.040 U 0.21
Trichlorofluoromethane 0.23 0.20 1.3 1.1 0.26 0.20 1.5 1.1
Vinyl chloride ' U 0.20 U 0.51 U 0.20 U 0.51
Vinyl Acetate U 020 - U 0.70 U 0.20 §] 0.70
m,p-Xylene 0.32 0,20 1.4 0.87 0.22 020 0.96 0.87
o-Xylene 0.11J 0.20 0.48J 0.87 §] 0.20 U 0.87
Xylenes (total) 0.43 0.20 1.9 087 | o022 . 0.20 0.96 0.87

RL - Reporting Limit

U - non-detected compoiind

J - estimated value

| Page 2 of 2
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATES: January 28 and 30, 2014 .

Matrix: ] Ambient Air ' - " Indoor Air
Client ID#: - P009-AA001-140129-01 P009-1A001-140127-01
Lab ID#: ‘ , JB58857-9 _ JB58857-10
Summa ID: . A074 A1083
Initial Volume: 400 ml 592ml - -
Dilution Factor ) 1 , ’ . 1.48 7 :
‘ Result | RL | Result RL Resilt RL Result | RL
TO-15 VOCs ppbv ppbv ug/m3 pg/m3 ppbv ppbv pg/m3 pg/m3
Acetone 7.7 020 | 18 048 | 3.0 0.20 7.1 0.48
1,3-Butadiene U 0.20 U | 044 U 0.20 U 0.44
Benzene 0.38 0.20- 1.2 0.64 0.21 0.20 0.67 0.64
Bromodichloromethane U 0.20 U 1.3 U 0.20 U 13
Bromoform U 020 U 2.1 U 020 U 2.1
Bromomethane U 0.20 U 0.78 u 020 U 0.78
Bromoethene U 0.20 U 0.87 U 020 U 0.87
Benzyl Chloride U 0.20 U 1.0 U 0.20 U 1.0
Carbon disulfide U 0.20 U 0.62 U 0.20 U 0.62
Chlorobenzene U 0.20 U - 0.92 U 020 U 0.92
{Chloroethane U 020 U 0.53 U 0.20 U 0.53
Chloroform U 0.20 U 098 | U 0.20 §] 0.98
Chloromethane 1.0 0.20 2.1 0.41 0.68 0.20 1.4 0.41
3-Chloropropene U 0.20 u 0.63 U 0.20 U 0.63
2-Chlorotoluene ‘U | o020 U 1.0 U 0.20 - U 1.0
Carbon tetrachloride U 0.20 U 1.3 U 0.20 U 1.3
Cyclohexane U 0.20 U 1 0.69 U 020 U 0.69
1,1-Dichloroethane U 0.20 U 0.81 U 020 U 0.81
1,1-Dichloroethylene U 0.20 U 0.79 U ©0.20 U 0.79
1,2-Dibromoethane U 0.20 u 1.5 U - 0.20 U 1.5
1,2-Dichloroethane U 0.20. U 0.81 U 0.20 U 0.81
1,2-Dichloropropane 027 | 020 1.2 0.92 U 0.20 U 0.92
1,4-Dioxane _ U 0.20 U 072 U 0.20 U 0.72
Dichlorodifluoromethane 0.56 0.20. 2.8 099 | 055 0.20 2.7 0.99
Dibromochloromethane U 0.20 - U 1.7 U 0.20 U 1.7
trans-1,2-Dichloroethylene U 0.20 - U 0.79 U 0.20 U 0.79
cis-1,2-Dichloroethylene U 020 U 0.79 U 0.20 8] 0.79
cis-1,3-Dichloropropene U 0.20 §] 0.91 U 0.20 U 0.91
m-Dichlorobenzene U 020 8] 1.2 U 020 Uu | 12
o-Dichlorobenzene U 0.20 U 1.2 U 020 U 1.2
p-Dichlorobenzene U 020 8] 1.2 U 0.20 U 1.2
trans-1,3-Dichloropropene U 0.20 U 091 - U 0.20 U 0.91
Ethanol “ 47 | 050 8.9 094 | 136 | 050 25.6 0.94
Ethylbenzene 0.17J 020 | 0.74J 0.87 U 0.20 U 0.87
Ethyl Acetate U 0.20 U 072 34 10.20 12 0.72
4-Ethyltoluene U 0.20 §] 098 U 0.20 U 0.98
Freon 113 | 0313 [ o020 2.4 1.5 0.29J 0.20 22J 1.5
Freon 114 U 0.20 U 1.4 U 0.20 - U . 1.4
Heptane - 0.11] 020 | 0453 0.82 U 020 U 0.82
Hexachlorobutadiene ' U- 0.20 U 2.1 U 0.20 U 21
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATES: January 28 and 30, 2014

Matrix: Ambient Air Indoor Air
Client ID#: P009-AA001-140129-01 P009-1A001-140127-01
Lab ID#: ‘ JB58857-9 JB58857-10
Summa ID: A074 A1083
Initial Volume: . _ 400 ml 592 ml
Dilution Factor 1 . ) 1.48

‘ Result | RL Result RL Result RL Result RL
TO-15 VOCs ppbv ppbv _ug/m3 ug/m3 | ppbv ppbv ug/m3 pg/m3
Hexane 0.38 0.20 1.3 0.70 032 | 020 1.1 0.70
2-Hexanone v 0.20 8] 0.82 U- 0.20 U 0.82
Isopropyl Alcohol 1.3 0.20 32 | 049 40 0.20 9.8 0.49
Methylene chloride 1.4J 0.20 4.9) 0.69 13J 0.20 451] 0.69
Methyl ethyl ketone 1.7J 0.20 5.0J 0.59 0.25J 0.20 0.74J 0.59
Methy! Isobutyl Ketone ] 0.20 U 0.82 U 0.20 U 0.82
Methyl Tert Butyl Ether U 0.20 Uu | 072 U 0.20 U 0.72
Methylmethacrylate U 0.20 U - 0.82 U - 0.20 U 0.82
Propylene U 0.50 U 0.86 5] ~0.50 U 0.86
Styrene U 0.20 U 0.85 U 0.20 U 0.85
1,1,1-Trichloroethane u 0.20 U 1.1 U 0.20 U 1.1
1,1,2,2-Tetrachloroethane 8] 0.20 U 14 U 0.20 . ] 1.4
1,1,2-Trichloroethane u 020-] U 1.1 U 0.20 U 1.1
1,2,4-Trichlorobenzene ul 020 uJ 1.5 ujJ 0.20 ulJ 1.5
1,2,4-Trimethylbenzene U 0.20 U 0,98 U 0.20 U 0.98
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 0.20 U 0.98
2,2,4-Trimethylpentane .U 0.20 U 0.93 U. 0.20 U 0.93
Tertiary Butyl Alcohol 057 | 020 1.7 0.61 U. 0.20 U 0.61
Tetrachloroethylene U ~0.040 3] 027 U 0.040 U 0.27
Tetrahydrofuran U 0.20 - U 059 U 0.20 U 0.59
Toluene 0.36 0.20 1.4 0.75 0.32 0.20 1.2 - 0.75
Trichloroethylene U 0.040 ] 0.21 U 0.040 §] 0.21
Trichlorofluoromethdne 0.25 0.20 14 1.1 025 0.20 1.4 1.1
Vinyl chleride . U 0.20 U 051 U 0.20 U 0.51
Vinyl Acetate , U 0.20 U 0.70 U | o020 U 0.70
'm,p-Xylene ’ 0.82 020 3.6 0.87 0.13J |. 020 056 | 0.87
0-Xylene , 0.26 0.20 1.1 0.87 U 020 | U 0.87
Xylenes (total) 1.1 0.20 4.8 087 | 0.13J 0.20 0.56 J 0.87

RL - Reporting Limit
U - non-detected compound
J - estimated value

Page 2 of 2

L -
R R R R R T




OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site

SAMPLING DATE: January 28, 2014

Matrix: Indoor Air Indoor Air
Client ID#: P009-1A002-140127-01 P009-1A003-140127-01
Lab ID#: JB58857-11 ~ JB58857-12
Summa ID: . A852 A447
Initial Volume: 592 ml 608 ml
Dilution Factor 1.48 ) 1.52
‘Result RL Result RL Result RL Result RL

TO-15 VOCs : ppbv ppbv__ | ug/m3 ug/ms3 ppbv ppbv__ | pg/m3 pg/m3
Acetone 2.6 0.20 6.2 0.48 4.7 0.20 11 0.48
1,3-Butadiene U 0.20 U - 044 9] 0.20 U | 044
Benzene 0.23 0.20 0.73 0.64 0,39 0.20 1.2 0.64

| Bromodichloromethane U 020 §] 1.3 U - 0.20 U 1.3
Bromoform U 0.20 U 2.1 U 0.20 U 2.1
Bromomethane U. 0.20 U 0.78- §] 0.20 §] 0.78
Bromoethene 8) 0.20 U 0.87 U 0.20 U 0.87
Benzyl Chloride U 020 - U 1.0 U 0.20 U 1.0
Carbon disulfide 8] 0.20 §] 0.62 0.22 0.20 0.69 0.62 -
Chlorobenzene U 0.20 U 0.92 U 0.20 U 0.92
Chloroethane U 020 | U 0.53 U . 020 U 0.53

| Chloroform U _0.20 Ry 0.98 0.25 _0.20 1.2 0.98

i Chloromethane 0.62 020 1.3 2041 | 052 0.20 1.1 041
3-Chloropropene U 0.20 U 063 | U 0.20 U 0.63
2-Chlorotoluene U ~0.20 3] 1.0 U 020 | U 1.0
Carbon tetrachloride U 020 U 1.3 0.12J 0.20 0.75J 1.3
Cyclohexane U 0.20 U 0.69 U 0.20 U 0.69
1,1-Dichloroethane U 0.20 U 0.81 ' 0.20 U 0.81
1,1-Dichloroethylene 8] 0.20 U 0.79 U’ 0.20 U 0.79
1,2-Dibromoethane 8] 0.20 U 1.5 U 0.20 U 1.5
1,2-Dichloroethane U 020 U 0.81 U 0.20 U 0.81
1,2-Dichloropropane U 0.20 §] 0.92 8] 0.20 U 0.92
1,4-Dioxane , U 0.20 §] 0.72 U 0.20 U 0.72
Dichlorodifluoromethane 0.54 020 2.7 0.99 0.55 0.20 2.7 0.99
Dibromochloromethane U - 0.20 U 1.7 U 10.20 U 1.7
trans-1,2-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
cis-1,2-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
cis-1,3-Dichloropropene U 0.20 U 0.91 U 0.20 U 0.91
m-Dichlorobenzene ) U 020 | U 12 0] 0.20 U 12
o-Dichlorobenzene U | 020 U 1.2 U 0.20 U 1.2
p-Dichlorobenzene U | 02 U 12 6] 0.20 U 1.2
trans-1,3-Dichleropropene U 0.20 U 091 U 0.20 U 0.91
Ethanol 24.0 0.50 45.2 0.94 39.7 0.50 74.8 0.94
Ethylbenzene U 0.20 U 087 | U 0.20 U 0.87
Ethyl Acetate ] o079 020" 2.8 072 | 16 0.20 58 0.72
4-Ethyltoluene - U 0.20 U 098 6] 0.20 U~ 0.98
Freon 113 ) 0.30J 0.20 2.3) .5 | o041 0.20- 3.1 1.5
Freon 114 U 0.20 U 14 U 0.20 U 1.4
Heptane -~ - U | 020 U 0.82 3] 0.20 U 0.82
Hexachlorobutadiene - U 0.20 U 2.1 U 0.20 ° U 2.1
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

“ RL - Reporting Limit

U - non-detected compound

J - estimated value

Page 2 of 2

Matrix: Indoor Air - r Indoor Air
Client ID#: P009-1A002-140127-01 P009-1A003-140127-01
Lab ID#: JB58857-11 JB58857-12
Summa ID: A852 Ad47
Initial Volume: 592 ml 608 ml
Dilution Factor . 1.48 152

' Result RL | Result RL Result | RL Result RL
TO-15 VOCs ppbv - ppbv ug/m3 pg/m3 ppbv * ppbv pg/m3 ug/m3
Hexane - 032 | 020 1.1 0.70 0.35 0.20 12 0.70
2-Hexanone U 0.20 U 082 | U 020 U 0.82
Isopropyl Alcohol 2.0 020 | 4.9 0.49 5.1 0.20 13 0.49
Methylene chloride 1.2J 0.20 427 0.69 1.1 0.20 3.8 0.69
Methy ethyl ketone 0164 | 020 0.47J 0.59 0.35 0.20 1.0 0.59
Methyl Isobutyl Ketone U 0.20 U 0.82 U 0.20 U 0.82
Methyl Tert Butyl Ether U 0.20 U 0.72 U 0.20 u 0.72
Methylmethacrylate U 0.20 U 0.82 U 0.20 U 0.82
Propylene T 0.50 U 0.86 U | o050 U 0.86
Styrene U 0.20 U 0.85 U 0.20 U 085
1,1,1-Trichloroethane U 0.20 U 1.1 U 0.20 U 1.1
1,1,2,2-Tetrachloroethane U 0.20 U 1.4 U 0.20 U 14
1,1,2-Trichloroethane U 0.20 U 1.1 U 10.20 U 11
1,2,4-Trichlorobenzene UlJ 0.20 uJ 1.5 U 0.20 U 1.5
1,2,4-Trimethylbenzene U 10.20 U 0.98 0.12J 020 | 0594 0.98
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 020 | U 0.98
2,2,4-Trimethylpentane u 0.20 U 0.93 U - 0.20 U 0.93
Tertiary Butyl Alcohol u 0.20 8] 0.61 U 0.20 U 0.61
Tetrachloroethylene U 0.040 U 10.27 U 0.040 0] 0.27
Tetrahydrofuran U 0.20 U 0.59 U 0.20 U 0.59
Toluene 0.33 0.20 1.2 075 | o0.52 0.20 2.0 0.75
Trichloroethylene U 0.040 U 0.21 U 0.040 U 0.21
Trichlorofluoromethane - 0.27 0.20 . 1.5 1.1 0.34 020 1.9 1.1
Vinyl chloride U 0.20 U 0.51 U 0.20 U 0.51
Vinyl Acetate U 0.20 U 0.70 U 0.20 U 0.70
m,p-Xylene 0.14J 0.20 0.61J 0.87 0.23 0.20 1.0 0.87
o-Xylene U 0.20 U 0.87 U . 0.20 U 0.87
Xylenes (total) 0.14J 0.20 0.61J 0.87 0.23 0.20 1.0 0.87




PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

‘OTHER ANALYTES WORK TABLE

Matrix: Indoor Air Soil Gas
Client 1D#: P009-IA004-140127-01 P009-SG001-140127-01
Lab ID#: JB58857-13 - JB58857-14
Summa ID: A246 " A865
Initial Volume: 640 m! 400 ml
Dilution Factor L _1.6 ' 1

Result RL Result RL Result RL Result RL
TO-15VOCs ppbv ppbv pg/m3 | upg/m3 ppbv ppbv pg/m3 pg/m3
Acetone 10.5 0.20 24.9 048 2.6 0.20 6.2 0.48
1,3-Butadiene U 020 u 0.44 U 0.20 U 0.44
Benzene , 1.9 0.20 6.1 0.64 U 0.20 U 0.64
Bromodichloromethane U 0.20 U 13 | U 10.20 U 1.3
Bromoform u 0.20 U 2.1 u 0.20 U 2.1
Bromomethane U 0.20 9] 0.78 U 0.20 U 0.78
Bromoethene §] 0.20 U 0.87 U 020 U 0.87
Benzyl Chloride U 0.20 U 1.0 u. 0.20 U 1.0
Carbon disulfide U 0.20 U 0.62 U 0.20 §] 0.62
Chlorobenzene U 0.20 U 0.92 u- 0.20 U 0.92
Chloroethane U 0.20 u 0.53 U 0.20 U 0.53
Chloroform 0.56 0.20 2.7 098 3.0 0.20 1.5 0.98
Chloromethane 0.69 0.20 1.4 0.41 U - 0.20 U 041
3-Chloropropene U 0.20 V] 0.63 U 0.20 U 0.63
2-Chlorotoluene , U 0.20 - U 1.0 U 1020 U 1.0
Carbon tetrachloride 0.10J 0.20 0.63J 1.3 0.64 0.20 4,0 1.3
Cyclohexane U 0.20 U 0.69 U 10.20 u 0.69
1,1-Dichloroethane U 0.20 0] 0.81 U 0.20 U 0.81
1,1-Dichloroethylene U 0.20 U 0.79 ] 0.20 U 0.79
1,2-Dibromoethane | U 0.20 U 1.5 U 0.20 U 1.5
1,2-Dichloroethane 016J | 020 | 0.65J 0.81 U 0.20 U 0.81
1,2-Dichloropropane 8] 10.20 U 0.92 U 0.20 U 0.92
1,4-Dioxane U 0.20 U 0.72 U 0.20. U 0.72
Dichlorodifluoromethane 0.57 0.20 2.8 099 0.52 0.20 2.6 0.99
Dibromochioromethane U 0.20 U 1.7 0] 0.20 U 1.7
trans-1,2-Dichloroethylene 8] 0.20 U 0.79 - u 020 0] 0.79
cis-1,2-Dichloroethylene U 0.20 U 0.79 U 0.20 - U 0.79
cis-1,3-Dichloropropene U 0.20 U 0.91 U 0.20 U 0.91
m-Dichlorobenzene =~ U 0.20 u 1.2 0] 0.20 U 12
o-Dichlorobenzene U 0.20 U 1.2 U 020 U 1.2
p-Dichlorobenzene , U 0.20 U T1.2 U 020 U 12
trans-1,3-Dichloropropene U 0.20 U 091 U 1020 U 091
Ethanol 175J 0.50 330 | 094 8] 0.50 U 0.94
|Ethylbenzene 0.12J 0.20 0.52J 10.87 U 0.20 U 0.87
Ethyl Acetate 1.8 020 | 6.5 0.72 070 |. 020 2.5 0.72
4-Ethyltoluene U 020 |: U 0.98 U 0.20 U 0.98
Freon 113 0.71 020 | 54 1.5 0.73 1020 5.6 1.5
Freon 114 U 0.20 - U 1.4 U 0,20 U 14
Heptane 0.13J 020 | 053J 0.82 U 0.20 U 0.82
Hexachlorobutadiene ‘U 0.20 U 2.1 U 0.20 U 2.1
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

OTHER ANALYTES WORK TABLE

Matrix: " Indoor Air Soil Gas
Client 1D#: P009-1A004-140127-01 P009-SG001-140127-01
Lab ID#: JB58857-13 JB58857-14
Summa ID: - A246 A865

* Hnitial Volume: 640 ml 400 mi
Dilution Factor . 1.6 - 1 .

Result RL Result RL Resnlt RL Result RL

TO-15 VOCs ppbv ppbv pg/m3 pg/m3 ppbv ppbv pg/m3 ng/m3
Hexane 073 0.20 2.6 0.70 0,54 0.20 1.9 0.70
2-Hexanone U 020 | U 0.82 U 0.20 U 0.82
Isopropyl Alcohol 3.3 0.20 . 8.1 049 U 0.20 U 0.49
Methylene chloride 2.4 020 83 0.69 2.2 0.20 7.6 0.69
Methyl ethyl ketone 0.59 020 | 17 059 ] U 0.20 U 0.59
Methy! Isobuty! Ketone U 0.20 U 0.82 U 0.20 U 0.82
Methy] Tert Butyl Ether U 0.20 U 0.72 9] 0.20 U 0.72
Methylmethacrylate U 0.20 U 0.82 U 020 U 0.82
Propylene 3.7 0.50 6.4 0.86 U 0.50 U 0.86
Styrene 0] 0.20 U 0.85 9] 0.20 9] 0.85
1,1,1-Trichloroethane U 0.20 U 1.1 1.3 020 7.1 1.1
1,1,2,2-Tetrachloroethane U 020 U 1.4 U 020 §] 1.4
1,1,2-Trichloroethane U 0.20 U 1.1 U 0.20 U Il
1,2,4-Trichlorobenzene U 0.20 U 1.5 - U 0.20 U 1.5
1,2,4-Trimethylbenzene 0.15J 0.20 0.74 J 0.98 . U 0.20 u 0.98
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 020 - U 0.98
2,2,4-Trimethylpentane U 0.20 U 0.93 U . 0.20 U 0.93
Tertiary Butyl Alcohol U 020 U - 0.61 0.15J 0.20 0.45J 0.61
Tetrachloroethylene u 0.040 U 0.27 1.7 0.040 12 0.27
Tetrahydrofuran U 0.20 U 0.59 §] 0.20 §] 0.59
Toluene 0.74 0.20 2.8 0.75 0.18J | 020 0.68J 0.75
Trichloroethylene U. 0.040 U 021 0.16 0.040 0.86 0.21
Trichlorofluoromethane 0.39 0.20 2.2 L1 0.39 020 | 22 1.1
Viny! chloride U 0.20 0.51 U 0.20 U 0.51
Vinyl Acetate ) U 0.20 0] 0.70 U 0.20 ] 070
m,p-Xylene 0.33 ,0.20 14 | 087 0.23 020 1.0 0.87
o-Xylene 0.12J 020 | o052 | o087 §] 0.20 U 0.87
Xylenes (total) 0.45 020 | 2.0 0.87 0.23 020 | 10 0.87

RL - Reporting Limit
U - non-detected compound
J - estimated value
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATES: January_ 28 and 30, 2014

Matrix; Soil Gas Indoor Air
Client ID#: P009-SG002-140127-01 PO10-1A001-140129-01
Lab ID#: JB58857-15 JB58857-16
Summa ID: A656 Al181
Initial Volume: 620 ml 800 mi/400" ml
Dilution Factor B 1.55 2.29

‘Result | RL | Result RL Result | RL | Result RL
TO-15 VOCs ppbv ppbv pg/m3 pg/m3 ppbv ppbv pg/m3 pg/m3
Acetone 1.6 0.20 3.8 0.48 1.2 1 0.23 17 0.55
1,3-Butadiene U 0.20 U 0.44 U 023 u 0.51
Benzene U 0.20 U - 0.64 0.29 - 0.23 0.93 0.73
Bromodichloromethane U 0.20 U 13 U 0.23 U 1.5
Bromoform 3] 020 U 2.1 0] 0.23 U 2.4
Bromomethane U 0.20 U 0.78 U 0.23 U 0.89
Bromoethene U 0.20 U 0.87 U 0.23 §] 1.0
Benzyl Chloride 9] 020 | U 1.0 U 0.23 U 1.2
Carbon disulfide U 0.20 u 0.62 U 0.23 U 0.72
Chlorobenzene U 0.20 U 0.92 . U 0.23 0] 1.1
Chloroethane U 0.20 U 0.53 u 0.23 u. 0.61
Chloroforin 0.54 020 | 26 0.98 U 0.23 U 1.1
Chloromethane U 020 | U 0.41 0.53 0.23 1.1 0.47
3-Chloropropene U 0.20 - U 0.63 U 0.23 U 0.72
2-Chlorotoluene U 0.20 u 1.0 U 0.23 U 1.2
Carbon tetrachloride 2.3 0.20 14 13 - 0.12J 0.23 1.4 14
Cyclohexane U 0.20 U 10.69 U - 0.23 3] 0.79
1,1-Dichloroethane U 0.20 U 10.81 U 0.23 U 0.93
1,1-Dichloroethylene U 0.20 U 0.79 U 0.23 U 0.91
1,2-Dibromoethane U 0.20 U 1.5 U 0.23 U 1.8
1,2-Dichloroethane U 020 U 0.81 U. 0.23 U 0.93
1,2-Dichloropropane U [ 020 U 0.92 U 0.23 3] 1.1
1,4-Dioxane U 020 U 0.72 U 0.23 U 0.83
Dichlorodifluoromethane 0.56, 020 2.3 099 | 0.65 0.23 3.2 1.1
Dibromochloromethane U 0.20 U 1.7 U 0.23 U 2.0
trans-1,2-Dichloroethylene U - 0.20 U 0.79 U 0.23 U 0.91
cis-1,2-Dichloroethylene 0.12J 0.20 0.48 J 0.79 U 023 | U 0.91
cis-1,3-Dichloropropene U 020 U 0.91 §] 023 | U 1.0
m-Dichlorobenzene ' U 0.20 U 1.2 U 0.23 U 1.4
o-Dichlorobenzene (§] 020 U 12 U 0.23 u 1.4
p-Dichlorobenzene U 020 | U 1.2 U 0.23 U 14
trans-1,3-Dichloropropene U 0.20 U 091 U 0.23 u . 1.0
Ethanol 1.2 0.50 2.3 0.94 170 .| 057 32.0 1.1
Ethylbenzene U ~0.20 ] 0.87 u | o0 U. 1.0
Ethyl Acetate 1.2 0.20 43 0.72 U 0.23 U 0.83
4-Ethyltoluene U 0.20 U 0.98 §] 0.23 U 1.1
Freon 113 0.44 0.20 34 | 15 20.9 0.23 160 1.8
Freon 114 U 0.20 (3] 14 u 0.23 U 1.6
Heptane U 0.20 U . 0.82 U 023 U 0.94
Hexachlorobutadiene u 0.20 U 2.1 U 0.23 U 2.5
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATES: January 28 and 30, 2014

Matrix: Soil Gas - Indoor Air

_[Client 1D#: P009-SG002-140127-01 P010-1A001-140129-01

Lab ID#: . JB58857-15 JB58857-16

Summa ID: - A656 A1181
Initial Volume: = 620 m! , ' 800 ml/400" ml
Dilution Factor ‘ 1.55 - 229

| O o Result RL Result RL Result RL Resuit RL
TO-15V0Cs ppbv ppbv ug/m3 pg/m3 ppbv ppbv ug/m3 ug/m3
Hexane ) . 0.31 0.20 1.1 0.70 10.4 023 36.7 0.81
2-Hexanone U 020 | U 082 §] 0.23 U 0.94
Isopropy! Alcohol ] 24 0.20 59 0.49 1.1 0.23 2.7 0.57
Methylene chloride 1 11 | o020 38 0.69 66.1° 0.46 230° 1.6

_{Methy! ethyl ketone 0.11J 0.20 0.32J 059 | 033 0.23 0.97 0.68
Methyl Isobutyl Ketone U 020 U 082 | U 0.23 U 0.94
Methyl Tert Butyl Ether §] 020 | U 0.72 §] 0.23 u 0.83
Methylmethacrylate U 0.20 U 0.82 U 0.23 U 0.94
Propylene U 0.50 U 0.86 U 0.57 U 0.98
Styrene Uu | 020 u 0.85 U 0.23 u 0.98
1,1,1-Trichloroethane 069 | 020 3.8 1.1 u 0.23 U 1.3
1,1,2,2-Tetrachloroethane U | 020 .U 1.4 U 0.23 U 1.6
1,1,2-Trichloroethane U 0.20 U 1.1 U 0.23 u 1.3
1,2,4-Trichlorobenzene 9] 020 U 1.5 ulJ 023 UJ 1.7
1,2,4-Trimethylbenzene U 020 U 0.98 U 0.23 U i1
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 10.23 U 1.1
2,2,4-Trimethylpentane U 0.20 ‘U 093 U 0.23 U 1.1
Tertiary Butyl Alcohol _ 0.15J 020 | 0459 0.61 U 0.23 U 0.70
Tetrachloroethylene 092 | 0040 62 0.27 U 0.046 U 0.31
Tetrahydrofuran U 10.20 U 0.59 . §] 10.23 §] 0.68
Toluene ' 0.14J 0.20 053J | 0.75 0.46 023 1.7 0.87
Trichloroethylene 0.92 0040 | 49 0.21 U 0.046 U 0.25
Trichlorofluoromethane 038 0.20 21 1.1 1.1 0.23 6.2 1.3
Vinyl chloride U | 020 3] 0.51 U 0.23 U - 0.59
Vinyl Acetate - U 0.20 §] 0.70 U 0.23 0] 0.81
m,p-Xylene ' 0.14J 0.20 0.61J 087 | 026 | 023 1.1 10
o-Xylene ' §] 020 | U 0.87 U 0.23 1] 1.0
Xylenes (total) 0.14J 020 | 061J | 087 0.26 0.23 1.1 1.0

a - results were reported from the Run # 2
RL - Reporting Limit '
U - non-detected compound
J - estimated value
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 30, 2014

OTHER ANALYTES WORK TABLE

Matrix:

Indoor Air Soil Gas
Client ID#: P010-1A002-140129-01 P010-SG001-140129-01
Lab ID#: JB58857-17 JB58857-18
Summa ID: A237 A378
Initial Volume: 400 ml - 400 ml
Dilution Factor 1 , i
Result RL Resilt RL Result RL Result RL
TO-15 VOCs ppbv ppbv pug/m3 ug/m3 ppbv ppbv pg/m3 ug/m3
Acetone 115 0.20 27.3 048 92 0.20 22 0.48
1,3-Butadiene U 0.20 U 0.44 U 020 U 0.44
Benzene 022 | 020 0.70 0.64 U 0.20 U 0.64
Bromodichloromethane - u | o020 U 1.3 U 0.20 9] 1.3
Bromoform ' U 0.20 U 2.1 Uu. 0.20 U 2.1
Bromomethane U 0.20 U 078 U 0.20 U 0.78
Bromoethene U 020 U 087 U 0.20 ‘U 0.87
Benzyl Chloride U 0.20° U . 1.0 U 0.20 U 1.0
Carbon disulfide U 0.20 U 0.62 U 0.20 U 0.62
Chlorobenzene U 0.20 U 0.92 U 0.20 U 0.92
Chloroethane U 0.20 U 0.53 U. 0.20 V] 0.53
Chloroform U ©0.20 U 0.98 1.2 0.20 59 0.98
Chloromethane 0.19J 0.20 039J | 041 U 0.20 U 0.41
3-Chloropropene U 020 9] 0.63 0] 0.20 U 0.63
2-Chlorotoluene U | 020 U 1.0 U 0.20 u 1.0
Carbon tetrachloride 0.16 J 0.20 1.0J 1.3 31 020 20 1.3
_ [Cyclohexane U 0.20 U 0.69 U 0.20 S] 0.69
1,1-Dichloroethane U 020 | U 0.81 U 0.20 U 0.81
1,1-Dichloroethylene U 1020 U 0.79 U 0.20 9] 0.79
1,2-Dibromoethane U 0.20 U 1.5 U 0.20 U 1.5
1,2-Dichloroethane U 0.20 U 0.81 U 0.20 8] 0.81
1,2-Dichloropropane U 0.20 U 0.92 U 0.20 U 0.92
1,4-Dioxane 3] - 0.20 U 0.72 U 0.20 U 0.72
Dichlorodifluoromethane 0.45 0.20 2.2 0.99 0.40 0.20 2.0 0.99
Dibromochloromethane ‘U 0.20 U 1.7 U 0.20 U 1.7
trans-1,2-Dichloroethylene U 0.20 §] 0.79 U 0.20 U 0.79
cis-1,2-Dichloroethylene §] 0.20 U 0.79 U 0.20 U 0.79
cis-1,3-Dichloropropene U - 0.20 U 0.91 U 0.20 U 0.91
m-Dichlorobenzene U 0.20 U 1.2 U 0.20 U 1.2
o-Dichlorobenzene U 0.20 U 1,2 §) 0.20 U 1.2
p-Dichlorobenzene U - 020 U 1.2 U 0.20 U 1.2
trans-1,3-Dichloropropene U 0.20 U 0.91 U - 0.20 U 0.91
Ethanol 7.0 0.50 13 0.94 0.97 0.50 1.8 0.94
Ethylbenzene uU. 0.20 U 0.87 0.24 0.20 1.0 0.87
Ethyl Acetate 0.82 0.20 3.0 0.72 1.3 0.20 4.7 0.72
4-Ethyltoluene . U 0.20 U 0.98 U 0.20 18] 0.98
Freon 113 0.30 0.20 2.3 15 0.20 020 | 15 1.5
Freon 114 U | 020 U 14 U 0.20 U - 14
Heptane U . 020 U 0.82 U 020 | U 0.82
Hexachlorobutadiene U 0.20 U 2.1 U 020 | U 2.1
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 30, 2014

OTHER ANALYTES WORK TABLE

Matrix: Indoor Air Soil Gas
Client ID#: P010-1A002-140129-01 P010-SG001-140129-01
Lab ID#: JB58857-17 JB58857-18
Summa ID: A237 A378
Initial Volume: 400 ml 400 ml
Dilution Factor ' 1 ) 1
o Result RL Result RL . Result RL Result RL
T70-15 VOCs ppbv ppbv pg/m3 pg/m3 ppbv ppbv pg/m3 _pg/m3
Hexane 0.47 0.20 1.7 0.70 0.12J 0.20 0.42J 0.70
2-Hexanone _ U 020 U 0.82 u 0.20 U 0.82
Isopropyl Alcohol 12.3 . 020 | 302 0.49 1.1 0.20 2.7 0.49
Methylene chloride 0.95 0.20 33 0.69 0.46 0.20 1.6 0.69
Methy] ethyl ketone 0.73 0.20 22 059 | 0.40 0.20 1.2 0.59
Methyl Isobutyl Ketone U 020 | U - 0.82 U 0.20 U 0.82
Methyl Tert Butyl Ether §] 020 U 0.72 U 0.20 U 0.72
Methylmethacrylate U 0.20 §] 0.82 U 0.20 §] 0.82
Propylene U 0.50 u . 0.86 U 0.50 9] 0.86
Styrene ] 0.20 U 0.85- 8] 0.20 U 0.85
1,1,1-Trichloroethane 8] 0.20 U 1.1 0.23 0.20 13 1.1
1,1,2,2-Tetrachloroethane U 0.20 U 14 u 0.20 U 1.4
1,1,2-Trichloroethane U 0.20 U 1.1 1] 0.20 U 1.1
1,2,4-Trichlorobenzene U 0.20 u 1.5 U 0.20 0] 1.5
1,2,4-Trimethylbenzene U 0.20 U 0.98 U 10.20 U 0.98
1,3,5-Trimethylbenzene U | 020 U 0.98 U 0.20 U 0.98
2,2,4-Trimethylpentane 0.12J 020 | 0.56J 0.93 U 0.20 §] 0.93
Tertiary Butyl Alcohol 027 | 020 082 | 061 U 0.20 U 0.61
Tetrachloroethylene 0.10 | 0.040 0.68 0.27 1.1 | 0040 75 0.27
Tetrahydrofuran 0.25 0.20 0.74 059 | U 020 U 0.59
Toluene 0.22 0.20 0.83 0.75 0.20 0.20 0.75 0.75
Trichloroethylene 0.13 0.040 | 0.70 021 | 44 0.040 24 0.21
Trichlorofluoromethane 0.35 0.20 2.0 1.1 024 | 020 1.3 1.1
Vinyl chloride 9] 0.20 U 051 | U | o020 U 0.51
Vinyl Acetate U 0.20 u 070 | U ©0.20 U 0.70
. fm,p-Xylene U 0.20 U 0.87 1.2 0.20 52 0.87
o-Xylene U 020 U 0.87 0.33 0.20 1.4 0.87
Xylenes (total) U | 020 8] 0.87 1.6 020 | 6.9 0.87

RL - Reporting Limit
U - non-detected compound
J - estimated value
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

Matrix: . Indoor Air Indoor Air
Client ID#: P011-1A001-140127-01 P011-1A002-140127-01
Lab ID#: ', - JB58857-19 JB58857-20
Summa ID: ' AS831 - A1179
Initial Volume: 608 ml 632 ml
Dilution Factor o 1.52 ‘ _ - 1.58
Result | RL Result RL Result RL Result RL
TO-15VOCs ‘ ppbv ppbv g/m3 pg/m3 ppbv ppbv ug/m3 pg/m3
Acetone 3 4.0 0.20 95 0.48 8.7 020 | 21 0.48
1,3-Butadiene , U 0.20 U 0.44 .U 0.20 U 0.44
Benzene . -] oas4 0.20 098J | 064 0.19J 020 | 061J | 0.64
Bromodichloromethane U 0.20 3] 1.3 U 0.20.° U 1.3
Bromoform U 0.20 8] 2.1 §] ~0.20 U 2.1
Bromomethane ] 0.20 U 0.78 U 1020 ] 0.78
Bromoethene U 0.20 U 0.87 3] 0.20 U 0.87
Benzyl Chloride U 0.20 U 1.0 U 0.20 - U 1.0
Carbon disulfide §] 0.20 U 0.62 U 0.20 u 0.62
Chlorobenzene ‘U 0.20 U 0.92 U 0.20 U 0.92
Chloroethane U 0.20 U . 0.53 U 0.20 U 0.53
Chloroform U 020 U 10.98 0.11J 020 | 0.54J 0.98
Chloromethane - 0.34 020 | o.70 0.41 0.43 0.20 0.89 0.4]
3-Chloropropene U 0.20 U 0.63 U 1020 3] 0.63
" |2-Chlorotoluene. B U 0.20 U 1.0 U 0.20 U 1.0
Carbon tetrachloride U 0.20 u 1.3 U 0.20 u 1.3
Cyclohexane U 0.20 U 0.69 0.10 J 10.20 0.34J 0.69
1,1-Dichloroethane v 020 U 0.81 U 0.20 U 0.81
1,1-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
1,2-Dibromoethane ] 0.20 U 15 §] 020 0] 1.5
1,2-Dichloroethane U 0.20 U 0.81 U 020 U 0.81
1,2-Dichloropropane U 0.20 U 0.92 U - 0.20 U 0.92
1,4-Dioxane o U 0.20 U 0.72 U 0.20 U 0.72
Dichlorodifluoromethane 1 031 0.20 1.5 - 0.99 0.40 0.20 2.0 0.99
Dibromochloromethane U 0.20 U 1.7 U 020 8] 1.7
trans-1,2-Dichloroethylene U 0.20 . §) 0.79 U 020 U 0.79
cis-1,2-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0,79
cis-1,3-Dichloropropene U 0.20 U 0.91 U 0.20 U 0.91
m-Dichlorobenzene U 0.20 U 1.2 U 0.20 u 1.2
o-Dichlorobenzene U 020 U 1.2 §] 020 8] 1.2
p-Dichlorobenzene U 0.20 U 1.2 U 020 U 1.2
trans-1,3-Dichloropropene U 020 U 0.91 U 0.20 U 0.91
Ethanol ' 10.1 0.50 19.0 0.94 95.7J 050 | 180J 0.94
Ethylbenzene | 00703 0.20 0.30 J 10.87 U 0.20 U 0.87
Ethyl Acetate 13 020 | 47 0.72 0.86 0.20 3.1 0.72
4-Ethyltoluene U 0.20 U 0.98 U | 020 U 0.98
Freon 113 ' 0.21 0,20 1.6 15 | o034 0.20 2.6 1.5
Freon 114. : B U | 020 U 1.4 U 0.20 U 14
Heptane , U 0.20° U 082 U 0.20 U 0.82
Hexachlorobutadiene U 020 U A U 0.20 U 2.1
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

OTHER ANALYTES WORK TABLE

Matrix: Indoor Air Indoor Air
Client ID#: ~ P011-1A001-140127-01 P011-1A002-140127-01
Lab ID#: JB58857-19 JB58857-20
Summa ID: A831 Al179
Initial Volume: 608 ml 632 mi
Ditution Factor 1.52 ] 1.58
' Result RL Result 'RL Result RL Result RL
TO-15 VOCs _ppbv ppbv ug/m3 ug/m3 ppbv ppbv pg/m3 pg/m3
Hexane 022 0.20 0.78 070 | 021 | 020 0.74 0.70
2-Hexanone U 0.20 U 082 | U 0.20 §] 0.82
Isopropyl Alcohol 4.1 020 10 0.49 5.2 0.20 13 0.49
Methylene chloride 0,90 020 3.1 0.69 0.96 020 | 33 0.69
Methyl ethyl ketone A 14 0.20 4.1 0.59 0.57 0.20 1.7 0.59
Methyl Isobutyl Ketone U - 0.20 U 0.82 U 0.20 U 0.82
Methyl Tert Butyl Ether §] 020 1] 0.72 U 0.20 U 0.72
Methylmethacrylate U 020 U 0.82 U 0.20 U 0.82
Propylene U 0.50 U 0.86 U 0.50 U 0.86
Styrene U 0.20 U 0.85 U 0.20 §] 0.85
1,1,1-Trichloroethane U 020 U 1.1 U 0.20 U 1.1
1,1,2,2-Tetrachloroethane U 020 U 1.4 U 0.20 U 1.4
1,1,2-Trichloroethane U ~0.20 U 1.1 U 0.20 8] 1.1
1,2 4-Trichlorobenzene §] 0.20 U 1.5 U 0.20 §] 1.5
1,2,4-Trimethylbenzene U . 0.20 0] 0.98 U 0.20 U 0.98
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 020 R 0.98
12,2,4-Trimethylpentane U 0.20 U 0.93 U 0.20 8] 0.93
Tertiary Butyl Alcohol V] 0.20 U 0.61 §] 0.20 U | o6l
Tetrachloroethylene. U 0.040 U 0.27 8] 0.040 U 027
| Tetrahydrofuran 0.80 0.20 2.4 0.59 0.25 0.20 0.74 0.59
Toluene 0.30 10.20 1.1 075 | 0.35 0.20 1.3 0.75
Trichloroethylene U 0.040 §] 0.21 U 0.040 U 0.21
Trichlorofluorometharie 0.18J 0.20 1.0J 1.1 0.23 020 1.3 1.1
Vinyl chloride U 0.20 U 0.51 U 020 U 0.51
Vinyl Acetate U 0.20 U 0.70 U 0.20 U 0.70
m,p-Xylene . 023 020 1.0 087 | 022 0.20 0.96 0.87
o-Xylene 0.086 J 0.20 0.37J 0.87 U 020 U 0.87
Xylenes (total) _032 | 020 14 | 087 0.22 020 | 096 | 087

RL - Reporting Limit

U - non-detected compound

J - estimated value
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

OTHER ANALYTES WORK TABLE

Matrix: ) - Indoor Air ~ Soil Gas
Client ID#: ) P011-1A003-140127-01 P011-SG001-140127-01
Lab ID#: JB58857-21 JB58857-22
Summa ID: A220 A238
Initial Volume: 632 mi 400 ml
Dilution Factor 1.58 LI , ,
Result RL | Result RL Result RL Resuit RL

TO-15VOCs _ ppbv | ppbv | pg/m3 | ug/m3 ppbv_ | . ppbv pg/m3 | pg/m3
Acetone _ 8.9 0.20 21 0.48 34.8 0.20 82.7 0.48
1,3-Butadiene U 0.20 U 0.44 ‘U | 020 U 0.44
Benzene 021 | 020 | 0.67 0.64 0.14J | 020 0.45J 0.64
Bromodichlorometharie U | 020 | U 1.3 9] 0.20 U 1.3
Bromoform . U 0.20 U 2.1 U 020 U 21
Bromomethane U 0.20 U 0.78 U 020 u 0.78
Bromoethene U 1 020 U 087 | U 0.20 U . 087
Benzyl Chloride U | o020 U 1.0 U 020 | U 1.0
Carbon disulfide U 0.20 U 0.62 0.15J 0.20 0.47J 0.62 .
Chlorobenzene U 0.20 .U 0.92 U 020 8] 092
Chlaroethane Uu | .020 U 0.53 U 0.20 U 10.53
Chloroform 017J | 020 | 0833 0.98 2.1 020 10 0.98
Chloromethane 0.51 0.20 1.1 0.41 027 | 020 | 056 0.41
3-Chloropropene U 0.20 U 0.63 U 10.20 U 0.63
2-Chlorotoluene U 020 | U 1.0 U . 0.20 U 1.0
Carbon tetrachloride U | o020 U 1.3 1.8 - 0.20 11 1.3

- [Cyclohexane o 0.11J | 020 0.38J 0.69 U 0.20 ‘U | 069
1,1-Dichloroethane ] U 0.20 U 0.81 U 0.20 U 0.81
1,1-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
1,2-Dibromoethane U 020 U 1.5 8] 020 U 1.5
1,2-Dichloroethane U | 020 U 0.81 U | 020 U 0.81
1,2-Dichloropropane U 0.20 8] 092 U 1 0.20 U 0.92
1,4-Dioxane U 020 | U 0.72 U 0.20 u | 072
Dichlorodifluoromethane 042 | 020 _4‘_, 21 0.99 0.32 0.20 1.6 | 099
Dibromochloromethane U | 020 U . 1.7 U 0.20 9] 1.7
trans-1,2-Dichloroethylene U | 020 U 0.79 U 020 8] 0.79
cis-1,2-Dichloroethylene U 0.20 U 0.79 u | o020 U- - 079
cis-1,3-Dichloropropene U 0.20 U 0.91 U 0.20 U 0.91
m-Dichlorobenzene U 020 | ‘U 1.2 U 0.20 U 1.2
o-Dichlorobenzene U 020 8] 12 U 0.20 U 12
p-Dichlorobenzene U 020 | U 1.2 U 0.20 u 12
trans-1,3-Dichloropropene u | o020 | u 0.91 U 0.20 U 0.91
Ethanol 8773 0.50 165J 0.94 47 0.50 8.9 0.94
Ethylbenzene U 0.20 U 0.87 0.14.J 020 | 0.61J 087
Ethyl Acetate 27 020 9.7 0.72 54 0.20 19 0.72
4-Ethyltoluene ) U 020 U 0.98 u | 02 | u 0.98
Freon 113 . 031 - 020 2.4 15 1.0 | 020 7.7 ‘LS
Freon 114 U 020 U 14 3] 020 . 3] 1.4
Heptane U 020 | U 082 | 0173 020 | 0705 | 082 |
Hexachlorobutadiene 'y 0.20 LU 2.1 U 0.20 U 21
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

OTHER ANALYTES WORK TABLE

Matrix: - Indoor Air Soil Gas .

Client ID#: P011-[A003-140127-01 - P011-SG001-140127-01

Lab ID#: - JB58857-21 JB58857-22
-ISumma ID: A220 A238

Initial Volume: 632 mi / 400 ml

Dilution Factor - - 1.58 . 1

Result | RL Result RL Result | - RL Resuit RL

TO-15VOCs _ ppbv ppbv pg/m3 pg/m3 ppbv ppbv pg/m3 pg/m3
Hexane ' 0.27 0.20 095 | 0.70 08 | 020 3.0 0.70
2-Hexanone U 020 U 0.82 .U 0.20 U 0.82
Isopropyl Alcohol 54 | 020 13 0.49 11.9 0.20 29.3 0.49 -
Methylene chloride 1.2 0.20 42 10.69 34 020 | 12 0.69
Methy! ethyl ketone 0.77 020 | 23 059 | 20, | 020 | s.9 0.59
Methyl Isobutyl Ketone U 020 U 082 | U - 0.20 U 0.82
Methyl Tert Butyl Ether U 0.20 8] 072 | U 0.20 U 0.72
Methylmethacrylate U 0.20 U 0.82 U 020 | U 0.82
Propylene o u 0.50 U 0.86 U 050 U 0.86
Styrene U 020 U 0.85 U | 020 U 0.85
1,1,1-Trichloroethane @~ | U 0.20 U 1.1 2.8 020 | 15 1.1
1,1,2,2-Tetrachloroethane U 0.20 U 14 U 020 | U 1.4
1,1,2-Trichloroethane U 020 | U 1.1 U 020 U 1.1
1,2,4-Trichlorobenzene U | o020 | U 1.5 U 0.20 §] 1.5
1,2,4-Trimethylbenzene U 020 U 098 - 0.20 020 | 098 | 098
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 0.20 U 0.98
2,2,4-Trimethylpentane U 020 | U 0.93 U 0.20 U 0.93
Tertiary Butyl Alcohol U | 020 u © 0.61 0.61 0.20 1.8 0.61
Tetrachloroethylene U ©0.040 9] 027 5.2 0.040 35 0.27
Tetrahydrofuran 0.13J 0.20 038J | 059 0.12J 0.20 0.35J 0.59
Toluene ~0.50 0.20 1.9 | 075 043 | 020 1.6 0.75
Trichloroethylene §] 0.040 U 0.21 159 | 0.040 85.5 0.21
Trichloroflioromethane 024 | 020 1.3 L 0.37 020 | 2.1 Ll
Vinyl chloride U 0.20 V] 0.51 U 020 | U 0.51
Vinyl Acetate U 0.20 U ~0.70 U 020 U 0.70
mp-Xylene =~ ' 0.36 020 | 1.6 087 1.0 0.20 43 0.87
o-Xylene 0.10J 020 | 0433 087 | 023 0.20 1.0 0.87
Xylenes (total) 0.46 0.20 2.0 087 | 13 0.20 5.6 0.87
RL - Reporting Limit

U - non-detected compound

J - estimated value
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- OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

Matrix: 1 Indoor Air - ~ Indoor Air
Client ID#: i ~ P017-1A001-140127-01 . P017-1A002-140127-01
Lab ID#: JB58857-23 : JB58857-24
Summa ID: | A196 | A
Initial Volume: , - 632ml : _ 400 m1
Dilution Factor - L.58 A ‘ ‘ 1
Result RL Result RL | Result RL Result RL
TO-15 VOCs ppbv ppbv pg/m3 pg/m3 ppbv ppbv ug/m3 pg/m3
Acetone 60 1 020 14 0.48 2.4 020 | 57 0.48
1,3-Butadiene u 0.20 U 0.44 U 0.20 U 044
Benzene 0.18J | 020 058J | 064 0.20 0.20 0.64 0.64
Bromodichloromethane U 0.20 U 1.3 U 0.20 U 1.3
Bromoform U 0.20 U 2.1 u 0.20 U 2.1
Bromomethane ] 0.20 U - 0.78. u 0.20 U 0.78
“|Bromoethene U 020 U 0.87 U 10.20 U 0.87
Benzyl Chloride U 0.20 U 1.0 U 0.20 §] 1.0
Carbon disulfide U 0.20 U - 0.62 U 0.20 J] 0.62
Chlorobenzene U 0.20 U 092 U 0.20 u 10.92
Chloroethane U 020 §] 0.53 U 020 | U 0.53
Chloroform U | o020 U 0.98 U 020 U 0.98
Chloromethane - 0.48 0.20 0.99 0.41 047 0.20 0.97 0.41
3-Chloropropene U 0.20 U 0.63 8] 0.20 U 0.63
2-Chlorotoluene U 020 U 1.0 U 1 0.20 U 1.0
Carbon tetrachloride U 020 U 1.3 U 0.20 U 1.3
Cyclohexane U 0.20 0] 069 | U 0.20 0] 0.69
1,1-Dichloroethane U 0.20 U 081 | u 0.20 ] 0.81
1,1-Dichloroethylene U 020 U 0.79 U 0.20 U 0.79
1,2-Dibromoethane U 0.20 U 1.5 U | 020 U 1.5
1,2-Dichloroethane U 020 U 0.81 U 0.20 U " 0.81
1,2-Dichloropropane’ U 0.20 U 0.92 U 0.20 U 0.92
1,4-Dioxane U 020 3] 0.72 U | o020 U 0.72
Dichlorodifluoromethane 0.41 020 2.0 0.99 0.39 020 1.9 0.99
Dibromochloromethane U 020 U 1.7 U 0.20 U 1.7
trans-1,2-Dichloroethylene U 1 0.20 U 0.79 U 0.20 8] 0.79
cis-1,2-Dichloroethylene U 0.20 8] 0.79 8] 020 U 0.79
cis-1,3-Dichloropropene U 020 U 0.91 U 0.20 U -0.91
m-Dichlorobenzene U 2020 | U 1.2 U 0.20 U 12
o-Dichlorobenzene U 0.20 U 1.2 U . | o020 U 12
p-Dichlorobenzene U 020 U 12 U 0.20 U 12
trans-1,3-Dichloropropene U 0.20 U 0.91 U 0.20 .U 091
Ethanol » 136 J 0.50 256 J 0.94 28.1 0.50 52.9 0.94
Ethylbenzene U 0.20 U 0.87- U 10.20 U 0.87
Ethyl Acetate 2.3 - 0.20 83 072 1.6 0.20 5.8 0.72
4-Ethyltoluene U 0.20 U 0.98 U 0.20 - U 0.98
Freon 113 0.48 0.20 3.7 1.5 0.20 020 1.5 1.5
Freon 114 U 020 { U 14 U 0.20 §] 1.4
. Heptane U 0.20 U 0.82 U 020 | U 0.82
-|Hexachlorobutadiene U 0.20 U 2.1 U 0.20 U 2.1
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

Matrix: ) ‘ Indoor Air indoor Air
Client ID#: PO17-1A001-140127-01 P017-1A002-140127-01
Lab ID#: JB58857-23 ‘ JB58857-24
Summa ID: ' ' A196 A281
Initial Volume: 632 mi : 400 ml
Dilution Factor 1.58 ' 1 )
< Result RL | Result RL Result RL Result RL
TO-15 VOCs ‘ ppbv ppbv pg/m3 pg/m3 ppbv ppbv pg/m3 pg/m3
Hexane ' 0.32 0.20 11 | 070 0.15J 0.20 0.53J 0.70.
2-Hexanone U 0.20 U 0.82 U 0.20 U 0.82
Isopropyl Alcohol 4.4 0.20 11 049 3.8 020 | 93. 0.49
Methylene chloride ' 1.5 0.20 5.2 _0.69 058 | 0.0 2.0 0.69
Methyl ethyl ketone 0.42 0.20 1.2 0.59 0.20 020 | 059 0.59
Methyl Isobuty! Ketone U 0.20 U 0.82 U 0.20 U 0.82
Methyl Tert Butyl Ether U 0.20 U 0.72 U 0.20 U 0.72
Methylmethacrylate U 0.20 U 0.82 U | 020 U 0.82
{Propylene B U 0.50 §] 0.86 0] 0.50 U 0.86
Styrene U- 0.20 U 0.85 U 020 U 0.85
1,1,1-Trichloroethane U 020 §] 1.1 U 020 | U 1.1
. |1,1,2,2-Tetrachloroethane U 0.20 U 1.4 U 0.20 8] 1.4
1,1,2-Trichloroethane §] 0.20 U 1.1 U 0.20 u 1.1
1,2,4-Trichlorobenzene U 020 U 1.5 0] 0.20 ' 1.5
1,2,4-Trimethylbenzene u 020 U 0.98 U 020 u 0.98
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 0.20 U 0.98
2,2,4-Trimethylpentane U 0.20 U 0.93 U 0.20 §] 0.93
Tertiary Butyl Alcohol U 0.20 U 0.61 U 10.20 U 0.61
Tetrachloroéthylene 1] 0.040 U 027 U 0.040 §] 0.27
Tetrahydrofuran | o104 0.20 0.29 J 0.59 (8] 0.20 U - 0.59
Toluene | o33 0.20 1.2 | 075 0.60 0.20 23 0.75
Trichloroethylerie . U 0.040 U 0.21 U 10.040 i 0.21
Trichlorofluoromethane 1 0.5 020 1.4 1.1 - 0.26 020 1.5 1.1
Vinyl chloride U 0.20 U 0.51 U 0.20 U 0.51
Vinyl Acetate o U 0.20 U 0.70 U 0.20 U 0.70
m,p-Xylene 0.14J 0.20 0.61J | 087 0.17J |- 020 | 0.74J 0.87 -
o-Xylene U 0.20 U 0.87 U 020 U 0.87
Xylenes (total) 0.14 J 0.20 0.61J 0.87 0.17J | 020 0.74 J 0.87

RL - Reporting Limit
U - non-detected compound
J - estimated value

Page 2 of 2

R R IR T




OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

Matrix: Indoor Air Soit Gas

Client ID#: ' P017-1A003-140127-01 P017-SG001-140127-01

Lab ID#: JB58857-25 ' JB58857-26

Summa ID: ‘ A670 - A309

Initial Volume: ) 592 mi ‘ 720 ml

Dilution Factor , 1.48 L 1.8

’ _ Result | RL Result | RL Result RL Result RL

TO-15 VOCs | . ppbv ppbv ' ug/m3 ug/ms3 ppbv ~ ppbv ug/m3 pg/m3
Acetone ' ] 15.3 0.20 36.3 0.48 9.8 020 23 0.48
1,3-Butadiene U 0.20 U 044 8] 0.20 §] 0.44
Benzene 0.19J 0.20 0.61J, 0.64 U 020 | U 0.64
Bromodichloromethane U | o020 §] 1.3 8] 020 | U 1.3

Bromoform. ' U 0.20 u | 2l U 0.20 U 2.1

Bromomethane U 0.20 8] 0.78 U 020 | U 0.78
Bromoethene U 020 ] 0.87 U 020 U 0.87
Benzyl Chloride U 0.20 U 1.0 U 0.20 U 1.0

Carbon disulfide 8] 0.20 U 0.62 U ©0.20 ‘U -0.62
Chlorobenzene U 0.20 U 0.92 U 0.20 U 0.92
Chloroethane U 0.20 U 0.53. 0] 0.20 U 0.53
Chloroform 0.12J 0.20 0.59 J 0.98 U 0.20 U 0.98
Chloromethane 0.54 0.20 1.1 0.41 U 0.20 U 0.41

3-Chloropropene U 0.20 u 0,63 4] 0.20 U 0.63
2-Chlorotoluene U 0.20 U 1.0 u 0.20 U 1.0

Carbon tetrachloride U 0.20 U 1.3 0.40 0.20 2.5 1.3 -
Cyclohexane U 0.20 4] 0.69 u 0.20 U 0.69
1,1-Dichloroethane U 0.20 U 0.81 U 0.20- U 0.81

1,1-Dichloroethylene §] 0.20 U 0.79 U 0.20 U 0.79
1,2-Dibromoethane U 0.20 §] 1.5 U 0.20 U 1.5

1,2-Dichloroethane U 0.20 U 0.81 U 0.20 U - 0.81

1,2-Dichloropropane VI 0.20 3] 092 0] 0.20 U 0.92
1,4-Dioxane U 0.20 U 0.72 U 0.20 U 0.72
Dichlorodifluoromethane 0.39 - 0.20 1.9 0.99 0.38 0.20 1.9 0.99
Dibromochloromethane U 0.20 8! 1.7 U 0.20 U 1.7

trans-1,2-Dichloroethylene U 0.20 8] 0.79 U 0.20 U . 0.79
cis-1,2-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
cis-1,3-Dichloropropene U 0.20 U 0.91 U 0.20 U 0.91

m-Dichlorobenzene U 020 U 1.2 U 0.20 U 1.2

o-Dichlorobenzene - U 0.20 U 1.2 U 0.20 U 12

p-Dichlorobenzene U 0.20 U 1.2 U 0.20 U 12

trans-1,3-Dichloropropene U 0.20 U 0,91 U 020 | U 0.91

Ethanol 1517 0.50 285J 10.94 8.4 0.50 16 0.94
Ethylbenzene - U . 020 U 0.87 U 0.20 U 0.87
Ethyl Acetate 0.69 0.20 2.5 0.72 0.93 0.20 33 0.72
4-Ethyltoluene U 0.20 u 0.98 U 0.20 U 0.98
Freon 113 B 026 | 020 2.0 1.5 032" 0.20 25 1.5

Freon 114 o ) U 0.20 U 14 U 1020 U 1.4

Heptane U 020 8] 0.82 U 020 §] 0.82
Hexachlorobutadiene 7 U 0.20 U 21 U 0.20 U 21
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 28, 2014

OTHER ANALYTES WORK TABLE

Matrix: Indoor Air Soil Gas
Client ID#: P017-1A003-140127-01 P017-SG001-140127-01
Lab ID#: JB58857-25 JB58857-26
Summa ID: ~ ) A670 A309
Initial Volume: 592 ml 720 ml
Dilution Factor 1.48 1.8
Result RL | Result RL Result RL Result RL
TO-15 VOCs ppbv ppbv pg/m3 pg/m3 ppbv ppbv pg/m3 pg/m3
Hexane 0.22 0.20 0.78 0.70 0.22 0.20 0.78 0.70
2-Hexanone U 0.20 U 0.82 0] 0.20 ‘U 0.82
‘Hsopropyl Alcohol 4.6 0.20 11 0.49 2.7 0.20 6.6 0.49
Methylene chloride 0.81 0.20 2.8 0.69 11 0.20 3.8 0.69
Methyl ethyl ketone 1.2 0.20 '35 0.59 0.31 0.20 091 0.59
Methyl Isobutyl Ketone U 0.20 U 0.82 U 020 | U 0.82
Methyl Tert Butyl Ether U 0.20 U 0.72 §] 0.20 U 0.72
Methylmethacrylate U 0.20 U 0.82 U 0.20 U 0.82
Propylene U 0.50 U - 0.86 U 0.50 U 0.86
Styrene U 0.20 U 0.85 U ~0.20 U 0.85
1,1,1-Trichloroethane U 020 U 1.1 U 0.20 0] 1.1
1,1,2,2-Tetrachloroethane u 0.20 U 1.4 U 0.20 6] 14
1,1,2-Trichloroethane U 0.20 U 1.1 U 0.20 u 1.1
1,2,4-Trichlorobenzene U 0.20 U 1.5 U 020 U 1.5
1,2,4-Trimethylbenzene U 0.20 §] 098 | U 0.20 8] 0.98
1,3,5-Trimethylbenzene u 0.20 U 0.98 U, 0.20 U 0.98
2,2,4-Trimethylpentane 0] 0.20 U | 093 U 0.20 U 0.93
Tertiary Butyl Alcohol U 0.20 U 0.61 U 020 ] U 0.61
Tetrachioroethylene U . 0.040 U 0.27 0.080 0.040 0.54 0.27
Tetrahydrofuran U 0.20 U 0.59 U 0.20 U 0.59
Toluene - 0.47 0.20 1.8 0.75 0.11J 0.20 0.41 J 0.75
Trichloroethylene U 0.040 U 0.21 8] 00400 | U 0.21
Trichlorofluoromethane 024 - 0.20 13 1.1 2.5 0.20 14 1.1
_{Vinyl chloride U 0.20 U 0.51 U 0.20 U 0.51
Vinyl Acetate U 0.20 U _0.70 U 0.20 U _0.70
m,p-Xylene 022 020 0.96 0.87 U 020 U 0.87
o-Xylene U 0.20 U 0.87 U | 020 U 0.87
Xylenes (total) 0.22 020 | 0.6 0.87 U - 0.20 U 0.87

RL - Reporting Limit

U - non-detected compound .

~ J - estimated value
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATES: January 28 and 29, 2014

OTHER ANALYTES WORK TABLE

Matrix: Soil Gas Indoor Air
Client ID#: ~ P017-SG002-140127-01 P0O18-1A001-140128-01
Lab ID#: JB58857-27 JB58857-28
Summa ID: A330 A754
Initial Volume: 400 ml 608 ml/100" ml
Dilution Factor 1 1.52
Result | RL Result RL Result RL Result RL
TO-15 VOCs ppbv ppbv pg/m3 pg/m3 ppbv ppbv ug/m3 pg/m3
Acetone 13.1 0.20 31.1 - 0.48 197 0.20 468> 0.48
1,3-Butadiene U 0.20 U 0.44 §] 0.20 U 0.44
Benzene U 0.20 U 0.64 0.25 0.20 0.80 0.64
Bromodichloromethane U 0.20 U 13 U 0.20 0] 13 -
Bromoform U 0.20 U 2.1 U 0.20 U 2.1
Bromomethane 0] 020 | U 0.78 u 0.20 U 0.78
Bromoethene U 0.20 U 0.87 U 020 u 0.87
Benzyl Chloride U 0.20 U 1.0 u 020" U 1.0
Carbon disulfide V] 0.20 U 0.62 u 0.20 U 0.62
Chlorobenzene 9] 020 9] 0.92 U ~0.20 u 0.92
Chloroethane U 0.20 U 0.53 u 020 U 0.53
Chloroform 0.24 0.20 1.2 0.98 0.49 0.20 2.4 0.98
Chloromethane 0.12J 0.20 025J. | 041 0.51 0.20 1.1 041
3-Chloropropene U - 020 U 0.63 U 0.20 U 0.63
2-Chlorotoluene U 0.20 U 1.0 U 020 U 1.0
Carbon tetrachloride u 0.20 U 1.3 U 0.20 U 1.3
Cyclohexane o U 0.20 U 0.69 U . 0.20 U 10.69
,1-Dichloroethane U 020 U 0.81 U 020 u 0.81
1,1-Dichloroethylene U 020 U 0.79 U 020 U 0.79
1,2-Dibromoethane U 0.20 U 1.5 U 0.20 U 1.5
1,2-Dichloroethane U 0.20 U 0.81 U 020 | U 0.81
1,2-Dichloropropane (8] 0.20 U 0.92 U 020 u 0.92
1,4-Dioxane 8] 0.20 U 0.72 u 0.20 U 0.72
Dichlorodifluoromethane 1 0.36 0.20 1.8 0.99 0.41 0.20 2.0 0.99
Dibromochloromethane U 0.20 U 1.7 U 0.20 U 1.7
“{trans-1,2-Dichloroethylene U . 0.20 U 079 - U 0.20 U 0.79
cis-1,2-Dichloroethylene U 020 U 0.79 U | 020 U 0.79
cis-1,3-Dichloropropene 8] 0.20. §] 0.91 8] ©0.20 U 0.91
m-Dichlorobenzene U 020 U 12 | U 0.20 U 12
o-Dichlorobenzene U 020 U 1.2 U 0.20 U 1.2
p-Dichlorobenzene U 020 U 1.2 U 0.20 - 9] 12
trans-1,3-Dichloropropene U 0.20 §] 0.91 U 0.20 U | 091
Ethanol _ 2.6 0.50 4.9 -0.94 139° J 050 | g7°5 | 094
Ethylbenzene U 0.20 U 0.87 U 020 | U 0.87
Ethyl Acetate U 0.20 (§] 0.72 1.9 020 6.8 0.72
4-Ethyltoluene U - 0.20 U 098 U 0.20 U 0.98
Freon 113 1.9 020 15 - 1.5 0.33 0.20 25 1.5
Freon 114 U 0.20 U 1.4 u 0.20 U 14
Heptane U 0.20 U 0.82 U 0.20 U 0.82
Hexachlorobutadiepe U 0.20 U 2.1 U 0.20 U 2.1
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATES: January 28 and 29, 2014

OTHER ANALYTES WORK TABLE

Matrix: Soil Gas . " Indoor Air
Client 1D#: P017-SG002-140127-01 P018-1A001-140128-01
Lab ID#: JB58857-27 JB58857-28
Summa ID: A330 A754
Initial Volume: 400 mi 608 m/100" ml
Dilution Factor 1 1.52

' ' Result’ RL ‘Result RL Result " RL Result RL
TO-15 VOCs - ppbv ppbv pg/m3 | upg/m3 ppbv ppbv pg/m3 pg/m3
Hexane 0.14 J 0.20 0.49 J 070 | 024 0.20 0.85 0.70
2-Hexanone U 0.20 U 0.82 U 0.20 0] 0.82
Isopropyl Alcohol 1.1 0.20 2.7 0.49 2.9 - 0.20 7.1 0.49
Methylene chloride 13.0 0.20 452 | 069 0.95 0.20 33 0.69
Methy! ethyl ketone - 0.54 0.20 1.6 - 0.59 , 1.6 0.20 4.7 0.59
Methy! Isobutyl Ketone U | 020 U 0.82 U 0.20 U 0.82
Methyl Tert Butyl Ether U 0.20 U 0.72 U 0.20 U 0.72
Methylmethacrylate U 0.20 U - 0.82 U 020 U 0.82
Propylene U 10.50 U 0.86 U 0.50 U 0.86
Styrene U 0.20 U 0.85 U 020 U 0.85
1,1,1-Trichloroethane u 0.20 U 1.1 u 0.20 U 1.1
1,1,2,2-Tetrachloroethane U 0.20 U 1.4 v 0.20 §] 1.4
1,1,2-Trichloroethane U 0.20 U 11 U 0.20 3] 1.1
1,2,4-Trichlorobenzene U 0.20 U 1.5 U 10.20 U 1.5
1,2,4-Trimethylbenzene u 0.20 U - 0.98 §] -0.20 U 0.98
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 0.20 U 0.98
2,2,4-Trimethylpentane U 0.20 U 0.93 U 0.20 U 0.93
Tertiary Buty! Alcohol U 0.20 U 0.61 U 020 {] 0.61
Tetrachloroethylene U 0.040 U 0.27 U 0.040 U 0.27
Tetrahydrofuran U 0.20 U 0.59 10.85 0.20 2.5 0.59
Toluene U 020 0] 075 0.55 0.20 2.1 0.75
Trichloroethylene §] 0040 | U 0.21 U ~ 0.040 U 021
Trichlorofluoromethane 029 0.20 1.6 1.1 042 | 020 2.4 1.1
Vinyl chloride U 0.20 §] 051 ' 0.20 U 0.51
[Vinyl Acetate U 0.20 U 0.70 U 0.20 8] 0.70
m,p-Xylene .U 0.20 u 0.87 0.14 J 020 | 0.61J 0.87
o-Xylene | U 0.20 U 0.87 U | o020 U 0.87
Xylenes (total) U 0.20 U 0.87 0.14J | 020 0.61J 0.87

RL - Reporting Limit

U - non-detected compound

- J - estimated value

v
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OTHER ANALYTES WORK TABLE'

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 29, 2014

Matrix: : Indoor Air o Indoor Air
. |Cient 1D#: PO18-1A002-140128-01 , P018-1A003-140128-01
: Lab ID#: JB58857-29 , JB58857-30
Summa ID: A751 . . A1002
Initial Volume: 680 my100® ml ‘ 400 mi/50" ml
Dilution Factor 1.7 1
Result | RL | Result RL Restilt RL Result RL
TO-15 VOCs ppbv ppbv ug/m3 | pg/m3 ppbv ppbv pg/m3 pg/m3
Acetone " 184° 1.4 437° 33 | 228 1.6 542° 3.8
1,3-Butadiene _ U 0.20 U 044- |- U 0.20 ‘U | 044
Benzene , 0.28 0.20 0.89 0.64 0.28 0.20 0.89 0.64
Bromodichloromethane U 0.20 U - 1.3 U 0.20 U 1.3
Bromoform U 0.20 U 2.1 U 020 0] 2.1 .
Bromomethane U 0.20 U 078 | U 0.20 U 0.78
Bromoethene U 0.20 U | o087 | u 0.20 - U 0.87
Benzyl Chioride U 0.20 U 10 8] 0.20 U 1.0
Carbon disulfide U 020 U 0.62 U 0.20 v 0.62
Chlorobenzene U 0.20 U 0.92 U 0.20 - U 092
Chloroethane u 0.20 U | 053 u 0.20 U 0.53
Chloroform 0.47 0.20 2.3 0.98 053 | 020 2.6 0.98
Chloromethane 0.50 0.20 1.0 0.41 053 | 020 1.1 041
3-Chloropropene U 0.20 U 063 | U 0.20 8] 0.63
2-Chlorotoluene u 0.20 U 10. 1 U 0.20 0] 1.0
Carbon tetrachloride U 0.20 U 1.3 V] 0.20 U 1.3
Cyclohexane U 0.20 U 0.69 U 0.20 U 0.69
1,1-Dichloroethane u 020 U 0.81 U 0.20 U 0.81
1,1-Dichloroethylene U 0.20 U 079 U 0.20 U 0.79
1,2-Dibromoetharne U 020 u 1.5 U 0.20 U 1.5
1,2-Dichloroethane U - 0.20 U 0.81 U 0.20 U 0.81
1,2-Dichloropropane U 0.20 U 0.92 U 0.20 U 0.92
1,4-Dioxane u - 0.20 U 072 U 0.20 1] 0.72
Dichlorodifluoromethane 0.43 0.20 21 0.99 0.42 020 2.1 0.99
Dibromochloromethane U 0.20 1 1.7 U 0.20 u 1.7
trans-1,2-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
cis-1,2-Dichloroethylene U ©0.20 U 0.79 U 0.20 U 0.79
cis-1,3-Dichloropropene U 0.20 u 091 U 0.20 U 091
m-Dichlorobenzene 9] 0.20 U 12 U 0.20 U 12
o-Dichlorobenzene U 0.20 U 12 U - 0.20 §] 1.2
p-Dichlorobenzene 9] 0.20 U 1.2 U 0.20 4] 12
 |trans-1,3-Dichloropropene 0] 0.20 ' 0.91 U 0.20 U 0.91
Ethanol 463"y | 34 | gty | 64 540" | 40 | 1020"T | 75
Ethylbenzene 8] 020 U 0.87 U 0.20 U 0.87
Ethyl Acetate 1.4 0.20 50 | 072 |. 070 020 | 25 0.72
4-Ethyltoluene U 0.20 U 098" U 0.20 V] 0.98
Freon 113 .0.36 0.20 2.8 1.5 049 | 020 38 | 15
Freon 114 ] U 0.20 U 14 u | 020 U 1.4
Heptane ' 1 0103 0.20 0.41J 082 { 0.14J 020 | 057J 0.82
Hexachlorobutadiene U 0.20 U 21 | u 0.20 Y 21
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 29, 2014

Matrix: ~ Indoor Air o : Indoor Air
Client ID#: P018-1A002-140128-01 P018-1A003-140128-01
Lab ID#: JB58857-29 . JB58857-30
Summa ID: ' A751 ' A1002
Initial Volume: , 680 m1/100" mi 400 mI/50” mi
Dilution Factor 1.7 o I

Result RL Result RL Result | RL Result RL
T0-15 VOCs ppbv ppbv ug/m3 pg/m3 ppbv ppbv pg/m3 pg/m3
Hexane A 031 | 020 1.1 0.70 0.28 0.20 0.99 0.70
2-Hexanone, o U 0.20 U 0.82 U 0.20 U 0.82
Isopropyl Alcohol . 3.6 020 8.8 049 | 6.4 0.20 16 0.49
Methylene chloride 1.0 0.20 35 0.69 0.85 020 3.0 0.69
Methyl ethyl ketone 24 0.20 7.1 0.59 1.3 0.20 3.8 0.59
Methyl Isobutyl Ketone U 0.20 U 0.82 §] 0.20 U 0.82
Methyl Tert Butyl Ether U 0.20 u 0.72 U 0.20 U 0.72
Methylmethacrylate U 1 0.20 U 0.82 U 0.20 U 0.82
Propylene U 0.50 U 0.86 U - 0.50 U 0.86
Styrene U 020 7] 0.85 U 0.20 U | o085
1,1,1-Trichloroethane U 0.20 U 1.1 U 0.20 U 1.1
1,1,2,2-Tetrachloroethane U 0.20 U 14 u 0.20 U 14
1,1,2-Trichloroethane U 0.20 u 1.1 U 0.20 U 1.1
1,2,4-Trichlorobenzene U 0.20 U 1.5 U 0.20) u-s 1.5
1,2,4-Trimethylbenzene uU. 10,20 u 0.98 §] 0.20 U 0.98
1,3,5-Trimethylbenzene U - 0.20 U 0.98 U 0.20 U 0.98
2,2,4-Trimethylpentane U 0.20 U 0.93 u 0.20 U 0.93
Tertiary Butyl Alcohol u 0.20 U 061 | 0154 0.20. | 0.45J 0.61
Tetrachloroethylene u 0.040 u 0.27 U 0.040 u 0.27
Tetrahydrofuran 1.3 0.20 3.8 059 | 056 0.20 1.7 0.59
Toluene 0.59 0.20 2.2 075 | 059 0.20 2.2 0.75
Trichloroethylene U 0.040 U 0.21 U 0.040 u 0.21
Trichlorofluoromethane 0.44 020 | 25 | 1.1 0.34 0.20 1.9 1.1
Vinyl chloride U 020 | U 0.51 U 0:20 U 0.51
Vinyl Acetate : U 0.20 0] 070 | U 1 0.20 U 0.70
m,p-Xylene , 0.23 0.20 1.0 087 | 019 0.20 0.83J 0.87
0-Xylene , o §] 0.20 6] 087 U 0.20 8] 0.87
Xylenes (total) - 1 023 0.20 1.0 | 087 0.19J 020 | 083J | 087

a - results were reported from the Run # 2 a - results were reported from the Run # 2

RL - Reporting Limit
U - non-detected compound
J - estimated value
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 29, 2014

T

Matrix: Soil Gas Soil Gas
Client ID#: P018-SG001-140128-01 - ~ P018-SG002-140128-01
Lab ID#: JB58857-31 JB58857-32

. [Summa ID: AS833 A271
Initial Volume: 400 m! 400 ml
Dilution Factor 1 1 :

' Result ‘RL Result RL Result "RL Result RL

TO-15 VOCs ppbv ppbv pg/m3 pg/m3 ppbv ppbv ng/m3 pg/m3
Acetone 21.1 020 | 504 0.48 11.8 020 28.0 0.48
1,3-Butadiene U 0.20 U 0.44 U 0.20 . U 0.44
Benzene . U 020 u 0.64 0.19J 0.20 0.61J 0.64
Bromodichloromethane U 0.20 U 1.3 U - 0.20 U 1.3
Bromoform U 020 U 2.1 u . 020 V] 2.1
Bromomethane U 0.20 u 0.78 u 0.20 8] 0.78
Bromoethene §] 020 U 0.87 U 0.20 §] 0.87

" |Benzyl Chloride u | o020 U 1.0 U 0,20 .U 1.0
Carbon disulfide " U 0.20 v 0.62 U 0.20 U 0.62
Chlorobenzene - U 0.20 V] 0.92 U 0.20 U 0.92
Chloroethane U 0.20 U 0.53 U 0.20 0] 0.53

- IChloroform 0.63 0.20 31 098 | 024 0.20 1.2 0.98
Chloromethane u 0.20 U 0.41 0.4 0.20 0.89 0.41
3-Chloropropene u 0.20 U 0.63 U 0.20 U 0.63
2-Chlorotoluene u 0.20 U 1.0 U 0.20 U 1.0
Carbon tetrachloride 1.9 0.20 12 1.3 1.7 020 11 1.3
Cyclohexane U 0.20 U 0.69 0] 0.20 U 0.69
1,1-Dichloroethane u 0.20 U 0.81 U 0.20 u 0.81
1,1-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
1,2-Dibromoethane U 0.20 U 1.5 U 0.20 U 1.5
1,2-Dichloroethane ' 0.20 u 0.81 U 0.20 U - 0.81
1,2-Dichloropropane U 020 U 0.92 U 0.20 U 0.92
1,4-Dioxane U 0.20 §] 0.72 U 0.20 U 0.72
Dichlorodifluoromethane - 0.56 020 2.8 0.99 0.56 0.20 2.8 0.99
Dibromochloromethane U 0.20 U 1.7 U 0.20 U 1.7
trans-1,2-Dichloroethylene U 0.20 U 0.79 U 0.20 U 0.79
cis-1,2-Dichloroethylene U 0.20 U 079 . §] 0.20 §] - 0.79
cis-1,3-Dichloropropene . U 0.20 §] 0.91 U 0.20 U 0.91
m-Dichlorobenzene U 0.20- U 12 u 0.20 U 1.2
o-Dichlorobenzene U 020 8] 1.2 U 0.20 U 1.2
p-Dichlorobenzene U 0.20 U 1.2 U 0.20 U 1.2
trans-1,3-Dichloropropene U | 020 U - 091 U- 0.20 U 0.91
Ethanol 14.4 0.50 27.1 - 0.94 9.4 0.50 18 0.94
Ethylbenzene U 020 | U 0.87 §] 0.20 U 0.87
Ethyl Acetate 1.2 0.20 43 0.72 U 0.20 U 0.72
4-Ethyltoluene U 0.20 u 0.98 U 0.20 U 0.98
Freon 113 1.4J 0.20 11J 1.5 0.27J 020 | 211J 1.5
Freon 114 §] 020 U 1.4 U’ 0.20 U 14
Heptane §] 0.20 U 0.82 U. 0.20 U 0.82
Hexachlorobutadiene U 0.20 U 2.1 U 0.20 U 2.1
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- OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
'SAMPLING DATE: January 29, 2014

Matrix: 7 o Soil Gas ‘ ) - Soil Gas
Client ID#: - P018-SG001-140128-01 ~ P018-SG002-140128-01
Lab ID#: - JB58857-31 ' o JB58857-32
Summa ID: ' . A8S3 ' A271
Initial Volume: . 400 ml : ' 400 ml
Dilution Factor ) ] 1 . 1

: Result | RL Result RL Resuit RL Result RL
TO-15 VOCs ppbv ppbv pig/m3 | pg/m3 ~ ppbv ppbv pg/m3 ug/m3
Hexane - 13 | 020 46 | 0.70 0.30 0.20 - .1 .| 070
2-Hexarnone , u 0.20 u 0.82 U 020 | U 0.82
Isopropyl Alcohol 6.1 0.20 15 049 | 43 0.20 11 0.49
Methylene chloride ' 370 | 020 134 0.69 0.53J 0.20 1.8 | 069
Methy! ethyl ketone 040J | 020 2J | 059 57J 020 | 174 0.59
Methy! Isobutyl Ketone U 020 U 0.82 U 020 | U 0.82
Methyl Tert Butyl Ether U 0.20 U 0.72 U 1 0.20 U 0.72
Methyimethacrylate U 020 U 0.82 U 0.20 U 0.82
Propylene u | o5 | v 0.86 U - 0.50 V] 0.86
Styrene U 0.20 u 0.85 U 020 U 0.85
1,1,1-Trichloroethane - u 0.20 U . 1.1 U 0.20 U 1.1
1,1,2,2-Tetrachloroethane U 0.20 U 14 U 0.20 U 1.4
1,1,2-Trichloroethane U 0.20 u 1.1 U 020 U 1.1
1,2,4-Trichlorobenzene E 0.20 uJ 1.5 uJ | o020 | wus 1.5
1,2,4-Trimethylbenzene U 0.20 U 0.98 u .| 020 U 0.98 .
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 0.20 U 0.98
2,2,4-Trimethylpentane U 0.20 4] 0.93 U 020, U 10.93
Tertiary Butyl Alcohol U 0.20 U 0.61 U - 0.20 U 0.61
Tetrachloroethylene 0.26 0.040 1.8 0.27 0.095 0.040 0.64 0.27
Tetrahydrofuran I U 0.20 U 0.59 3.5 020 | 10 0.59
Toluene | 0191 0.20 0.72J 075 | 025 0.20 094 | 075
Trichloroethylene - 0.81 0.040 44 0.21 0.36 0.040 1.9 0.21
Trichlorofluoromethane - - 0.34 0.20 1.9 1.1 0.28 0.20 1.6 1.1
Viny! chloride U - 0.20 U 0.51 8] - 0.20 U 0.51
Viny! Acetate o U 0200 | U 070 | U 0.20 U 0.70
m,p-Xylene ] oy 0.20 0.48J 0.87 0.14J 0.20 0.61J 0.87
o-Xylene o U 0.20 U 087 | U 020 U 0.87
Xylenes (total) 011J | 020 | 0483 | o087 0.14J | 020 0.61J 0.87

RL - Reporting Liniit
U - non-detected compound
J - estimated value
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PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATES: January 29 and 30, 2014

" OTHER ANALYTES WORK TABLE

Matrix: Indoor Air ‘Indoor Air
Client ID#: P020-1A001-140128-01 P020-1A002-140128-01
Lab ID#: JB58857-33 JB58857-34
Summa ID: A274 A891
Initial Volume: 400 ml 400 mi
Dilution Factor . 1 . 1
Result RL Result RL Result RL Result RL
TO-15 VOCs ppbv ppbv | pg/m3 pg/m3 ppbv ppbv pg/m3 pg/m3
" |Acetone 3.8 0.20 90 | 048 3.8 0.20 9,0 0.48
1,3-Butadiene _ U 0.20 U | 044 U. 0.20 u 0.44
Benzene ' 0.39 0.20 1.2 0.64 0.29 0.20 0.93 0.64
Bromodichloromethane - U | o020 U 13 | U 0.20 U 1.3
Bromoform 9] 0.20 U 2.1 U - 0.20 U 2.1
Bromomethane U 0.20 3] 078 | U 0.20 U 0.78
Bromoethene U 0.20 U 0.87 U 0.20 y] 0.87
Benzyl Chloride U 020 U 1.0 U 0.20 8] 1.0
Carbon disulfide 5] 0.20 U 0.62 U 0.20 U 0.62
Chlorobenzene U 0.20 U 0.92 U 10,20 U 0.92
Chloroethane 9] 0.20 u 053 | U 0.20 U 0.53
Chloroform U 020 | U 0.98 0.12J 0.20 0.59 J 0.98
Chloromethane 0.77 0.20 1.6 0.41 0.68 . 0.20 1.4 0.41
3-Chloropropene U 0.20 U . 0.63 U 0.20 U 0.63
2-Chlorotoluene §] 020 U 1.0 8] 0.20 U 1.0
Carbon tetrachloride U 0.20 U 1.3 U 0.20 U 1.3
Cyclohexane U 0.20 U 0.69 U - 0.20 U 0.69
1,1-Dichloroethane ~ U 020 U 0.81 U 0.20 U 0.81
}1,1-Dichloroethylene U 0.20 U 0.79 U 0.20 u 0.79
1,2-Dibromoethane U 0.20 U 1.5 U 0.20 §] 1.5
1,2-Dichloroethane U 0.20 ' 0.81 U 020 U 0.81
1,2-Dichloropropane U 0.20 U 0.92 U 0.20 8] 0.92
1,4-Dioxane , U 0.20 §] 0.72 U 10.20 U 072
Dichlorodifluoromethane 0.64 0.20 3.2 099 | 056 0.20 2.8 0.99
Dibromochloromethane U 0.20 U | 17 U 0.20 U 1.7
trans-1,2-Dichloroethylene U 020 U 0.79 U 0.20 U 0.79
cis-1,2-Dichloroethylene U . 1020 U 0.79 U 020 U 0.79
cis-1,3-Dichloropropene v 0.20 U 091 U 0.20 U 091
m-Dichlorobenzene ' U 0.20 U 12 U 0.20 U 12
o-Dichlorobenzene U | o020 U 12 U 0,20 U 1.2
p-Dichlorobenzene .- U | o020 U 12 U 0.20 U 12
‘|trans-1,3-Dichloropropene U | 020 8] 10.91 §] 0.20 §] 0.91
Ethanol 33.2 0.50 62.6 0.94 96.5J 0.50 182.J 0.94
~ |Ethylbenzene 0.14J 0.20 061J | 087 U 0.20 U 0.87
Ethyl Acetate 6.0 0.20 22 0.72 1.7 0.20 6.1 0.72
4-Ethyltoluene U 020 J U 0.98 U 0.20 U 0.98
Freon 113 0.25J 0.20 1.9J 1.5 0.34J 020 | 26J 1.5
Freon 114 U 0.20 0] 14 U 020 | U 1.4
Heptane 0.18J 0.20 0.74J 0.82 0.17J 0.20 0.70 J 0.82
Hexachlorobutadiene U 0.20 U 2.1 U | o020 U 2.1
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATES: January 29 and 30, 2014

Matrix: ' ~ Indoor Air ‘ Indoor Air

Client 1D#: P020-1A001-140128-01 P020-IA002-140128-01

Lab [D#: JB58857-33 ~ JB58857-34

Summa ID: o ' A274 _ - A891

Initial Volume: : ' © 400 ml : 400 ml

Dilution Factor 1 . 1 .

Result RL Resitlt RL Result | RL Result RL

TO-15 VOCs : ppbv ppbv pg/m3 ug/m3 ppbv ppbv pg/m3 pg/m3
Hexane o 33 0.20 12 | 070 042 | 020 1.5 0.70
2-Hexanone U 0.20 0] 0.82 U | 020 U 0.82
Isopropyl Alcohol 3.7 020 | 91 | 049 1.6 0.20 3.9 0.49
Methylene chloride 1.1J 020 | 3.8J 0.69 0.69J | 020 243 | 0.69
Methyl ethyl ketone 0.48J 0.20 14J 059 | 030J | 0.20 0.88 J 0.59
Methyl Isobutyl Ketorie U 020 U - 0.82 U 0.20 8] - 0.82
Methy! Tert Butyl Ether U 0.20 U 0.72 U 0.20 u 072
Methylmethacrylate U 020 | U 0.82 U | 020 U 0.82
Propylene 4] 0.50 U 1 0.86 U 0.50 §] 0.86
Styrene .U 0.20 u 0.85 U 0.20 U 0.85
1,1,1-Trichloroethane U 020 U 1.1 U 0.20 U 1.1
|1,1,2,2-Tetrachloroethane - U 0.20 U 1.4 U - 0.20 U 1.4
1,1,2-Trichloroethane U 10.20 U 1.1 U - 0.20 U 1.1
1,2,4-Trichlorobenzene Ul 0.20 Ul 1.5 UlJ 0.20 Ul 1.5
1,2,4-Trimethylbenzene U 0.20 U 0.98 V] 0.20 U - 0.98
1,3,5-Trimethylbenzene U 0.20 U 0.98 U 020 u- 0.98
2,2,4-Trimethylpentane U 0.20 U 0.93 0] 020 §] 0.93
Tertiary Butyl Alcohol U ©0.20 u 0.61 U 0.20 0] 0.61
Tetrachloroethylene U 0.040 U 0.27 U 0.040 U 0.27
Tetrahydrofuran U 0.20 U 0.59 U 10.20 U 0.59
Toluene 1.0 020 | 38 0.75 0.54 0.20 2.0 0.75
Trichloroethylene U 0.040 U 0.21 U 0.040 U | o021
Trichlorofluorometharne 0.47 0.20 2.6 1.1 0.25 0.20 1.4 1.1
Vinyl chloride U 0.20 U 0:51 U 0.20 U 0.51
Vinyl Acetate U 0.20 U 0.70 U 0.20 6] 0.70
m,p-Xylene ’ 0.44 020 1.9 0.87 0.22 0.20 0.96 - 0.87
o-Xylene _ . 0.17J 0.20 0.74 J 0.87 U 0.20 §] 0.87
Xylenes (total) ‘ ~0.61 0.20 2.6 0.87 0.22 0.20 0.96 0.87
RL - Reporting Limit

U - non-detected compound

. . _ /
J - estimated value '
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OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 29, 2014

Matrix: Soil Gas
Client ID#: P020-SG001-140128-01
Lab ID#: JB58857-35
Summa ID: A250
Initial Volume: 400 ml
Dilution Factor |
' Result RL Result | RL
TO-15 VOCs ppbv | _ ppbv pg/m3 | pg/m3
Acetone 10.7 0.20 254 | 048
1,3-Butadiene U 020 U | o044
Benzene U 020 u 0.64
Bromodichloromethane U 0.20 9] 13
Bromoform R ' U " 0.20 u | 21
Bromomethane U 020 | u | o078
Bromoethene U | 020 U 0.87
|Benzy! Chioride u 0.20 U 1.0
Carbon disulfide = U 0.20 U 10.62
Chlorobenzene U 020 | U | o092
Chloroethane U | 020 | U 0.53
Chloroform 1.1 0.20 54 0.98
Chloromethane S u 0.20 U 041
3-Chloropropene U 0.20 U 0.63
2-Chlorotoluene U | 020 U 1.0
Carbon tetrachloride 1.6 0.20 10 - 13
Cyclohexane u 0.20 U 0.69
1,1-Dichloroethane §] 020 | U 0.81
I,1-Dichloroethylene U | 020 | U 0.79
1,2-Dibromoethane U 10.20 U 15
1,2-Dichloroethane A 0.20 U 081
1,2-Dichloropropane U 0.20 K 0.92
14-Dioxane U 1020 U 0.72
Dichloredifluoromethane 058 | 020 2.9 0.99
Dibromochloromethane 1 U - 0.20 U mya
trans-1,2-Dichloroethylene U 0.20 U 0.79
[cis-1,2-Dichloroethylene @~ | - U 020 | U 0.79 "
cis-1,3-Dichloropropene U. | 020 | U 0.91
m-Dichlorobenzene U - 0.20 U 1.2
o-Dichlorobenzene U 0.20 U 12
p-Dichlorobenzene - U 020 U 1.2
trans-1,3-Dichloropropene U 0.20 - U 0.91
Ethanol 23 0.50 43 0.94
Ethylbenzene U 0.20 U ‘| 087
- |Ethyl Acetate U 0.20 u | on
4-Ethyltoluene U 020 U 0.98 -
Freon 113 0.28J 0.20 21J 1.5
Freon 114 U ~ 020 u 14
Heptane v 1 0.20 U 082
Hexachlorobutadiene U 0.20 U 2.1
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- OTHER ANALYTES WORK TABLE

PROJECT: Alfred Heller Heat Treating Site
SAMPLING DATE: January 29, 2014

Matrix: ' ' Soil Gas
Client ID#: P020-SG001-140128-01
Lab ID#: ' JB58857-35
Summa ID: o A250
Initial Volume: ' 400 ml
Dilution Factor i 1
. " Result RL Result RL
TO-15 VOCs ppbv ppbv pug/m3 ug/m3
Hexane 0.18J | 020 0.63J 0.70
2-Hexanone , u 0.20 0] 0.82
Isopropyl Alcohol 5.1 0.20 13 0.49
Methylene chloride ' 0.42 J 0.20 1.5J 0.69
Methyl ethyl ketone . 0.45J 0.20 1.3J 0.59
Methyl Isobutyt Ketone U 0.20 U 0.82
Methy! Tert Butyl Ether U 0.20 U 0.72
Methylmethacrylate U 0.20 U 0.82
Propylene §] 10.50 U 0.86
Styrene , §] 0.20 6] 0.85
1,1,1-Trichloroethane U 0.20 U. 1.1
1,1,2,2-Tetrachloroethane U 0.20 ‘U 14
1,1,2-Trichloroethane U 0.20 v 1.1
1,2,4-Trichlorobenzene uJ 0.20 uJ 1.5
1,2,4-Trimethylbenzene U 0.20 U 0.98
1,3,5-Trimethylbenzene U 0.20 U 0.98
 |2,2,4-Trimethylpentane U 020 | U 0.93
_ |Tertiary Butyl Alcohol U 0.20 VI 0.61
Tetrachloroethylene 026 | 0.040 1.8 027
Tetrahydrofuran U 0.20 U 0.59
Toluene o U 020 U - 0.75
Trichloroethylene 2.9 0.040 16 0.21
Trichlorofluoromethane 0.33 0.20 1.9 1.1
Vinyl chloride U 0.20 U 0.51
Vinyl Acetate U 0.20 U 0.70
m,p-Xylene o 0.12J 020 | 0.52J 0.87
o-Xylene u 0.20 U 0.87
Xylenes (total) 0.12J 0.20 0.52J 0.87

RL - Reporting Limit
U - non-detected compound
J - estimated value
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Accutest Laboratories _ ' ,

Sample Summary
Weston Solutions, Inc.
Case# 276
Project No: PO#0084699

Job No: JB58857

Sample  Collected'.;*" /i Matrix
Number: Date Time By  Received Code Type

09:13.  01/30/14 AIR Indoor Air Comp.
09:16 01/30/14 AIR Indoor Air Comp.
+ 01/29/14 09:18  01/30/14 AIR Indoor Air Comp.
-+ 01/29/14, 09:20 01/30/14 AIR Indoor Air Comp.
5. 01/29/14 09:12 01/30/14 AIR Soil Vapor Comp.
01/29/14 09:‘15‘ 01/30/14 AIR Soil Vapor Comp.
01/28/14 13:05 01/30/14 AIR Ambient Air Comp.
01/29/14 12:11 01/30/14 AiR Ambient Air Comp..
01/30/14 11:30 01/30/14 AIR Ambient Air Comp.
‘JB58857:10 01/28/14 11:32 01)30/14 AIR Indoor Aii‘Comp. PO09-TA0D1-140127:01
JB58857-11 ‘~A01/28/l4 11:35 01/30/14 AIR Indoor Air Comp.  P009-1A002-140127-01
JB58857-12  01/28/14 11:29 01/30/14 Alk Indoor Air Comp. 2009-mh03-1401-27-oi >
;113,588_5,7;13 01/28/14 11:37 01/30/14 A%R Indoor Air Comp. P009-1A004:140127-01
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Accutest Laboratories

Sample Summary
’ (continued)
Weston Solutions, Inc. ’

Case# 276
Project No: PO#0084699

JobNo:  JB58857

Sample
Number

) © Matrix
Received Code Type

Client
Sample ID

IBSSBS7I14 01/28/14 11:31 - 0L/30/14 AIR Soil Vapor Comp. . PD09:SG001-140127-01

JB58857-15 " 01/28/14 11:34 01/30/14 AIR Soil Vapor Comp..

.JB3B857-16: . 01/30/14 09:28 01/30/14 AIR Indoor Air Comp.
JB58857-17  01/30/14 09:31 01/30/14 AIR Indoor Air Comp.

JB58857-18 - 01/30/14 09:27  01/30/14 AIR Soil Vapor Comp.

jjBSBSfS?’-‘lQi’ 01/28/14 16:26 01/30/14 AIR Indoor Air Comp.
JB58857-20 01/28/14 16:24 01/30/14 AIR Indoor Air Comp.

‘JB58857-21° 01/28/14 17:02 ~ 01/30/14 AIR Indoor Air Comp.

‘JB58857-22 01/28/14 16:28 01/30/14 AIR Air
JB38857-23". 01/28/14 15:30 01/30/1_4‘ AIR Air
JB58857-24  01/28/14 15:33 '01_/30/14 AIR-. Air
m53857-25 01/28/14, 15:35 01_/3o/i3 AIR‘ Air

JB58857-26 01/28/14 15:29 013014 AIR Air
|

'PO0S-5G002:140127-01;

P010-1A001-140129:01

POT0-IA002-140129:G1

'P010-5G001-140129-01 . -<}

PO11-IA001-140127-01.

POIL-IA002:140127-01 ¢ .

PO11-1A003-140127-01

POLI-SGO01-140127-01*
Poﬁ..IAool--umzwl
P017-1A002-140127-01
P017-1A003-140127-01

P017-SG001-140127-01

& 50f 1703
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Accutest Laboratories : : _

- Sample Summary
! ' (continued)
Weston Solutions, Inc.
Job No; JB58857
Case# 276
Project No: PO#0084699
Sample lected: : Matrix \ Client
[Number Date Time By  Received Code Type Sample ID

© 01/30/14 AIR Air

¥ 01/29/14 15:37 01/30/14 AIR Air

JBS8857:29°. 01/29/14 15:39 01/30/14 AIR Air

N

‘JB58857-30° 01/28/14 15:45 01/30/14 AIR Air
/ N
‘JB58857-31- ' 01/29/14 15:34 01/30/14 AIR Air
JB58857:32°° 01/29/14 15:39 01/30/14 AIR Air
- 01/29/14 15:13 01/30/14 AIR Air
i01/30/14 15:15 01/30/14 AIR Air
7012914 15:11 © 01/30/14 AR Air

a2 6 of 1703
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LABORATORIES

CASE NARRATIVE / CONFORMANCE SUMMARY

Client:  Weston Solutions, Inc. ' Job No JB58857

\

Site: Case# 276 . - Report Date  2/10/2014 8:43:51 AM

On 01/30/2014, 35 Sample(s), 0 Trip Blank(s) and 0 Field Blank(s) were received at Accutest Laboratories. Samples were intact and
chemically preserved, unless noted below. An Accutest Job Number of JB58857 was assigned to the project, Laboratory sample
ID, client sample ID and dates of sample collection are detailed in the report’s Results Summary Section.

Specified quality control criteria were achieved for this job except as noted below. For more information, please refer to the
analytical results and QC summary pages.

Volatiles by GCMS By Method TO-15 -
Matrix: AR BatchID: V2wW1683 T ]
=  All samples were analyzed within the recommended method holding time.
@ Sample(s) JB58590-2DUP were used as the QC samples indicated.
= All method blanks for this batch meet method specific criteria.

Sample(s) JBS8857-21, JBS8857-25, IB58857-28, JB58857-29, JB58857-30 have compounds reported with “E”
indicating estimated value exceeding calibration range,

| Matrix: AIR BatchID: V2W1684

- All samples were anatyzed within the recominended method holding time.
=  Sample(s) JB58993-1DUP were used as the QC‘ samples indicated.

®  All method blanks for this batch meet method specific criteria.

® Sample(s) JB58857-20, JB58857-23, JB58857-3, JB58857-4 have compounds reported with “E”
valug exceeding calibration range.

qualifiers

1

hl

qualifiers indicating estimated

RPD(s) for Duplicate for Dichlorodiﬂuoromethane are outside control limits. High RPD due to low concentration of hit
| Matrix: AIR Batch ID:  V3W1475

All samples were-analyzed within the recomitiended method holding time.

® All method blanks for this batch meet method specific criteria.

=  Sample(s) JB58801-3DUP were used as the QC samples indi;ated.

Sample(s) JB58857-13 have compounds reported with “E” qualifiers indicating estimated value exceeding calibration range.

RPD(s) for Duplicate fof 2,2,4-Trimethylpentane are:outside control limits. High RPD due to low concentration of hit

I Matrix: AIR B  BatchID: VWig23 ] ] » j
All samples were analyzed within the recommended method holding time.

All method blanks for this batch meet method specific criteria. )

Sample(s) JB58857-2DUP were used as the QC samples indicated.

= Blank Spike Recovery(s) for 1,2,4-Trichlorobenzene are ou
positive found in the QC batch. )

RPD(s) for Duplicate for Chloromcthéne are outside in hoﬂss control limits.

| ‘Matrix: AR " BatchiD: vwisz4 7 — ' : B}
All samples were analyzed within the recommended method holding time.

All method blanks for this batch meet method specific criteria.

= ‘Sample(s) JB58857-8DUP were used as the QC samples indicated.

tside control limits. High percent recoveries and no associated

Sample(s) JB58857-34 have compounds reported with “E” qualifiers indicating estimated value exceeding calibration range.
Monday, February 10, 2014
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Volatiles by GCMS By Method TO-15 . A
| Matrix: AR BatchID: Vw1824 ' ) J

Blank Spike Recovery(s) for 1,2,4-Trichlorobenzene, Propylene are outside control limits. High percent recoveries and no
associated positive found in the QC batch.

RPD(s) for Duplicate for Freon 113, Methyl ethyl ketotie, Methylel;e chloride are outside control limits.

| Maic AR BatchiD: vwiszs '“7 |
= All samples were analyzed within the recommended method holding time.

®  All method blanks for this batch meet method specific criteria.

= Sample(s) JB58976-1DUP were used as the QC samples indicated.

. , : '
Accutest certifies that data reported for samples received, listed on the associated custody chain or analytical task order, were
produced to specifications meeting Accutest’s Quality System precision, acciracy and completeness objectives except as noted.

Estimated non;st_andard method measurement uncertainty data is available on request, based on quality control bias and implicit for
standard methods. Acceptable uncertainty requires tested parameter quality control data to meet method criteria.

Accutest Laboratories is not responsible for data quality assumptions if partial reports are used and recommends that this report be
used in its entirety. Data release is authorized by Accutest Laboratories indicated via signature on the report cover

Monday, February 10, 2014 Page 2 of 2
5 ] 8 of 1703
@ accuTeEsT

Jassan LABURATONIN®




‘Report of Analysis ,

B 39of1703
' ‘ @AccuTeEsT
Jasess7 LABORATONINS




Raw Data:

2 W45619.D

Accutest Laboratories ‘
Report of Analysis " Page 1of2

Client Sample ID: P006-IA001-140128-01 N
Lab Sample ID:  JB58857-1 = Date Sampled: 01/29/14 b
Matrix: ' AIR - Indoor Air Comp. Summa ID: A1186 Date Received: 01/30/14
Method: . TO-15 Percent Solids: n/a =
Project: Case# 276 ' »

FileID DF Analyzed By Prep Date Prep Batch . Analytical Batch
Run #1 W45619.D 1.6 - 01/31/14  DFT ‘na - n/a Vw1823
Run #2 : : :

Initial Volume
Run #1 640 ml
Run #2
VOA TO15 List
CASNo. MW Compound Result RL. MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone -~ L& .- 020 0.034 ppbv 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND- 0.20 0.020 ppbv 0.044 ug/m3
71-43-2 . 78.11 Benzene 0.34 0.20 0.021 ppbv 0.067 ug/m3
75-274 163.8 Bromodichloromethane ND:- 0.20 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bromoform ND 0.20 0.022 ppbv 0.23 ug/m3-
74-83-9 94.94 Bromomethane ND - 0.20 0.017 pphv 0.066 ug/m3
593-60-2 106.9 Bromoethene - ND 0.20 0.014 ppbv 0.061 ug/m3
100-44-7 126  Benzyl Chloride ND - 0.20 0.025 ppbv 0.13 ug/m3
75-15-0 76.14 Carbon disulfide ND. 020 0.017 ppbv 0.053 ug/m3
108-90-7  112.6 Chlorobenzene ND 0.20 - 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethane ND -~ 020 0.020 ppbv 0.053 ug/m3
67-66-3. 119.4  Chloroform ' ND . 0.20 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane 0.637%  0.20 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND. " - 0.20 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND:"- 0.20 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride ND: 020 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane ND:- . 0.20 0.058 ppbv 0.20 wug/m3
75-34-3 98.96 1,1-Dichloroethane ND: ' 0.20 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND 020 0.021 ppbv 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND . 0.20 0.027 ppbv 0.21 ug/m3
107-06-2  98.96 1,2-Dichloroethane ND 0.20 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND 0.20 0.040 ppbv 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND 020 0060 ppbv 0.22 ug/m3
75-71-8 120.9  Dichlorodifluoromethane 0.56 0.20 0.015 ppbv 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane ND 0.20 0.029 ppbv 0.25 ug/m3
156-60-5 96.94 trans-1,2-Dichloroethylene ND 0.20 0.015 ppbv 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv 0.11 wug/m3
10061-01-5 111 cis-1,3-Dichloropropene ND 0.20 0.019 ppbv 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene - ND 0.20 0.025 ppbv 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene ND 0.20 0.029. ppbv 0.17 ug/m3
106-46-7 147  p-Dichlorobenzene ‘ND 0.20 0.022 ppbv CL 0.13 ug/m3
10061-02-6 111 trans-1,3-Dichloropropene ND 0.20 0.021 ppbv 091 0.095 ug/m3

ND = Not detected MDL - Method Detection Limit ‘ ] = Indicates an estimated valge

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis -~ . Page 2 of 2
Client Sample ID: P006-IA001-140128-01 o R
Lab Sample ID:  JB58857-1 : Date Sampled: 01/29/14 -
Matrix: AIR - Indoor Air Comp. Summa ID: A1186 Date Received: 01/30/14
Method: TO-15 . Percent Solids: n/a E
Project: Caset 276
‘VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result - RL -MDL Units

64-17-5 46.07 Ethanol
100-41-4  106.2 Ethylbenzene
141-78-6 88 Ethyl Acetate
. 622-96-8  120.2 4-Ethyltoluene
76-13-1 187.4 Freon 113
76-14-2 170.9 Freon 114
142-82-5 100.2 Heptane
87-68-3 260.8 Hexachlorobutadiene
110-54-3  86.17 - Hexane
591-78-6 100  2-Hexanone
67-63-0 60.1  Isopropyl Alcohol
75-09-2 84.94 Methylene chioride
78-93-3 72.11 Methyl ethyl ketone
108-10-1  100.2 Methyl Isobutyl Ketone
.1634-04-4  88.15 Methyl Tert Butyl Ether
80-62-6 100.12 Methylmethacrylate
115-07-1 42 Propylene
100-42-5  104.1 Styrene -
71-55-6 133.4  1,1,1-Trichloroethane
79-34-5 167.9 1,1,2,2-Tetrachloroethane
79-00-5 133.4  1,1,2-Trichloroethane
120-82-1 181.5 1,2,4-Trichlorobenzene
95-63-6 120.2  1,2,4-Trimethylbenzene
108-67-8  120.2 1,3,5-Trimethylbenzene
(940-84-1  114.2 2,2 4-Trimethylpentane
75-65-0 74.12  Tertiary Butyl Alcohol
127-18-4  165.8 Tetrachloroethylene
109-99-9  72.11 Tetrahydrofuran
108-88-3  92.14 Toluene
79-01-6 131.4  Trichloroethylene

-0.50 0.19 ppbv
0.20 0.020 ppbv ]
0.20 0.057 ppbv
0.20 0.015 ppbv
0.20 0.021 ppbv
10.20  0.021 ppbv
.20  0.020 ppbv
.0.20  0.063 ppby
0.20  0.016 ppbv

094 036 ug/m3
~ 087  0.087 ug/m3
072 021 ug/m3
098  0.074 ug/m3
L5 016 ug/m3

14 015 ug/m3

0.82  0.082 ug/m3

21 067 ug/m3

0.70  0.056 ug/m3
0.20 0.025 ppbv - 0.82  0.10 ug/m3
0.20  0.039 ppbv 2 049  0.09% ug/m3
'0.20 0.047 ppbv 42 0.69 0.16 ug/m3
0.20 0.058 ppbv J 0,50 0.59 017 ugm3
0.20 0.029 ppbv ND. . 082 0.12 ug/m3
0.20 0.017 ppbv 0.72  0.061 ug/m3
0.20 0.040 ppbv 0.82 0.16 ug/m3
0.50 0.031 ppbv .0.86  0.053 ug/m3
0.20 0.020 ppbv 0.85  0.085 ug/m3
0.20 0.016 ppbv L1 0.087 ug/m3
0.20 0.030 ppbv 14 021 ug/m3
0.20 0.031 ppbv L1 0.17 ug/m3
0.20 0.079 ppbv L3 059 ug/m3
0.20 0.017 ppbv j 0.98 0.084 ug/m3
0.20 0.015 ppbv © 098  0.074 ug/m3
0.20 0.021 ppbv 093 0.098 ug/m3
0.20 0.044 ppbv ©-0.61 0.13 ug/m3
0.040 0.029 ppbv 027 020 ug/m3
0.20 - 0.045 ppbv 059 013 ug/m3
- 0.20 0.020 ppbv 0.75  0.075 ug/m3
+ 0.040 0.019 ppbv

ND o 021 010 ug/m3
75-69-4 137.4  Trichlorofluoromethane 026 0.20 0.014 ppbv . 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20  0.017 ppbv ND 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate ND* - 0.20 0.058 ppbv ~ ND 070 020 ug/m3
-106.2 - m,p-Xylene 0.55 0.20 0.032 ppbv 2.4 087 0.14 ug/m3
- 95-47-6 106.2 o-Xylene ' 5 0227 0.20 0.019 ppbv 0.96 0.87  0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.77 0.20 0.019 ppbv 33 0.87  0.083 ug/m3
CASNo. Surrogafe Recoveries Run# 1 Run# 2 Limits '
460-00-4  4-Bromofluorobenzene 91% - 65-128%

"ND = Not detected - MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit B = Indicates analyte found in associated method blank .
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Rawbafa:

SW45620.D

Actutest Laboratories | '
Report of Analysis ° | Page 1 of 2

Client Sample ID: P006-IA002-140128-01 a
Lab SampleID:  JB58857-2 - Date Sampled: 01/29/14 1
Matrix: AlR - Indoor Air Comp. Summa ID: A1061 Date Received: 01/30/14 °*

Method: TO-15 . Percent Solids: n/a H
Project: ~ Case# 276

FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
1n #1 w45620.D 1 01/31/14 DFT n/a n/a VW1823
un #2 , . : )
' Initial Volume

Run #1 400 ml
un #2 N

VOA TO15 List

'CASNo. MW - Compound Result RL MDL Units Q Result RL MDL Uaits

- 67-64-1 58.08 Acetone 1.8 . 0.20 0.034 ppbv 0.48  0.081 ug/m3
106-99-0 54.09 1,3-Butadiene ND - 0.20 0.020 ppby 0.44 0.044 ug/m3
71-43-2 78.11 Benzene 043 020 0.021 ppbv 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND 0.20 0.025 pphv 1.3 0.17 ug/m3
75-25-2 252.8 Bromoform ND 0.20 0.022 ppbv 2.1 0.23 ug/m3
74-83-9 94.94 Bromormethane ND 0.20 0.017 ppbv 0.78  0.066 ug/m3 -
593-60-2  106.9 Bromoetherne ND 0.20 0.014 ppbv . 0.87  0.061 ug/m3
100-44-7 126 Benzyl Chlotide ND 0.20 0.025 ppbv 1.0 0.13  ug/m3
75-15-0 76.14 Carbon disulfide : ND 0.20 0.017 ppbv 0.62  0.053 ug/m3
108-90-7  112.6 - Chlorobenzene ND - 020 0.025 ppbv 092 012 ug/m3
75-00-3  64.52 Chloroethane ND- - 020 0.020 pphv 0.53  0.053 ug/m3
67-66-3 119.4 Chloroform - ND 0.20 0.019 ppbv 0.98  0.093 ug/m3
74-87-3 50.49 Chloromethane 0. 51:7 0.20 0.034 pphv 0.41  0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND 020 0.028 pphv 0.63  0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND . 0.20 0.020 ppbv 1.0 010 ig/m3
56-23-5 153.8 Carbon tetrachloride ND 020 0.011 ppbv 1.3 0.069 ug/m3
110-82-7  84.16 Cyclohexane 021 770.20 0.058 ppbv 0.69 020 ug/m3
75-34-3  98.96 1,1-Dichloroethane ND° . 020 0016 ppbv 0.81  0.065 ug/m3
75:35-4 96.94 1,1-Dichloroethylene ND 020 0.021 pphv 0.79  0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND ° 020 0.027 ppbv L5 021 ug/m3
107-06-2 98.96 1,2-Dichloroethane ND - 0.20 0.016 ppbv N 0.81  0.065 ug/m3
78875 113 1,2-Dichloropropane ND - . 020 0040 ppov  ND' 092 018 ug/m3
123-91-1  88.12 1,4-Dioxane " ND 0.20 0.060 ppbv ND: . 0.72 022 ug/m3
75-71-8 120.9 Dichlorodifluorémethane 0.54 0.20 0.015 ppbv 2;7’5 © 099 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane ND 0.20  0.029 ppbv ND 1.7 0.25 ug/m3
156-60-5  96.94 trans-l,Z-Dichlo‘roethylene ND 0.20 0.015 ppbv ND 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND 079 011 ugym3
10061-01-5 111 cis-1,3-Dichloropropene ND 0.20 0.019 ppbv ND - 0.91 - 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2, 015 ug/m3
95-50-1 147 o-Dichlorobenzene v ND 0.20 - 0.029 ppbv ND 12 017 uym3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND.© 1.2 013 ug/m3
10061-02-6 111 trans 1 3-D1chloropropene ND 0.20 0.021 ppbv ND- . 91 0.095 ug/m3
ND = Notdetected  MDL - Method Detection Limit ] = Indicates an estimated value

RL = Reporting Limit

| B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptxve evidence of a compound -

2 420f1703
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Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P006-LA002-140128-01 :
Lab SampleID:  JB58857-2 Date Sampled: 01/29/14
Matrix: AIR - Indoor Air Comp. Summa ID: A1061 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: Case# 276
VOA TO1S5 List .
CASNo. MW Compound Result RL MDL Units Q Result RL  MDL. Units
64-17-5 46.07 Ethanol 0.19 ppbv .0.94 036 ug/m3
© 100-41-4 1062 Ethylbenzene 0.020 ppbv © 0.87 0.087 ug/m3
141-78-6 88 Ethyl Acetate. 0.057 ppbv 072 021 ug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv 70.98  0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 1.5 0.16 ug/m3
76-14-2 170.9 Freon 114 0.021 ppbv 14 0.15 ug/m3
142-82-5  100.2 Heptane 0.020 ppbv -~ 70.82  0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 2.1 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv - 0.70  0.056 ug/m3
591-78-6 100 2-Hexanone 0.025 ppbv “0.82 © 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv -0.49  0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 063 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 0.59 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone 0.029 ppbv 0.82 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether 0.017 ppbv 0.72  0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv 0.82 0.16 ug/m3
115-07-1 42 Propylene 0.031 ppbv © 086 0.053 ng/m3
100-42-5  104.1 Styrene 0.020 ppbv 0.85 0,085 ug/m3
71-55-6 133.4 1.1,1-Trichloroethane 0.016 ppbv 1.1 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane - 0.030 ppbv 1.4 021 wug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv L1 017 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene 0.079 ppbv 1.5 ° 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.98 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv ©0.98  0.074 ug/m3
540-84-1  114.2 2,2,4'Trimethylpentane 0.021 ppbv 093 0.098 ug/m3
75-65-0 74.12 . Tertiary Butyl Alcohol . 0.044 ppbv 7 0.61  0.13 ug/m3
127-18-4  165.8 Tetrachloroethylene .040 0.029 ppbv 027 020 ug/m3
109-99-9  72.11 Tetrahydrofuran - 0. 0.045 ppbv 059 013 ug/m3
108-88-3  92.14 Toluene _ 0.20 0.020 ppbv 0.75  0.075 ug/m3 -
79-01-6 131.4 Trichloroethylene NI - 0.040 0.019 ppbv 0.21 010 ug/m3
75-69-4 137.4° Trichlorofluaromethane 0.25 10.20 0.014 ppbv ‘L1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND. - 0.20 0.017 ppbv 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate ND 0.20 0.058 ppbv 0.70  0.20 wug/m3
106.2 m,p-Xylene 0.77 0.20 0.032 ppbv 087 0.14 ug/m3
95-47-6 106.2 o-Xylene 0.26 0.20 0.019 ppbv 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 1.0 0.20 0.019 ppbv 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1 Run#2  Limits
460-00-4  4-Bromofluorobenzene 91% 65-128%

ND = Not detected MDL - Method Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

] = Indicates an estimated value ,
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: (RIS BT E

Accutest Laboratories
Report of Analysis Page 1 of 3

Client Sample ID: P006-1A003-140128-01 - S

Lab Sample ID:  JB58857-3 : Date Sampled: 01/29/ 14

Matrix: AIR - Indoor Air Comp. Summa ID: A1005 Date Received: 01/30/14

Method: TO-15 ' Percerit Solids: n/a

Project: Case# 276

File ID DF Analyzed By PrepDate ~ Prep Batch  Analytical Batch
Run #1 W45622.D 1.58 01/31/14 - DFT n/a n/a VW1823
Run #2 2W40351.D 1.58 02/05/14 YMH  nfa : n/a VZW1684
Initial Volume

Run #1 632 ml

Run#2  20.0ml

VOA TO15 List

CASNo. MW Compound Result = 'RL MDL Units Q Result. RL MDL Units
67-64-1 58.08 Acetorie ' 29.7 - 0.20 0.034 ppbv 0.081 ug/m3
106-99-0 54.09 1,3-Butadiene ND - 0.20 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene 0.23 0.20 0.021 ppbv 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND 020 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bromoforin ND 0.20 0.022 ppbv 0.23 ug/m3
74-83-9 94.94 Bromomethane ND 0.20 0.017 ppbv 0.066 ug/m3
593-60-2 106.9 Bromoethene ND. 0.20 0.014 ppbv 0.061 ug/m3
100-44-7 126  Benzyl Chloride " ND 0.20 0.025 ppbv 0.13  ug/m3
- 75-15-0 76,14 Carbon disulfide ND = 020 0.017 ppbv 0.053 ug/m3
108-90-7, 112.6 Chlorobenzene ND: 0.20 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethane ND 020 0.020 ppbv 0.053 ug/m3
67-66-3 ©  119.4 Chloroform 0.23 0.20 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane » 0.87°1° 020 0.034 ppbv 0.070 ug/m3
- 107-05-1  76.53 3-Cliloropropene ND 020 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND *© 020 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carboi tetrachloride ND 020 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane ND - 0.20 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane < ND . 020 0.016 ppbv 0.065 ug/m3
T 75-354 96.94 1,1-Dichloroethylene ND 0 0.20 0.021 ppbv 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND ° 020 0.027 ppbv 0.21 ug/m3
107-06-2  98.96 1,2-Dichloroethane ND -0.20 0.016 ppbv 0.065 ug/m3
78-87-5 113 - 1,2-Dichloropropane ND 0.20 0.040 ppbv 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND 0.20 0.060 ppbv 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.54 .0.20 0.015 ppbv 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane ND 0.20 0.029 ppbv 0.25 ug/m3
156-60-5 = 96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 ppbv 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichlorvethylene ND 0.20 0.028 ppbv/ 0.11 wug/m3-
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 . 0.019 ppbv 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv 0.15 ug/m3
95-50-1 147  o-Dichiorobenzene ND 0.20 0.029 ppbv 0.17 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv 0.13 ug/m3
10061-02-6 111 trans:1,3-Dichloropropene ND 0.20 0.021 ppbv 0:095 ug/m3

ND = Notdetected ~ MDL - Method Detection Limit
RL = Reporting Limit ‘
E = Indicates value exceeds calibration range

I= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

! Report of An/alysis Page 2 of 3
Client Sample ID: P006-1A003-140128-01 \ a
Lab Sample ID:  JB58857-3 - Date Sampled: 01/29/14 w
Matrix: AIR - Indoor Air Comp. Suinma ID: A1005 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Casett 276 :
VOA TO15 List
CASNo. MW Compound Resuttt RL MDL Units Q Result RL MDL Units
64-17-5 46.07 Ethanol 216 .- 5.9 11 ug/m3
100-41-4 106.2 Ethylbenzene .20 0.020 0.087 ug/m3
141-78-6 88  Ethyl Acetate 20 0.057 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene .20 0.015 0.074 ug/m3
76-13-1 187.4 Freon 113 .20 0.021 0.16 ug/m3
76-14-2 170.9 Freon 114 .20 0.021 0.15 ug/m3
142-82-5 100.2. Heptane .20 0.020 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 20 0.063 0.67 ug/m3
110-54-3  86.17 Hexane ' .20 0.016 0.056 ug/m3
591-78-6 100  2-Hexanone .20 0.025 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 30 1.2 2.9 ug/m3
75-09-2 84.94 Methylene chloride .20 0.047 0.16 ug/m3
78-93-3 72.11. Methyl ethyl ketone .20 0.058 0.17 ug/m3
108-10-1 ~ 100.2 Methyl Isobutyl Ketone .20 0.029 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether :0.20  0.017 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate .20 0.040 0.16 ug/m3
115-07-1 42 Propylene 0.50 0.031 0.053 ug/m3
100-42-5  104.1 Styrene .20 0.020 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane -0.20 0.016 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane .20 0.030 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane <0.20 0.031 0.17 ug/m3
120-82-1 . 181.5 1,2.4-Trichlorobenzene .20 0.079 0.59 ug/m3
. 95-63-6 120.2 . 1,2,4-Trimethylbenzene :0.20 0.017 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene .20 0.015 0.074 ug/m3
540-84-1 114.2  2,2,4-Trimethylpentane .20 0.021 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol .20 0.044 0.13  ug/m3
127-18-4  165.8 Tetrachloroethylene 040 0.029 0.20 ug/m3
109-99-9 72.11  Tetrahydrofuran .20 0.045 0.13 ug/m3
108-88-3  92.14 Toluene .20 0.020 . 0.075 ug/m3
79-01-6 131.4  Trichloroethylene -0.040 0.019 . 0.10 ug/m3
75-69-4 137.4  Trichlorofluoromethane 0.20 0.014 ppbv 1.3 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ~ . 0.20 0.017 ppbv ND 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate o 0.20 0.058 ppbv ND 0.70  0.20 ug/m3
- 106.2 m,p-Xylene 0.15 .0.20 0.032 ppbv J 0.65 0.87 0.14 ug/m3
95476  106.2 o-Xylene ND - 0.20 0.019 ppbv ND 0.87  0.083 ug/m3
1330-20-7 106.2  Xylenes (total) "0.15 0.20 0.019 ppbv ] 0.65 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1 Run#2 Limits
460-00-4 4-Bromofluorobenzene 91% 65-128%

" 76%

ND = Not detected
‘RL = Reporting Limit
. E = Indicates value exceeds calibration range

MDL - Method Detection Limit J = Indicates an estimated value :
'B = Indicates analyte found in associated method blank

N = Indicates presumptive evidence of a compound

- @B 450f1703
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Accutest Laboratories

Report of Analysis Page 3 of 3
Client Sample ID: P006-1A003-140128-01 -
Lab Sample ID:  JB58857-3 , Date Sampled: 01/29/14 w
Matrix: AIR - Indoor Air Comp. Summa ID: A1005 Date Received: 01/30/14 \
Method: TO-15 Percent Solids: n/a =
Project: Case# 276 _ '
VOA TO1S5 List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units

(a) Result is from Run# 2

ND = Not detected MDL - Method Detection Limit = ln&h:ates an estimated value

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

@R 46 of 1703
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CEWE PO - W45623.D. § - 2WA40352.D

Accutest Laboratories .
Report of Analysis | Page 1 of 3
Client Sample ID: P006-IA004-140128-01 _ . a
Lab Sample ID:  JB58857-4 Date Sampled: 01/29/14 a
Matrix: - AlIR - Indoor Air Comp. Summa ID: A204 . Date Received: 01/30/14
Method: TO-15 - Percent Solids: n/a H ,
Project: Case# 276 ‘
Fﬁe ID rlr)FA ) Analyzeri 7 By Prq§ Date Prep Batch  Analytical Batch
Run #1 W45623.D 1 01/31/14  DFT n/a n/a VW1823
un #2 2W40352.0 . 1 _ 02/05/14 YMH n/a n/a VZW1684
Initial Volume N
Run #1 400 ml
1 #2 20.0 ml
VOA TO15 List
CASNo. MW Compound .- Result RL MDL Units Q Result RL MDL Units
" 67-64-1 58.08 Acetone ! 0.20 0.034 ppbv ¥ 0.48 ' 0.081 ug/m3

106-99-0  54.09 1,3-Butadiene .20 0.020 ppbv
71-43-2 78.11 Benzene 0 -0.20 -0.021 ppbv
75-27-4 163.8 = Bromodichloromethane D -0.20  0.025 ppbv
75-25-2 252.8 Bromoform ) 10.20  0.022 ppbv
74-83-9 94.94 Bromomethane ' :0.20 0.017 ppbv
593-60-2 106.9 Bromoethene .20 0.014 ppbv

- 0.44  0.044 ug/m3
2 0.64  0.067 ug/m3
213 0.17 ug/m3

2 0.23 ug/in3
., 0.78  0.066 ug/m3
- 0.87  0.061 ug/m3

.100-44-7 126 Benzyl Chloride 0.20 0.025 ppbv 1.0 0.13 ug/m3
75-15-0 76.14 Carbon disulfide ' 10.20 0.017 ppbv 0.62 0.053 ug/m3
108-90-7  112.6 Chlorobenzene - :0.20  0.025 ppbv < 0.92  0.12 ug/m3
75-00-3 64.52 Chloroethane .0.20  0.020 ppbv ©.0.53  0.053 ug/m3
67-66-3 119.4 Chloroform ©0.20  0.019 ppbv ] -0.98  0.093 ug/m3

74-87-3 50.49 Chloromethane
107-05-1  76.53 3-Chloropropene v
95-49-8  126.6 2-Chlorotoluene .20 0.020 ppbv
56-23-5 153.8 = Carbon tetrachloride .20 0.011 ppbv .
110-82-7  84.16 Cyclohexane - 0.20  0.058 ppbv
75-34-3 98.96 1,1-Dichloroethane .0.20  0.016 ppbv
75-35-4 = 96.94 1,1-Dichloroethylene 20 0.021 ppbv
106-93-4 187.9 1,2-Dibromoethane .20  0.027 ppbv
107-06-2  98.96 1,2-Dichloroethane 0.20 0.016 ppbv
" 78-87-5 113 1,2-Dichloropropane :0.20  0.040 ppbv

.20 0.034 ppbv

0.41  0.070 ug/m3
.20 0.028 ppbv

0.63  0.088 ug/m3
1.0 0.10 ug/m3
1.3 0.069 ug/m3
069 0.20 ug/m3
0.81° 0.065 ug/m3
. 0.79  0.083 ug/m3
S 0.21 ug/m3

- 0.81  0.065 ug/m3
0.92 0.18 wug/m3

123-91-1  88.12 1,4-Dioxane ND:: - 0.20 0.060 ppbv 0.72 022 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 049 0.20 0.015 ppbv 0.99 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane ND 0.20 0.029 ppbv 1.7 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ND' - - 0.20 0.015 ppbv : 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND: © 020 0.028 ppbv ND 079  0.11 ug/m3
10061-01-5 111 cis-1,3-Dichloropropene ND . 0.20 0.019 ppbv ND . 091 0.086 ug/m3
541-73-1 147 m-Dichlorobenzene - ND:- - 0.20 0.025 ppbv = ND 1.2 0.15 ug/m3
95-50-1 147 o-Dichlorobenzene - ND 0.20 0.029 ppbv ND 1.2 0.17 ug/m3
106-46-7 147  p-Dichlorobenzene - ND- - 020 0.022 ppbv ND 1.2 013 ug/m3
10061-02-6 " 111 trans-1.3-Dichloropropene  ND ©  0.20 0.021 ppbv ND 091  0.095 ug/m3

ND = Not detected  MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates valie exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 2 of 3
Client Sample ID: P006-1A004-140128-01 , | -
Lab SampleID:  JB58857-4 ‘ v Date Sampled: 01/29/14 'S
Matrix: AIR - Indoor Ajr Comp. Summa ID: A204 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a = '
Project: Case#t 276 5
VOATOISLit , | )

4

CASNo. MW Compound MDL Units Q Result RL  MDL Units

64-17-5 ° 46.07 Ethanol 37 ppbv ¥ 70 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv 0.087 ug/m3
141-78-6 88 Ethyl Acetate 0.057 ppbv 0.21 ug/m3
622-96-8 120.2 4-Ethiyltoluene 0.015 ppbv 0.074 ug/m3
76-13-1  187.4 Freon 113 0.021 ppbv 0.16 ug/m3
76-14-2  170.9 Freon 114 0.021 ppbv 0.15 ug/m3
142-82-5  100.2 Heptane 0.020 ppbv 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv 0.056 ug/m3
591-786 100  2-Hexanone 0.025 ppbv 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.77 ppbv 1.9  ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone . 0.058 ppbv 0.17 ug/m3
108-10-1°  100.2 Methyl Isobutyl Ketone ND 0.20 0.029 ppbv - 0.12 ug/m3
1634-04-4-  88.15° Methyl Tert Butyl Ether - ND. - 0.20 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate ND°  0.20 0.040 ppbv 0.16 ug/m3
115-07-1 42 Propylene ND ~  0.50 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene ' ~ND 0.20 .0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ND. - 0.20 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane ~ ND 0.20 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 'ND:: - 0.20 0.031 ppbv 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene NDIT 020 0.079 ppbv 0.59 ug/m3

- 95-63-6 120.2 1,2,4-Trimethylbenzene ND -~ 0.20 0.0i7 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene ND' ~ 020 0.015 ppbv 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane ND: - 0.206 0.021 ppbv 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol ND:v 0.20 0.044 ppbv 0.13 ug/m3
127-184  165.8 Tetrachloroethylene ND* . 0.040 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran ND ~ ° 020 0.045 ppbv 0.13 ug/m3
108-88-3  92.14 Toluene 0.39 0.20 0.020 ppbv 0.075 ug/m3
79-01-6 131.4 Trichloroethylene ND 0.040 0.019 ppbv 0.10 ug/m3
75-69-4 137.4 Trichlorofluoromethane 0.24 0.20 0.014 ppbv 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.26 0.017 ppbv ] 0.043 ug/m3
108-054 86 Vinyl Acetate ND 0.20 0.058 ppbv ND - 070 o0.20 ug/m3
' 106.2 m,p-Xylene _ 0.17 020 0032 ppbv J 074 087 0.14 ug/m3
95-47-6 106.2 o-Xylene ' ND 0.20 0.019 ppbv ND - 087 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.17 0.20 0.019 ppbv J 0.74 0.87  0.083 ug/m3
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits -

460-00-4  4-Bromofluorobenzene 93% 7% 65-128%

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

@R 4801703
BAaccuTesT
JBSBEST  tamomar




Accutest Laboratories

Report of Analysis Page 3 of 3

Client Sample ID: P006-IA004-140128-01
Lab SampleID:  JB58857-4

Date Sampled: 01/29/14

H
F'S
Matrix: AIR - Indoor Air Comp. Summa ID: A204 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Case# 276 . ' ‘
VOA TO15 List

CASNo. MW Compound

(a) Result is from Run# 2

Result RL MDL Units Q Resilt RL MDL Units

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

‘BB 49 of 1703
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Raw Data:

. W45629.D

\ Accutest Laboratories
- Report of Analysis _ Page 1 of 2
Client Sample ID: P006-SG001-140128-01
Lab SampleID:  JB58857-5 - Date Sampled: 01/29/14
Matrix: AIR - Soil Vapor Comp. Summa ID: A1001 Date Received: 01/30/14
Method: TO-15 ' Percent Solids: n/a
Project: Case# 276 ‘
File ID DF Analyzed By - Prep Date Prep Batch  Analytica] Batch
Run #1 W45629.D 1 -~ 01/31/14  DFT nfa n/a Vw1823
Run #2 : '
Initial Voluine
Run #1 400 ml .
Run #2
\
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Resut RL  MDL Units
67-64-1 - 58.08 Acetone 9.1 0.20 0.034 ppbv
106-99-0  54.09 1,3-Butadiene ND 0.20  0.020 ppbv
71-43-2 78.11 Benzene - ND 0.20 0.021 ppbv
75-27-4 163.8 Bromodichloromethane ND 0.20 0.025 ppbv
75-25-2 . 252.83 Bromoform - ND 0.20 0.022 ppbv
74-83-9 94.94 Bromomethane ND 0.20 0.017 ppbv
593-60-2  106.9 Bromoethene ND 0.20 0.014 ppbv
100-44-7 126  Benzyl Chloride ‘ND 0.20 0.025 ppbv
75-15-0 76.14 Carbon disulfide ND 0.20 0.017 ppbv
108-90-7  112.6 Chlorobenzene ND 0.20 0.025 ppbv
75-00-3 64.52 Chloroethane ND 0.20 0.020 ppbv
67-66-3 119.4 Chloroform ND 0.20 0.019 ppbv
74-87-3 50.49 Chloromethane © 0.197F 0.20 0.034 ppbv
107-05-1  76.53 3-Chloropropene ~ ND  0.20 0.028 ppbv
95-49-8 126.6  2-Chlorotoluene ND - - 0.20 0.020 ppbv
56-23-5 153.8 Carbon tetrachloride ND - . 0.20 0.011 ppbv
110-82-7  84.16 Cyclohexane ND'. - 0.20 0.058 ppbv
75-34-3 98.96 1,1-Dichloroethane 'ND "~ 0.20 0.016 ppbv
75-354 96.94 1,1-Dichloroethylene ~ ND 0.20 0.021 ppby
106-93:-4 1879 1,2-Dibromoethane ND 0.20 0.027 ppbv
107-06-2  98.96 1,2-Dichlorcethane ND - 0.20 0.016 ppbv
78-87-5 113 1,2-Dichloropropane . ND 0.20 0.040 ppbv . .

o 123-91-1  88.12 1,4-Dioxane ND 0.20 0.060 ppbv ND . 072 022 ug/m3
75-71-8 120.9 Dichlorodiflucromethane 0.51 0.20 0.015 ppbv 2.5 099 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane ND 0.20 0.029 ppbv ND 1.7 0.25 wug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 pphv ND 0.79  0.059 wug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND 079 0.11 wug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv ND 0.91  0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene ND 0.20 0.029 ppbv ND. 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 020 0.022 ppbv ND 1.2 013 ug/m3
10061-02-6 111  trans-1,3-Dichlorapropene ND - 020 0.02t ppby ND 091 0.095 ug/m3
ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit

B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound
A .
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Accutest Laboratories

Report of Analysis , Page20f 2.
Client Sample ID:  P006-SG001-140128-01 . ; _
Lab SampleID:  JB58857-5 Date Sampled: 01/29/14
Matrix:. AIR - Soil Vapor Comp. ' Summa ID: A1001 Date Received: 01/30/14
Method: - TO-15 Percent Solids: n/a
Project: Case# 276 b
VOA TOI5 List
CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units

64-17-5 46.07 Ethanol
100-41-4 106.2 Ethylbenzene
141-78-6 88 Ethyl Acetate

.50 0.19 ppbv
.20 0.020 ppbv
.20 0.057 ppbv

©.-094  0.36 ug/m3
. 0.87  0.087 ug/m3
3072 021 ug/m3

622-96-8  120.2 4-Ethyitoluene .20 0.015 ppbv 098 0.074 ug/m3
76-13-1 187.4 Freon 113 .20 0.021 ppbv “L5  0.16 ug/m3
76-14-2 170.9 Freon 114 .20 0.021 ppbv ‘14 015 ug/m3
142-82-5  100.2 Heptane ,_ +0.20  0.020 ppbv 0.82 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ] -0.20 0.063 ppbv 2.1 0.67 ug/m3
110-54-3  86.17 Hexane : -0.20 0.016 ppbv - 0.70  0.056 ug/m3
591-78-6 100  2-Hexanone NI .20 0.025 ppbv 0.82 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol ) -0.20  0.039 ppbv - 049 0.096 ug/m3

75-09-2 84.94 Methylene chloride
78-93-3 72.11 Methyl ethyl ketone
108-10-1 - 100.2 Methyl Isobutyl Ketone

.20 0.047 ppbv
.20 0.058 ppbv
.20 0.029 ppbv

0.69 0.16 ug/m3
0.59  0.17 ug/m3
0.82 0.12 ug/m3

1634-04-4  88.15 Methyl Tert Butyl Ether = NI 0.20 0.017 ppbv 0.72  0.061 ug/m3
" 80-62-6 '100.12 Methylmethacrylate NE 0.20 0.040 ppbv 082 0.16° ug/m3
11507-1 .42 Propylene | 0.50 0.031 ppbv 0.86  0.053 ug/m3

100-42-5 104.1 Styrene

71-55-6 133.4 1,1,1-Trichloroethane
79-34-5 167.9  1,1,2,2-Tetrachloroethane
79-00-5 133.4  1,1,2-Trichioroethane
120-82-1  181.5 1,2 4-Trichlorobenzene
95-63-6 120.2  1,2,4-Trimethylbenzene
108-67-8  120.2 1,3,5-Trimethylbenzene
540-84-1 114.2  2,2,4-Trimethylpentane
75-65-0 74.12  Tertiary Butyl Alcohol
127-18-4  165.8 Tetrachloroethylene
109-99-9  72.11 Tetrahydrofuran
108-88-3 92.14 Toluene

.20 0.020 ppbv
.20 0.016 ppbv
.20 0.030 ppbv
.20 0.031 ppbv
.20 0.079 ppbv
.20 0.017 ppbv
.20 0.015 ppbv
.20 0.021 ppbv
.20 0.044 ppby

0.85 0.085 ug/m3
L1 0.087 ug/m3
1.4 0.21 wpg/m3
L1 017 ug/m3

15 059 uwg/m3
50 098 0.084 ug/m3
- 7098 0.074 ug/m3 -
w093 0.098 ug/m3

061 0.13 ug/m3
.040 0.029 ppbv - 0.27  0.20 ug/m3
.20 0.045 ppbv ] ©0.59 0.13 ug/m3
.20 0.020 ppbv ] 0.60 0.75  0.075 ug/m3

79-01-6  131.4 Trichloroethylene ‘ 0.35_ - 0.040 0.019 ppbv 1.9 0.21 010 ug/m3
75-69-4 1374 Trichlorofluoromethane 0.36° 020 0.014 ppbv 2.0 11 0.079 ug/m3
750144  62.5 Vinyl chloride ND- - 020 0.017 ppbv  ND 0.51 0.043 ug/m3
108-05-4 86 Vinyl Acetate ND ~ 020 0058 ppbv ND 070 020 ug/m3
: 106.2  m,p-Xylene . ND - 0.20 0.032 ppbv ND 087 0.14 ug/m3
95-47-6  106.2 o-Xylene ND 020 0019 ppbv  ND 0.87  0.083 ug/m3’
1330-20-7 106.2 Xylenes (total) - ND 020 0.019 ppbv - ND 0.87  0.083 ug/m3
CASNo.  Surrogate Recoveries Ruo#1l  Run#2  Limits

460-00-4 . 4-Bromofluorobenzene 9% " 65-128%

ND = Not detected MDL - Method Detection Limit |
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estlmated value.
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

g  510f1703
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Raw Data:

K-

IWA5630.D%
Accutest Laboratories
Report of Analysis Page 1 of 2

Client Sample ID: P006-SG002-140128-01

Lab Sample ID:  JB58857-6 Date Sampled: 01/29/14

ix: AIR - Soil Vapor Comp. Summa ID: A632 Dite Received: 01/30/14 .
TO-15 , Percent Solids: n/a
Case# 276 '
"FileID . DF Analyzed By  PrepDate  PrepBatch  Analytical Batch |

Run #1 W45630.D 1 01/31/14 © DFT n/a ‘ n/a - VWi823

Run #2

Initial Volume

Run #1 400 m}

Run #2

VOA TO15 List

CASNo. MW Compound Resut RL MDL Units Q Resalt RL  MDL Units
67-64-1 58.08 Acetone 11.7 0.20 0.034 ppbv 0.081 ug/m3

106-99-0  54.09 1,3-Butadiene ND . " 0.20 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene ND 7 -0.20 0.021 ppbv .0.067 ug/mi3
75-27-4  163.8 Bromodichloromethane ND 0.20 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bromoform ND ©0.20 0.022 ppbv 0.23 ug/m3
74-83-9 94.94 Bromomethane ND- © 0.20 0.017 ppbv 0.066 ug/m3
583-60-2  106.9 Bromoethene ND 0.20 0.014 ppbv 0.061 ug/m3

100-44-7 126  Benzyl Chloride ND 0.20 . 0.025 ppbv 0.13 ug/m3

75-15-0 76.14 Carbon disulfide ND 0.20 0.017 ppbv 0.053 ug/m3

108-90-7  112.6 - Chlorobenzene ND 0.20 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethane ND 0.20 0.020 ppbv 0.053 ug/m3
" 67-66-3 119.4 Chloroform ND 0.20 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane ND. 0.20 0.034 ppbv 0.070 ug/m3

107-05-1  76.53 = 3-Chloropropene ND - . 0.20 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene -ND . 0.20 0.020 ppbv. 0.10 . ug/m3

56-23-5 153/8 Carbon tetrachloride ND 0.20 0.011 ppbv 0.069 ug/m3

110-82-7 84.16 Cyclohexane ND 0.20 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane ND " " 0.20 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND 0.20 0.021 ppbv - 0.083 ug/m3

106-93-4  187.9 1,2-Dibromoethane ND: 10.20 0.027 ppbv 0.21 ug/m3

107-06-2 =~ 98.96 ' 1,2-Dichloroethane ND 0.20 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloroprepane ND 0.20 0.040 ppbv 0.18 ug/m3

123-91-1 - 88.12 1,4-Dioxane 'ND 0.20 0.060 ppbv 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.51 0.20 0.015 ppbv 0.074 ug/m3

124-48-1  208.3 Dibromochloromethane ND 0.20 0.029 ppbv 0.25 ug/m3

156-60-5  96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 ppbv '0.059 ug/m3

156-59-2  96.94 cis-1,2-Dichloroéthylene ND 0.20 0.028 ppbv 0.11 ug/m3

10061-01-5 111  cis-1,3-Dichloropropene - ND 0.20 0.019 ppbv 0.086 ug/m3
.941-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv 0.13 ug/m3
95-50-1 147  o-Dichlorabenzene ND 0.20 0.029 ppbv 0.17 ug/m3

106-46-7 147  ‘p-Dichlorobenzene ND 0.20 .0.022 ppbv L 0.13 ug/m3

10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 0.91  0.095 ug/m3

ND = Not detected

MDL - Method Detéction Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

J8s58857

52 of 1703
BHaccuTEsST

Lanaaar onie

*
-



Accutest Laboratories ' \

Report of Analysis ' Page 2 of 2

|Client Sample ID:  P006-5G002-140128-01 ’ .
Lab Sample ID:  JB58857-6 Date Sampled: 01/29/14~ o
Matrix: AIR - Soil Vapor Comp. Summa ID: A632 Date Received: 01/30/14
Method: - TO-15 Percent Solids: n/a

Project: Case# 276 ' v

VOATOISList

CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units

64-17-5 46.07 Ethanol

100-41-4  106.2 Ethylbenzene

141-78-6 88 Ethyl Acetate

622-96-8 120.2 ° 4-Ethyltoluene

76-13-1  187.4 Freon 113

76-14-2 170.9 Freon 114

142-82-5  100.2 Heptane

87-68-3 260.8 Hexachlorobutadiene
110-54-3  86.17 Hexane l
591-78-6 100  2-Hexanone

67-63-0 60.1 ' Isopropyl Alcohol
75-09-2 84.94 Methylene chioride
78-93-3 72.11 Methyl ethyl ketone
108-10-1 100.2 Methyl Iscbutyl Ketone
1634-04-4  88.15 Methyl Tert Butyl Ether
80-62-6 100.12 Methylmethacrylate
115-07-1 42 Propylene

100-42-5  104.1 Styrene

71-55-6 133.4 1.1,1-Trichloroethane
79-34-5 167.9 1,1,2,2-Tetrachloroethane
79-00-5 133.4 1,1,2-Trichloroethane
120-82-1  181.5 1,2,4-Trichlorobenzene
95-63-6 120.2  1,2,4-Trimethylbenzene
108-67-8  120.2 1,3,5-Trimethylbenzene
540-84-1  114.2 2,2,4-Trimethylpentane
75-65-0 74.12  Tertiary Butyl Alcohol
127-18-4 165.8 Tetrachloroethylene
109-99-9 72.11 Tetrahydrofuran
108-88-3  92.14 Toluene

79-01-6 131.4 Trichloroethylene
75-69-4 "137.4 Trichlorofluoromethane

0.19 ppbv
0.020 ppbv
0.057 ppbv
0.015 ppbv
0.021 ppbv
0.021 ppbv

S 094 036 ug/m3
. 0.87 0.087 ug/m3

2072 021 ug/m3
“0.98 0.074 ug/m3
15 016 ug/m3
.14 015 ug/m3
0.020 ppbv ©0.82  0.082 ug/m3
0.063 ppbv .21 0.67 ug/m3
0.016 ppbv 21 070 0.056 ug/m3
0.025 ppbv  ND - 082 0.0 ug/m3
0.039 ppbv. 15 - 049 0.096 ug/m3
0.047 ppbv 3.1 069 0.16 ug/m3
0.058 ppbv 1.2 059 0.17 ug/m3
0.029 ppbv  ND 0.82 0.12 ug/m3
0.017 ppbv ND. . 072 0.061 ug/m3
0.040 ppbv ND 0.82 0.16 ug/m3
0.031 ppbv ND: -~ 086 0.053 ug/m3
0.020 ppbv ND - 0.85 0.085 ug/m3
0.016 ppbv ND: - 11  0.087 ug/m3
0.030 ppbv ND 14 021 ug/m3
© 0.031 ppbv ND: . 11 017 ug/m3
0.079 ppbv NDZT 15 059 ug/m3
0017 ppbv  ND:  ©0.98 0.084 ug/m3
0015 ppbv = ND™ ~-:0.98 0.074 ug/m3
0.021 ppbv ND - 093 0.098 ug/m3
0.044 ppbv ND 061 013 ug/m3
0.029 ppbv 0.56- 0.27 020 wug/m3
0.045 ppbv ND - 0.59 0.13 ug/m3
0.020 ppbv ] -0.72. 0.75  0.075 ug/m3
0.019 ppbv 1.1 0.21 0.0 ug/m3

0.014 ppbv 1.4 1.1 0.079 ug/m3

75-01-4 625  Vinyl chloride 0.017 ppbv  ND 0.51 0.043 ug/m3
108-05-4 86 . Vinyl Acetate 0.058 ppbv ND 0.70 020 ug/m3

106.2 m,p-Xylene 0.098 0.20 0.032 ppbv J 0.43 0.87 0.14 ug/m3.
95-47-6 106.2 o-Xylene ND 0.20 0.019 ppbv ND 0.87  0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.098 0.20 0.019 ppbv J 043 0.87  0.083 ug/m3
‘'CASNo.  Sutrogate Recoveries ‘ Run# 1 Run# 2 Limits
460-00-4  4-Bromofluorcbenzene 89% 65-128%
ND = Not detected MDL - Method Detection Limit J‘ = Indicates an estimated value

RL = Reporting Limit

B = Indicates analyte found in associated method blank
* E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound
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' Raw Date: IESYIOE

Accutest Laboratories :
Report of Analysis Page 1 of 2

Client Sample ID: P009-AA001-140127-01 N
Lab Sample ID:  JB58857-7 Date Sampled: 01/28/14 T
Matrix; AIR - Ambient Air Comp. Summa ID: A848 Date Recetved: 01/30/14
Method: - TO-15 Percent Solids: n/a H
Project: Casei# 276 : ‘

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 W45631.D 1 01/31/14  DFT n/a n/a VW1823
Run #2

Initial Volume
Run #1 400 mi
lRin#Z
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
67-64-1  58.08 Acetone 0.034 ppbv - 0.081 ug/m3
106-99-0 54.09 1,3-Butadiene 0.020 .ppbv 0.044 ug/m3
71-43-2 78.11 Benzene - 0.021 ppbv 0.067 ug/m3
75-27-4 163.8 Bromodlchloromethane 0.025 ppbv 0.17  ug/m3
75-25-2 252.8 Bromoform 0.022 ppbv 0.23 ug/m3
74-83-9 94.94 Bromomethane 0.017 ppbv 0.066 ug/m3
593-60-2 106.9 Bromoethene . 0.014 ppbv 0.061 ug/m3
100-44-7 126  Benzyl Chloride 0.025 ppbv 0.13  ug/m3
75-15-0 76.14 Carbon disulfide 0.017 ppbv 0.053 ug/m3
108-90-7  112.6 Chlorobenzene 0.025 ppbv 0.12 ug/m3
75-00-3 - - 64.52 Chloroethane 0.020 ppbv 0.053 ug/m3
67-66-3  119.4 Chloroform 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane 0.034 ppbv 0.070° ug/m3
107-05-1  76.53 3-Chloropropene 0.028 ppbv 0.088 ug/m3
95-49-8  126.6 2-Chlorotoluene 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene D - 0. 0.021 ppbv 0.083 ug/m3
106-93-4 187.9 1,2-Dibromoethane ND = - 0.20 0.027 ppbv 0.21 ug/m3
107-06-2 98.96 1,2-Dichloroethane ND: 0.20 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND - 020 0.040 ppbv 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND 0.20 0.060 ppbv 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.56 0.20 0.015 ppbv 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane ND 0.20 0.029 ppbv 0.25 ug/m3
156-60-5  96.94 trams-1,2-Dichloroethylene ~ ND 0.20 0.015 ppbv 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv 0.086 ug/m3
341-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene ‘ ND 0.20 0.029 ppbv 0.17 ug/m3
106-46-7 147  p-Dichlorobenzene ~ND - 0.20 0.022 ppbv . 0.13 ug/m3
10061-02-6 111 trans-1,3-Dichloropropene ~ ND =~ 0.20 0.021 ppbv ND "0 91 0.095 ug/m3

ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit _ Indicales analyte found in associated method blank
E = Indicates value exceeds callbrauon range : A reic
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Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P009-AA001-140127-01 ' 7‘ a
Lab Sample ID:  JB58857-7 Date Sampled: 01/28/14 9
Matrix: "+ AIR - Ambient Air Comp. Summa ID: A848 Date Received: 01/30/14
Method: . . TO-15 Percent Solids: n/a =
Project: Case# 276 .
VOA TO15 List _
CASNo. MW Compound Result- RL MDL Units Q Result RL  MDL Units
64-17-5 46.07 Ethanol .50 0.19 ppbv . 036 ug/m3
100-41-4  106.2 Ethylbenzene 20 0.020 ppbv 0.087 ug/m3
141-78-6 88 Ethyl Acetate :0.20 0.057 ppbv 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene : .20 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 20 0.021 ppbv 0.16 ug/m3
76-14-2 170.9 Freon 114 20 0.021 ppbv 0.15 ug/m3
142-82-5 100.2 Heptane .20 0.020 ppbv 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene .20 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane .20 0.016 ppbv . 0.056 ug/m3
591-78-6 100  2-Hexanone :0.20 0.025 ppbv 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcchol 3 0.20 0.039 pphv 0.096 ug/m3
75-09-2 84.94 Methylene chloride - 0.20 0.047 ppbv 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.20 0.058 ppbv 0.17 ug/m3
108-10-1  100.2 Methyl Isobutyl Ketone : .20 0.029 ppbv 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether £-0.20 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate °0.20 0.040 ppbv 0.16 ug/m3
115-07-1 42 Propylene ] £0.50 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene .20 0.020 ppbv 0.085 ug/m3
71-55-6 133.4  1,1,1-Trichloroethane .20 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane .20 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane - .20 0.031 ppbv 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene .20 0.079 ppbv 0.59 ug/m3
95-63-6 120.2 1,2,4-Trimethylbenzene .20 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene .20 0.015 ppbv 0.074 ug/m3
540-84-1  114.2  2,2,4-Trimethylpentane 0.20 0.021 ppbv 0.098 ug/m3
75-65-0 74.12 - Tertiary Butyl Alcohol 0.20 0.044 ppbv 0.13  ug/m3
‘127184 165.8 Tetrachloroethylene 0.040 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran ’ 10.20° 0.045 ppbv 0.13 ug/m3
108-88-3  92.14 Toluene : - 0.20 0.020 ppbv 0.075 ug/m3
79-01-6 131.4  Trichloroethylene ND:. - 0.040 0.019 ppbv 0.10 wug/m3
75-69-4 137.4  Trichlorofluoromethane 0.23 - 0.20 0.014 ppbv 0.079 ng/m3
75-01-4 62.5  Vinyl chloride ND - 020 0.017 ppbv 0.043 ug/m3
108-05-4 86 Vinyl Acetate ND 7 020 0.058 ppbv 0.20 ug/m3
' 106.2 m,p-Xylene 0.32 0.20 0.032 ppbv 0.14 ug/m3
95-47-6 - 106.2 o-Xylene ’ 0.11 0.20 0.019 ppbv ] 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.43 0.20 0.019 ppbv 0.083 ug/m3
CAS No. ~ Surrogate Recoveries -Run#1  Run#2  Limits
460-00-4  4-Bromofluorcbenzene 89% .- 65-128%

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: [EEYOE

Accutest Laboratories
Report of Analysis Page 1 of 2
Client Sample ID: P009-AA001-140128-01 a
Lab SampleID:  JB58857-8 Date Sampled: 01/29/14 o
Matrix: AIR - Ambient Air Comp. Summa ID: A1082 Date Received: 01/30/14
Method: TO-15 - Percent Solids: n/a =
Project: Caseit 276 v : ,
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 W45645.D 1 - 02/01/14  DFT n/a n/a VW1824
Run #2 ' .
Initial Volume '
Run #1 400 mt
un #2 . .
VOA TO15 List
"CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units
67-64-1 58.08 Acetone S50 0.20 0.034 ppbv 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND 0.20 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene 0:20 ' 0.20 0.021 ppbv 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane . ND - 020 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bromoform ND 0.20 0.022 ppbv 0.23 ug/m3
74-83-9 94.94 Bromomethane ND. . 0.20 0.017 ppbv 0.066 ug/m3
593-60-2  106.9 Bromoethene ND: - 0.20 0.014 ppbv 0.061 ug/m3
100-44-7 126  Benzyl Chloride . ND- 0.20 0.025 ppbv 0.13 ug/m3
75-15-0 76.14 Carbon disulfide - ND° - 020 0.017 ppbv 0.053 . ug/m3
108-90-7  112.6 Chlorobenzene ~ "ND: . 0.20 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethane ND 0.20 0.020 ppbv 0.053 ug/m3
67-66-3 119.4 Chloroform ‘ND" - 0.20 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane 0.78: . 0.20 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND:  0.20 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND: - 0.20 0.020 ppbv 0.10 ug/m3
56-23-5  153.8 Carbon tetrachloride ND- - 0.20 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane ‘ND.. - 0.20 0.058 ppbv 0.20' ug/m3
75-34-3 98.96 1,1-Dichloroethane ND:  0.20 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND- ~ 0.20 0.021 ppbv 0.083 ug/m3
106-93-4 187.9 1,2-Dibromoethane .ND-~ 0.20 0.027 ppbv 0.21 ug/m3
107-06-2 = 98.96 1,2-Dichloroethane ND 0.20 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane _ ND 0.20 0.040 ppbv 0.18 ug/m3
123-91-1  88.12 1.,4-Dioxane = ND 0.20 0.060 ppbv . 0.22 ug/m3
75-71-8 120.9 Dichlorodiflucromethane 0.56 0.20 0.015 ppbv 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane ND 0.20 0.029 ppbv 0.25 wug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ND 0.20 0.015 ppbv 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 015 ug/m3
95-50-1 147 o-Dichlorobenzene _ ND 0.20 0.029 pphv ND- 12 017 ugm3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND 12 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021

ppbv ND 091  0.095 ug/m3

ND = Not detected MDL - Method Detection Limit. J = Indicates an estimated @ue

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P009-AA001-140128-01
Lab SampleID:  JB58857-8 _— Date Sampled: 01/29/14
Matrix: AIR - Ambient Air Comp. Summia ID: A1082 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a
Project: " Case# 276
“ VOA TO15 List
‘CASNo. MW Compound - ' Resut RL MDL Units Q Resut RL  MDL Units
" 64-17-5 46.07 Ethanol 0.19 ppbv 0.36 ug/m3
100-41-4  106.2 Ethylbenzene 0.020  ppbv 0.087 ug/m3
141-78-6 88 Ethyl Acetate 0.057 ppbv 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 0.16 wug/m3
76-14-2 170.9 Freon 114 0.021 ppbv 0.15 ug/m3
142-82-5  100.2 Heptane . * 0.020 ppbv 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane 0.016' ppbv 0.056 ug/m3
591-786 100  2-Hexanone 0.025 ppbv 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone . 0.058 ppbv 0.17 ug/m3
108-10-1 100.2  Methyl Isobutyl Ketone 0.029 ppbv 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv 0.16 ug/m3
- 115-07-1 42 Propylene 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv 0.085 ug/m3
71-55-6  133.4 1,1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 - 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 wug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 0.17 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1 . 114.2 2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12 Tertiary Butyl Alcohol NI .20 0.044 ppbv 0.13  ug/m3
127-18-4  165.8 Tetrachloroethylene - ‘N 0.040 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran "~ N 0.20 0.045 ppbv 0.13  ug/m3
108-88-3  92.14 Toluene 034 2020 0.020 ppbv 0.075 ug/m3
79-01-6 131.4  Trichloroethylene ND " :0.040° 0.019 ppbv 0.10 ug/m3
75-69-4 137.4  Trichlorofluoromethane 0.26 - 020 0.014 pphv 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ' ND  '0.20 0.017 ppbv 0.043 ug/m3
108-05-4 86 Vinyl Acetate . ND 0.20 0.058 ppbv 0.20 ug/m3
106.2 m,p-Xylene 0.22.  0.20 0.032 ppbv 0.14 ug/m3
95-47-6 106.2 o-Xylene ND . 020 0.019 ppbv 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.22. 0.20 0.019 ppbv 0.083 ug/m3
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
460-00-4  4-Bromofluorobenzene 88% " 65-128%
-ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit

B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound

@ 57 of 1703
BaccuTeEsT:
JBS588S7  -anom Atomium




Raw Data: BRAYZEIY-CHe) &

Accutest Laboratories
Report of Analysis . Page 1 of 2
Client Sample ID:  P009-AA001-140129-01 -
, . |Lab Sample ID:  JB58857-9 , Date Sampled: 01/30/14 ©
Matrix: AIR - Ambient Air Comp. Summa ID: A074 Date Received: 01/30/14
Method: . TO-15 , Percent Solids: n/a H
Project: Case# 276
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 W45648.D 1 02/01/14  DFT n/a n/a VWi1824 '
Run #2 , ‘
Initial Volume
Run #1 ° 400 ml
Run #2
VOA TO15 List
CASNo. MW. Compound ' Result RL MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone - 7.7 -0.20  0.034 ppbv 187" 7048 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND 0.20 0.020 ppbv ‘ND:* 044 0.044 ug/m3
71-43-2 ~ 78.11 Benzene 0.38 0.20 0.021 ppbv .27 0.64 0.067 ug/m3 -
75-27-4 163.8 Bromodichloromethane ND 0.20 0.025 ppbv ND:~ - 1.3 0.17 ug/m3
75-25-2 252.8 Bromoform ' ND 0.20 0.022 ppbv ‘ND’ 2.1 023 ug/m3
74-83-9 94.94 Bromomethane ND 0.20 0.017 ppbv = ND. - 0.78  0.066 ug/m3
593-60-2-  106.9 Bromoethene ND 0.20 0.014 ppbv ND . .0.87 0.061 ug/m3
100-44-7 126  Benzyl Chloride ND 0.20 0.025 ppbv ND . 1.0 0.13 wug/m3
75-15-0 . 76:14 Carbon disulfide ND: 0.20 0.017 ppbv ND - 062 0.053 ug/m3
108-90-7 112.6 Chlorobenzene .ND: 0.20 0.025 ppbv NB:..© . . 092 (.12 ug/m3
75-00-3 64.52 Chloroethane .ND- 0.20 0.020 ppbv Lo 0.053 ug/m3
67-66-3 119.4 Chloroform ND 020 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane 1.0 . 020 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND  0.20 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND- 0.20 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride ‘ND.. 0.20 0.011 ppbv 0.069 up/m3
110-82-7  84.16 Cyclohexane ND . - 0.20  0.058 . ppbv 0.20 wupg/m3
75-34-3 98.96 1,1-Dichloroethane ND: -0.20  0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND . 020 0.021 ppbv 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND +0.20 0.027 ppbv 0.21 ug/m3
107-06-2  98.96 1,2-Dichloroethane ND 0.20 0.016 pphv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane 0.27 0.20 0.040 ppbv 0.18 ug/m3
123-91-1 88.12 1,4-Dioxane : ND 0.20 0.060 ppbv 0.22 ug/m3
75-71-8 120.9 Dichloredifluoromethane 0.56 0.20 0.015 ppbv 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane ND 0.20 0.029 ppbv 0.25 ug/m3
156-60-5 96.94 ‘trans-1,2-Dichloroethylene ND 0.20 0.015 ppbv 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv 0.11 ug/m3
10061-01-5 111 cis-1,3-Dichloropropene ND 0.20 0.019 ppbv 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene - ND 020 0.025 ppbv 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene "~ ND - 020 0.029 ppbv 0.17 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv oL 0.13  ug/m3
10061-02-6 111 trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 0.91 0.095 ug/m3
ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit

7 v B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound
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Accutest Laboratories -

Report of Analysis Page 2 of 2
Client Sample ID: P009-AA001-140129-01 , a
Lab Sample ID:  JB58857-9 Date Sampled: - (1/30/14 ©
Matrix: AIR - Ambient Air Comp. Summa ID: A074 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a
Project: Case# 276 B
VOA TOI15 List
CASNo. MW  Compoéund Resut RL "MDL Units Q Result RL  MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv 8.9 0.36 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv J. 0.74 0.087 ug/m3
141-786 88 Ethyl Acetate 0.057 ppbv “ND- 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 - 0.021 ppbv 0.16 ug/m3
76-14-2 170.9 Freon 114 0.021 ppbv 0.15 wug/m3
142-82-5 100.2 Heptane 0.020 ppbv ] 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv 0.056 ug/m3
§91-78-6 100 2-Hexanone 0.025 ppbv 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone 0.029 ppbv 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate - . 0.040 ppbv 0.16 ug/m3
115-07-1 42 Propylene -0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroetharie 0.031 ppbv 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 " ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol 0.044 ppbv 0.13 ug/m3
127-184  165.8 Tetrachloroethylene 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv 0.13 ug/m3
108-88-3  92.14 Toluene . 0.020 ppbv 0.075 ug/m3
79-01-6 131.4  Trichioroethylene p 0.019 ppbv 0.10 ug/m3
75-69-4 137.4 Trichlorofluoromethane .20 0.014 ppbv 0.07% ug/m3
75-01-4 62.5  Vinyl chloride 20 0.017 ppbv 0.043 ug/m3
108-05-4 86 Vinyl Acetate ‘ 0.058 ppbv 0.20 ug/m3
106.2 m,p-Xylene 0.82 0.20 0.032 ppbv 0.14 ug/m3’

95-47-6 106.2  o-Xylene 0.26 0.20 0.019 ppbv 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 1.1 0.20 0.019 ppbv 0.083 ug/m3
CASNo.  Surrogate Recoveries Run# 1 Run# 2 Limits
460-00-4  4-Bromofluorobenzene 84% - 65-128%
ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Raw Data:

T W45649.D

Accutest Laboratories .
Report of Analysis Page 1 of 2
Client Sample ID: P009-IA001-140127-01 EN
Lab Sample ID: - JB58857-10 Date Sampled: 01/28/14 =
Matrix: AIR - Indoor Air Comp. Summa ID: A1083 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Case#t 276 . _
: FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 W45649.D 1.48 02/01/14  DFT n/a n/a ‘VW1824
[Run #2
Initial Volume
Run #1 592 ml
Run #2
VOA TOI15 List .
CASNo. MW Compound Resultt RL 'MDL Units Q Result RL  MDL Units
67-64-1 58.08 - Acetone 30. - 0.20 0.034 ppbv 048  0.081 ug/m3
106-99-0 54.09 1,3-Butadiene ND . -0.20 0.020 ppbv 0.44 0.044 ug/m3
71-43-2 78.11 Benzene 0.21-  0.20 0.021 ppbv +0.64  0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND. 0.20 0.025 ppbv “ 13 0.17 ug/m3
75-25-2 252.8 Bromoform ND- 0.20- 0.022 ppbv 2.1 0.23 ug/m3
74-83-9 94.94 Bromomethane ND- 0.20 0.017 ppbv ©:0.78  0.066 ug/m3
593-60-2 106.9 Bromoethene - ND 0.20 0.014 ppbv ~0.87 0.061 ug/m3
100-44-7 126 Benzyl Chloride ND 0.20 0.025 ppbv ~70 1.0 0.13 wug/m3
75-15-0 76.14 Carbon disulfide ND 0.20 0.017 ppbv ¢ 0.62  0.053 ug/m3
108-90-7  112.6 Chlorobenzene ND: 0.20 0.025 ppbv 092  0.12 ug/m3
75-00-3  64.52 Chloroethane ND 020 0.020 ppbv 1.0.53  0.053 ug/m3
67-66-3 119.4 Chloroform ‘ND - 0.20 0.019 ppbv %2 0.98  0.093 ug/m3
74-87-3 50.49 Chloromethane -0.68" 0.20 0.034 ppbv 0.41 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND . 020 0.028 ppbv 0.63 0.088 ug/m3
95-49-8 126.6  2-Chlorotoluene ND: . 020 0.020 ppbv 1.0 0.10 ug/m3
56-23-5 133.8 Carbon tetrachloride ND - - 020 0.011 ppbv ‘1.3 0.069 ug/m3
110-82-7  84.16 Cyclohexane ND - .. 0.20 0.058 ppbv 069 020 wug/m3
75-34-3 98.96 1,1-Dichloroethane ND- . 0.20 0.016 ppbv 0.81 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND. 0.20 0.021 ppbv 0.79  0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND 0.20 0.027 ppbv L5 021 ug/m3
107-06-2  98.96 1,2-Dichloroethane ND 0.20 0.016 ppbv “70.81  0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND 0.20 0.040 ppbv 092 0.8 ug/m3
123-91-1 88.12 1,4-Dioxane ND 0.20 0.060 ppbv 0.72 022 ug/m3
75-71-8 1209 Dichlorodifluoromethane 0.55 0.20 0.015‘ ppbv 0.99 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane ND 0.20 0.029 ppbv 1.7 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene.  ND 0.20 0.015 ppbv 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv 0.79 0.11 ug/m3
10061-61-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv 0.91  0.086 ug/m3
541-73-1 147 m-Dichlorobenzene - ND 0.20 0.025 ppbv 1.2 015 ug/m3
95-50-1 147  o-Dichlorobenzene * ND 0.20 0.029 ppbv 12 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND -0.20  0.022 ppbv 1.2 013 ug/m3
10061-02-6 111  trans-1,3-Dichloroprapene ND 0.20 0.021 ppbv 091 0.095 ug/m3

ND = No-t detected

RL = Reporting Limit

E = Indicates value exceeds calibration range

MDL - Method Detection Limit

j = Indicates an estimated value '
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P009-IA001-140127-01 A
Lab Sample ID: JB58857-10 Date Sampled: 01/28/14 =
Matrix: - AIR - Indoor Air Comp. Summa ID: A1083 Date Received: 01/30/14 o
Method: TO-15 : Percent Solids: n/a
Project: Case# 276 - ‘
VOA TO15 List -
CASNo. MW Compound Resut RL MDL Units Q Result RL ~ MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv 0.36 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv 0.087 ug/m3
141-78-6 88  Ethyl Acetate -~ ~ 0.057 ppbv 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 0.16 wug/m3
76-14-2 170.9. Freon 114 0.021 ppbv 0.15 ug/m3
142-82-5  100.2 Heptane 0.020 ppbv 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv 0.056 ug/m3
591-78-6 100  2-Hexanone 0.025 ppbv 0.10 ug/m3
67-63-0  60.1 Isopropyl Alcohol 0.039 ppbv 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv- 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 0.17 wug/m3
108-10-1 100.2 Methyl Isobutyl Ketone 0.029 ppbv 0.12 ug/m3
. 1634-04-4  88.15 Methyl Tert Butyl Ether 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv 0.16 ug/m3
115-07-1 42 Propylene 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 0.17 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8 120.2  1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1 114.2  2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol '0.044 ppbv ND:= 7+ 0.61  0.13  ug/m3
127-18:4  165.8 Tetrachloroethylene 0.029 ppbv ND " 027 020 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv ND ' 059 0.3 ug/m3
108-88-3  92.14 Toluene 0.020 ppbv 2. 075 0.075 ug/m3
79-01-6 131.4  Trichloroethylene 0.019 ppbv ND:: 0.21 010 ug/m3
75-69-4 137.4  Trichloroflaoromethane 0.014 ppbv 1.4 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.017 ppbv ND 0.51 0.043 ug/m3
- 108-05-4 86 Vinyl Acetate 0.058 ppbv ND 070 020 wug/m3
106.2 m,p-Xylene 0.032 ppbv J 0.56 087 0.14 ug/m3
95-47-6 106.2 o-Xylene . 0.019 ppbv 'ND 0.87 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.13 0.20 0.019 ppbv ] 0.56 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1  Run#2  Limits
460-00-4 4-Bromofluorobenzene 88% , 65-128%

ND = Not detected  MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data:

- W45650.D'

Accutest Lahoratories . _
Report of Analysis Page 1 of 2
Client Sample ID: P009-1A002-140127-01 »
Lab SampleID:  JB58857-11 o _ Date Sampled: 01/28/14 r
Matrix: AIR - Indoor Air Comp. Summa ID: A852 Date Received: 01/30/14
Method: TO-15 Percent Solids: H
Project: Case# 276
~ FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 W45650.D 1.48 02/01/14  DFT n/a n/a VW1824
Run #2 ‘
. Initial Volume
Run #1 592 ml
Run #2
VOA TOI5 List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone 0.034 ppbv 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene 0.021 ppbv 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bromoform 0.022 ppbv 0.23  ug/m3
74-83-9 94.94 Bromomethane 0.017 ppbv 0.066 ug/m3
593-60-2  106.9 Bromoethene 0.014 ppbv 0.061 ug/m3
100-44-7 126  Benzyl Chloride 0.025 ppbv 0.13 ug/m3
75-15-0 76.14 Carbon disulfide 0.017 ppbv 0.053 ug/m3
108-90-7  112.6 ' Chlorobenzene 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethane 0.020 ppbv 0.053 ug/m3
67-66-3 119.4 Chloroform 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene - 0.028. ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetfachloride 0.011 ppbv 0.069 ug/m3
110-82-7 84.16 Cyclohexane 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane 0.016 ppbv . 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene 0.021 ppbv 0.083 ug/m3
106-93-4 187.9 1,2-Dibromoethane 0.027 ppbv 0.21 ug/m3
107-06-2 -  98.96 1,2-Dichloroethane 0.016 ppbv 0.065 ug/m3
78-87-5 - 113 1,2-Dichloropropane 0.040 ppbv 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane 0.060 ppbv 0.22  ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.015 ppbv 0.074 ug/m3
124-48-1  208.3 Djbromochloromethane 0.028 ppbv 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene 0.015 ppbv 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene 0.028 ppbv 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 pphv ND 091 0.086 ug/m3 |
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 " ppbv ND 1.2 015 ug/m3
95-50-1 147  o-Dichlorobenzene ND 0.20 0.029 ppbv ND 1.2 017 wug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND - 12 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 091 0.095 ug/m3

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

\

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis

Page20f 2
Client Sample ID: P009-1A002-140127-01 IS
Lab SampleID:  JB58857-11 Date Sampled: 01/28/14 ury
Matrix: AIR - Indoor Air Comp. Summa ID: A852 Date Received: 01/30/14
Method: TO-15 ' Percent Solids: n/a =
Project: Case# 276
VOA TO15 List
CASNo. MW Compound Resut RL MDL Units Q Resut RL  MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv ~20.94 0.36 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv "0.87 0.087 ug/m3
141-78-6 88 Ethyl Acetate . 0.057 ppbv 0.72  0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv 0.98 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 0.16 wug/m3
76-14-2 170.9 Freonl114 - 0.021 ppbv : 0.15 wug/m3
142-82-5  100.2 Heptane 0.020 ppbv 0.82 0.082 ug/m3
- 87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv . 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 pphbv 0.70  0.056 ug/m3
591-786 100  2-Hexanone 0.025 ppbv .0.82  0.10 ug/m3
67-63-0 60.1 - Isopropyl Alcohol © 0.039 ppbv [ 0.49  0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv ! 0.69 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv J- 0.59 . 0.17 ug/m3
108-10-1 100.2  Methyl Isobutyl Ketone 0.029 ppbv 0.82 0.12 ug/m3
1634-04-4 ~ 88.15 Methyl Tert Butyl Ether 0.017 ppbv 0.72  0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv 0.82 0.16 ug/m3
115-07-1 42 Propylene 0.031 ppbv 0.86  0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv 0.8 0.085 ug/m3
. 71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv - 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene 0.079 ppbv . 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv .98 0.084 ug/m3
108-67-8  120.2 - 1,3,5-Trimethylbenzene 0.015 ppbv 0.98 0.074 ug/m3
540-84-1 114.2  2.2,4-Trimethylpentane 0.021 ppbv 0.93 0.098 ug/m3
75-65-0 = 7412 Tertiary Butyl Alcohol - -0.044 ppbv 61" 0.13 ug/m3
127-18-4  165.8 Tetrachloroethylene 0.029 ppbv 0.27 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv 0.59  0.13 - ug/m3
108-88-3  92.14 Toluene 0.020 ppbv 0.75 0.075 ug/m3
79-01-6 131.4 Trichloroethylene 0.019 ppbv 0.21  0.10 ug/m3
75-69-4 137.4 Trichloroflucromethane 0.014 ppbv . 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.017 ppbv 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate _ . 0.058 ppbv . 070 0.20 ug/m3
106.2 m,p-Xylene 0.14 0.20 0.032 ppbv J 0.61 . 087 0.4 ug/m3
95-47-6 106.2 o-Xylene ‘ND 0.20 0.019 ppbv ND 0.87  0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.14 0.20 0.019 ppbv J 0.61 0.87  0.083 ug/m3
CAS No.  Surrogate Recoveries - Run# 1 Run# 2 Limits
460-00-4  4-Bromofluorobenzene 86% 65-128% |

ND = Not detected
RL = Reporting Limit :
E = Indicates value exceeds calibration range

MDL - Method Detection Limit

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data:

$3W38719.D

Accutest Laboratories

Report of Analysis Page 1 of 2
Client Sample ID: P009-1A003-140127-01 IS
Lab Sample ID:  JB58857-12 ' Date Sampled: 01/28/14 o
Matrix: AIR - Indoor Air Comp. Summa ID: A447 Date Recéived: 01/30/14
Method: TO-15 ’ Percent Solids: n/a H
Project: Case# 276
File ID DF Analyzed By PrepDate ' Prep Batch  Analytical Batch
un #1 3w38719.D 1.52 02/01/14 YMH n/a n/a V3W1475
Run #2 ' ; _ .
Initial Volume
Run #1 608 ml
Run #2
VOA TOI15 List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone 4.7 0.20 0.034 ppbv 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND ' .. 0.20 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene 0.39 * 0.20 0.021 ppbv 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND- -~ -~ 0.20 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bromoform ND -~ 0.20 0.022 ppbv 0.23 ug/m3
74-83-9 94.94 Bromomethane ND ©0.20 0.017 ppbv 0.066 ug/m3
593-60-2 106.9 Bromoethene ND 0.20 0.014 ppbv 0.061 ug/m3
100-44-7 126  Benzyl Chioride ND 0.20 0.025 ppbv 0.13 ug/m3
75-15-0 76.14 Carbon disulfide 0:22 0.20 0.017 ppbv 0.053 ug/m3
'108-90-7  112.6 Chlorobenzene ND " - 0.20 0.025 ppbv 0.12  ug/m3
75-00-3 64.52 Chloroethane ‘ND - 0.20 0.020 ppbv 0.053 ug/m3
67-66-3  119.4 Chloroform 0:25  0.20 0.019 ppbv 0.093 ug/m3
74-87-3 50.49  Chloromethane 0.52° © 0.20 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND. 0.20 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND- .~ 020 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0:12:° 0.20 0.011 ppbv ] 0.069 ug/m3
110-82-7  84.16 Cyclohexane ND-- . 0.20 0.058 ppbv 0.20 wug/m3
75-34-3 98.96 1,1-Dichloroethane ND - 0.20 0.016 ppbv _ 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND- 0.20 0.021 ppbv . 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane. ND - 0.20 0.027 ppbv :ND ‘LS 021 ug/m3
107-06-2  98.96 1,2-Dichloroethane ND . 0.20 0.016 ppbv ND ¥ 081 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND -0.20  0.040 ppbv ND 7092 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND 0.20 0.060 ppbv ND- 072 022 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.55 0.20 0.015 ppbv 2.7 099 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane ND 0.20 0.029 ppbv ND - 1.7 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 pphv ND “0.79  0.05 ug/m3
. 156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND = 079 0.1 ugm3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv ND 0.91 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 0.15 ug/m3
95-50-1- 147  o-Dichlorobenzene ND 0.20 0.029 ppbv ND - 12 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND 12 013 ug/m3
10061-02-6 111  ~trams-1,3-Dichloropropene = ND 0.20 0.021 ppbv ND - 091 0.095 ug/m3
ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit

E = Indicates value exceeds calibration range

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 2 of 2

Client Sample ID: P009-1A003-140127-01 S
Lab Sample ID:  JB58857-12 Date Sampled: 01/28/14 Y
Matrix: AIR - Indoor Air Comp. Summa ID: A447 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Case# 276 -
VOA TO15 List '
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv 7 094 036 ug/m3
100-41-4  106.2 Ethylbenzene - 0.020 ppbv 0.87  0.087 ug/m3
141-78-6 88 Ethyl Acetate 0.057 ppbv 072 021 ug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv 0.98 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 15 016 ug/m3
76-14-2 170.9 Freon 114 _ 0.021 ppbv 1.4 0.15 ug/m3
142-82:5  100.2 Heptane ID .20 0.020 ppbv- 0.82  0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ND: 0.20 0.063 ppbv 2.1 0.67 ug/m3
110-54-3  86.17 Hexane .35: 0.016 ppbv 0.70  0.056 ug/m3
991-786 100  2-Hexanone 0.025 ppbv - 0.82 0.0 ugm3
67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv 0.49  0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 0.69 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 059 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone 0.029 ppbv -0.82  0.12 ug/m3
1634-04-4 88.15 Methyl Tert Buty! Ether - 0.017 ppbv - 072 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv ©-0.82 0.6 ug/m3
115-07-1 42 Propylene 0.031 ppbv 7 0.86  0.053 ug/m3
100-42-5  104.1 = Styrene 0.020 ppbv © 0.85 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv 1.1 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 14 021 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 1.1 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene 0.079 ppbv - 1.5 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene -0.017 ppbv 7098  0.084 ug/m3
108-678  120.2 1,3,5-Trimethylbenzene 0.015 ppbv - 0.98  0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 ppbv ©.0.93  0.098 ug/m3
75-65-0 74.12  Tertiary Buityl Alcohol 0.044 ppbv 061 0.13 wug/m3
127-184  165.8 Tetrachloroethylene 0.029 ppbv 027 020 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv 0.59 0.13 " ug/m3 -
108-88-3 92.14 Toluene 0.020 ppbv 0.75  0.075 ug/m3
79-01-6 131.4 Trichloroethylene D . 0.019 ppbv 0.21 0.10 ug/m3
75-69-4 137.4  Trichlorofluoromethane 0.34 0.20 0.014 ppbv 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20 0.017 ppbv 0.51  0.043 ug/m3
108-054 86 Vinyl Acetate ND 0.20 0.058 ppbv 0.70 0.20 ug/m3

106.2 m,p-Xylene 0.23 0.20 0.032 ppbv 0.87 0.14 ug/m3
95-47-6 106.2  o-Xylene ND 0.20 0.019 ppbv 0.87 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.23 0.20. 0.019 ppbv 0.87 0.083 ug/m3
CAS No.  Surrogate Recoveries Run# 1 Run# 2 Limits
460-00-4  4-Bromofluoroberizene 93% 65’-128%

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL - Method Detection Limit

N

, J = Indicates an estimated value

= Indicates analyte found in associated method blank

Indicates presumptive evidence of a compound -
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Raw Data:

:3W38720.D

Accutest Laboratories

Repdrt of Analysis

Page 1 of 2

Client Sample ID: P009-LA004-140127-01

s
.~ JB58857-13 Date Sampled: 01/28/14 o
AIR - Indoor Air Comp. Summa ID: A246 Date Received: 01/30/14
TO-15 , Percent Solids: n/a H
Case# 276
FileID DF Analyzed By . Prep Date Prep Batch  Analytical Batch
un #1 3wW38720.D 1.6 02/01/14 YMH n/a V3W1475
Run #2
Initial Volume
Run #1 640 mt
Run #2 *
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units
67-64-1 58.08 Acetone 10:5 0.20 0.034 ppbv 249. 048 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND 0.20 0.020 ppbv ND® -0.44 0.044 ug/m3
71-43-2  78.11 Benzene 1.9 020 0.021 ppbv 6.1 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND 0.20 0.025 ppbv ND - " 1.3 0.17  ug/m3
75-25-2 252.8 Bromoform ND 0.20 0.022 ppbv ND' 2.1 0.23  ug/m3
74-83-9 94.94 Bromomethane ND- 0.20 ~ 0.017 ppbv ND! 0.78 0.066 ug/m3
593-60-2  106.9 Bromoethene ND. 0.20 0.014 ppbv ND 0.87 0.061 ug/m3
100-44-7 126  Benzyl Chloride ND 020 0.025 ppbv ND 1.0 0.13 ug/m3
75-15-0 76.14 Carbon disulfide " ND - 0.20 0.017 ppbv 'ND- - 062 0.053 ug/m3
108-90-7  112.6 Chlorobenzene ND - 020 0.025 ppbv ND: 092 012 uym3
75-00-3 64.52 Chloroethane ND °~ 0.20 0.020 ppbv ND. 7053 0.053 ug/m3
67-66-3 119.4 Chloroform - 0.56 0.20 0.019 ppbv 2.7 0.98 0.093 ug/m3
74-87-3 50.49 Chloromethane 0.69 - 0.20 0.034 ppbv L4 7 041 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND - 0.20 0.028 ppbv ND ' 0.63 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND: " - 0.20 0.020 ppbv - 1.0 0.10 ug/m3
56-23-5 153.8  Carbon tetrachloride 0.10.  ~-0.20 0.011 ppbv L3 0.069 ug/m3
110-82-7  84.16 Cyclohexane ND . 020 0.058 ppbv ©.. 069 020 ug/m3
75-34-3 98.96 1,1-Dichloroethane ND - 0.20 0.016 ppbv -0.81  0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND  -0.20 0.021 ppbv * 7079 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND . 0.20 0.027 ppbv T LS 021 ug/m3
107-06-2  98.96 1,2-Dichloroethane 0.16 - 0.20 0.016 ppbv 0.81 0.065 ug/m3
- 78-87-5 113 1,2-Dichloropropane ND 0.20 0.040 ppbv 092 0.18 ug/m3
123-91-1 88.12 1,4-Dioxane ND 0.20 0.060 ppbv 0.72 022 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.57 0.20 0.015 ppbv 0.99 0.074 ug/m3
'124-48-1  208.3 Dibromochloromethane ND 0.20 0.029 ppbv 1.7 025 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 ppbv 0.79 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene - ND 0.20 0.019 ppbv . 091  0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv 1.2 0.15 wug/m3
. 95-50-1 147 o-Dichlorobenzene ND 0.20 0.029 ppbv 1.2 0.17 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 pphv 1.2 0.13 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 091 0.095 ug/m3

ND = Not detected

MDL - Method Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

)
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Accutest Laboratories

Report of Analysis Page 2 of 2

Client Sample ID: P009-1A004-140127-01 : »
Lab Sample ID:  JB58857-13 Date Sampled: 01/28/14 Py
Matrix: AlR - Indoor Air Comp. Summa ID: A246 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: Caseff 276
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units
64-17-5 46.07 Ethanol 175 3 050 0.19 ppbv E 330 094 0.36 ug/m3
100-41-4 106.2 Ethylbenzene 1 0.20 0.020 ppbv ] 05 0.87 0.087 ug/m3
141-78-6 88 Ethyl Acetate ©0.20 0.057 ppbv 6 0.72  0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene - -0.20 0.015 ppbv N 0.98 0.074 ug/m3
76-13-1 187.4 Freon113 0.20 0.021 ppbv 5 1.5 0.16 ug/m3
76-14-2 170.9 Freon 114 , ©. 0.20 0.021 ppbv N 14 015 ug/m3
142-82-5  100.2 Heptane 013> - - 0.20 0.020 ppbv J O: .0.82  0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ND 020 0.063 ppbv N .21 0.67 ug/m3
110-54-3  86.17 Hexane 0.73 - 0.20 0.016 ppbv 2 "0.70  0.056 ug/m3
591-78-6 100  2:Hexanone ND 0.20 0.025 ppbv N 0.82 0.10 ug/m3
67-63-0 60.1 Isopropyl Aléohol 3.3 0.20 0.039 ppbv 8 0.49 0.096 ug/m3
75-09-2 84.94 Methylene chloride - 2.4 0.20 0.047 ppbv 8.3 0.69 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.59 0.20 0.058 pphv 1.7 '0.59 0.17 ug/m3
108-10-1  100.2 Methyl Isobutyl Ketone ND - 0.20 0.029 ppbv 0.82 0.12 ug/m3
1634-04-4  88.15  Methyl Tert Butyl Ether ND ' 020 0.017 ppbv 0.72  0.061 ug/m3
80-62-6 100.12 Methylmethacrylate ND 0.20 0.040 pphv 0.82 0.16 ug/m3
115-07-1 42 Propylene 3.7~ 0.50 0.031 ppbv '0.86 0.053 ug/m3
100-42-5  104.1 Styrene ND: - 0.20 0.020 ppbv :0.85  0.085 ug/m3
71-55-6 133.4 1,1,1-Trichlaroethane ND-  -0.20 0.016 ppbv “1.1  0.087 ug/m3
79-345  167.9 1,1,2,2-Tetrachloroethane ~ ND.  '0.20 0.030 ppbv 14 021 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane ND: '~ - 020 0.031 ppbv 1.1 .0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene ND'  0.20 0.079 ppbv 1.5 059 ug/m3
95-63-6 120.2 1,2,4-Triinethylbenzene 0.15. .0.20 0.017 ppbv J 0.98 0.084 ug/m3
108:67-8  120.2 1,3,5-Trimethylbenzene ND" . 0.20 0.015 ppbv 098 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane ND 020 0.021 ppbv 0.93  0.098 ug/m3
75-65-0 74.12 Tertiary Butyl Alcohol ND .~ 020 0.044 ppbv 0.61 0.13 ug/m3
127-18-4  165.8 Tetrachloroethylene ND © 0.040 0.029 ppbv ND 027 020 ug/m3
109-99-9  72.11 Tetrahydrofuran ND 0.20 0.045 ppbv ND:' 059 0.13 ug/m3
108-88-3  92.14 Toluene 0.714 -0.20  0.020 ppbv 2.8 0.75  0.075 ug/m3
79-01-6 131.4 Trichloroethylene ND 0.040 0.019 ppbv ND . 021 0.10 wug/m3
75-69-4 137.4 Trichlorofluoromethane 0.39 0.20 0.014 ppbv 22 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20 0.017 ppbv ND 0.51 0.043 ug/m3
108-05-4 86 Vinyl Acetate ND 0.20 0.058 ppbv ND 0.70 0.20 wug/m3

. 106.2 m,p-Xylene 0.33 0.20 0.032 ppbv 14 0.87 0.14 wug/m3
95-47-6 106.2 o-Xylene 0.12 0.20 0.019 ppbv J 0.52 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.45 0.20 0.019 ppbv 2.0 0.87 0.083 ug/m3'
CASNo.  Surrogate Recoveries Rup#1  Run#2  Limits
460-00-4  4-Bromofluorobenzene 97% 65-128% —

ND = Not detected

MDL - Method Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: Ex\EL:y#aResg

Accutest Laboratories .
~ Report of Analysis Page 1 of 2

Client Sample ID: P009-SG001-140127-01 :
Lab Sample ID:  JB58857-14 Date Sampled: 01/28/14 - N
Matrix: AIR - Soil Vapor Comp. Summa ID: A865 . Dite Received: 01/30/14 4
Method: TO-15 Percent Solids: n/a H
Project: Caseft 276

~ FilelD  DF Analyzed By PrepDate  Prep Batch  Analytical Batch
Run #1 3W38721.D 1 02/02/14 YMH_  n/a n/a V3W1475
Run #2

Initial Volume
Run #1 400 ml

Run #2
VOA TO15 List
CASNo. MW Comipound Result ' RL MDL Units Q Result RL  MDL Units
67-64-1 58.08 Acetone _ 2.6 .. 020 0.034 ppbv 0.081 ug/m3
106-99-0 54.09 1,3-Butadiene ND-. . 0.20 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene ND. - " 0.20 0.021 ppbv 0.067 ug/m3
- 75-27-4 163.8 Bromodichloromethane -  ND- 0.20 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bromoform ND '0.20 0.022 ppbv S 2 0.23 ug/m3
74-83-9 94.94 Bromomethane ND - 0.20 0.017 ppby ND: = 0.78 0.066 ug/m3
593-60-2 106.9 Bromoethene ND - 0.20 0.014 ppbv ND- ... -.0.87 0.061 ug/m3
100-44-7 126  Benzyl Chloride ND: 0.20 0.025 ppbv ND - 1.0 013 ug/m3
75-15-0 76.14 Carbon disulfide _ ND - 020 0.017 ppbv SRR 0.053 ug/m3
108-90-7 112.6 Chlorobenzene ND. - 0.20 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethane ND- 0.20 0.020 ppbv 0.053 ug/m3
67-66-3 119.4 Chloroform - 0.30: 0.20 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chlorometharnie ND. :-0.20 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND:. . 0.20 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND:. - - 0.20 0.020 ppbv. 0.10 ug/m3
56-23-5 153.8 - Carbon tetrachloride 064 020 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane ND - 020 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane ND: - 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND 7 0.021 ppbv 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND- L 0.027 ppbv 0.21 ug/m3
107-06-2 98.96 1,2-Dichloroethane ND 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND 0.040 ppbv 0.18 ug/m3
123-91-1 88.12 1,4-Dioxane ND 0.060 ppbv 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.52 - 0.20 0.015 ppbv 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane ND ~0.20 0.029 ppbv . 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 ppbv ND -0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv ND 0.91  0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 015 ug/m3
95-50-1 147  o-Dichlorobenzene ND 0.20 0.029 ppbv. ND- ‘1.2 0.17" ug/m3
106-46-7 147  p-Dichlorobenzene - ND . 020 0.022 ppbv ND 12 013 ug/m3
10061-02-6 111 trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 091 0.095 ug/m3

ND = Not detected MDL - Method Detection Limit J = Indicates an estimated vélue

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

- Report of Analysis ' Page 2 of 2
Client Sample ID: P009-SG001-140127-01 S
‘|Lab SampleID:  JB58857-14 : Date Sampled: 01/28/14 >
Matrix: AlR - Soil Vapor Comp. Summa ID: A865 Date Received:. 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: Case# 276
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units
- 64-17-5 46.07 Ethanol 0.19 ppbv 0:36 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv - 0.087 ug/m3
141-786 88  Ethyl Acetate 0.057 ppbv 0.21 wug/m3
622-96-8 120.2 4-Ethyltoluene 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 0.16 ug/m3
76-14-2  170.9 Freon 114 0.021 ppbv 0.15 ug/m3
142-82-5  100.2 Heptane A 0.020 ppbv 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv © 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv 0.056 ug/m3
591-78-6 100 2-Hexanane 0.025 ppbv 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv 0.096 ug/m3
75-09-2 84.94 Methylene chloride. 0.047 ppbv 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone 0.029 ppbv 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv 0.16 ug/m3
115-07-1 42 Propylene 0.031 ppbv 0.053 ug/m3
100-42-5 104.1 Styrene ‘ 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1.1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
- 79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 0.17  ug/m3
120-82-1 1815 1,2,4-Trichlorobenzene - 0.079 ppbv 0.59  ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1 1142 2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol 0.044 ppbv 0.13 ug/m3
127-18-4  165.8 Tetrachloraethylene 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv 0.13 ug/m3
108-88-3  92.14 Toluene 0.020 ppbv -0.075 ug/m3
79-01-6 131.4 Trichloroethylene 0.019 ppbv 0.10 ug/m3
75-69-4 137.4  Trichlorofluoromethane 0.014 ppbv 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.017 ppbv 0.043 ug/m3
108-054 86  Vinyl Acetate 0.058 ppbv 0.20° ug/m3
106.2 m,p-Xylene - 0.032 ppbv 0.14 ug/m3
95-47-6 106.2 o-Xylene . . 0.019 ppby 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.23 0.20 0.019 ppbv 0.083 ug/m3
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
460-00-4  4-Bromofluorobenzene 98% 65-128%

ND = Notdetected  MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates valie exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: RPN

Accutest Laboratories
Report of Analysis = Page 1 of 2

Client Sample ID: P009-SG002-140127-01 : ' &
Lab SampleID:  JB58857-15 , Date Sampled: 01/28/14 o
Matrix: AIR - Soil Vapor Comp. Summa ID: A656 Date Received: 01/30/14 -
Method: TO-15 Percent Solids: n/a H .
Project: Case# 276 o

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 3w3g722.D 1.55 02/02/14  YMH n/a n/a - V3wWu47s
Run #2 '

Initial Volume
Run #1 620 ml
Run #2
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone 16. 020 0.034 ppbv -7 0.48  0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND. " 020 0.020 ppbv 0.44 0.044 ug/m3
71-43-2 78.11 Benzerne ‘ 0.021 ppbv 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane 0.025 ppbv . 1.3 0.17 ug/m3
75-25-2 252.8 Bromoform 0.022 ppbv A | 0.23 ug/m3
74-83-9 94.94 Bromomethane 0.017 ppbv. “.70.78  0.066 ug/m3
593-60-2  106.9 Bromoethene 0.014 ppbv '~ 0.87  0.061 ug/m3
100-44-7 126  Benzyl Chloride 0.025 ppbv 1.0 013 ug/m3
75-15-0 76.14 Carbon disulfide 0.017 ppbv 0.62 0.053 ug/m3
108-90-7 112.6 Chlorobenzene 0.025 ppbv 092 0.12 ug/m3
75-00-3 64.52 Chloroethane 0.020 ppbv 0.53  0.053 ug/m3
67-66-3 119.4 Chloroform 0.019 ppbv 0.98 0.093 ug/m3
74-87-3 50.49 Chloromethane 0.034 ppbv 0.41  0.070 ug/m3
107-05-1  76.53 3-Chloropropene - 0.028 ppbv 0.63  0.088 ug/m3
95-49-8 126.6  2-Chlorotoluene " 0.020 ppbv 1.0 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.011 ppbv 13 0.069 ug/m3
110-82-7  84.16 Cyclohexane 0.058 ppbv 0.69 020 ug/m3
75-34-3 98.96 1,1-Dichloroethane 0.016 - ppbv 0.81  0.065 ug/m3
75-35-4 = 96.94 1,1-Dichloroethylene 0.021 ppbv 0.79 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane 0.027 ppbv 1.5 0.21 ug/m3
107-06-2  98.96 1,2-Dichloroethane 0.016 ppbv- 0.81 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane 0.040 ppbv 0.92 0.18 ug/m3
123-91-1 88.12 1,4-Dioxane ' 0.060 ppbv 0.72  0.22 ug/m3
75-71-8 120.9 Dichlorodiflucromethane 0.015 ppbv 0.99  0.074 ug/m3
124-48-1 208.3  Dibromochloromethane 0.029 ppbv 1.7 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene - 0.015 pphv . 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene 0.028 ppbv ] 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene .0. 0.019 ppbv 0.91 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv 1.2 0.15 ug/m3
95-50-1 147 °  o-Dichlorobenzene ND 0.20 0.029 ppbv L2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv 1.2 013 wug/m3
10061-02-6 111 trans-1,3-Dichloropropene ND 0.20 0.021 ppbv © 091 0.095 ug/m3

ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis

Page 2 of 2

Client Sample ID: P009-SG002-140127-01 »
Lab SampleID:  JB58857-15 ‘ Date Sampled: 01/28/14 Prs
Matrix: AIR - Soil Vapor Comp. Summa ID: A656 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Case# 276 -
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv 0.94 036 ug/m3
100-41-4 106.2 Ethylbenzene 0.020 ppbv 0.87 0.087 ug/m3
141-78-6 88 Ethyl Acetate 0.057 ppbv . 072 021 wug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 0.16 ug/m3
76-14-2 170.9 Freon 114 0.021 ppbv 0.15 ug/m3
142-82-5 100.2- Heptane 0.020 ppbv 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv 0.056 ug/m3
591-78-6 100  2-Hexanone 0.025 ppbv 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv ] 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone 0.029 ppbv 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv 0.16 ug/m3
115-07-1 42 Propylene. 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv 0.085 ug/m3 -
71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 1679 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 0.17 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-834-1  114.2  2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol 0.044 ppbv ] 0.13 .ug/m3
127-18-4  165.8 Tetrachloroethylene 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv 0.13 ug/m3
108-88-3 . 92.14 Toluene 0.020 ppbv ] 0.075 ug/m3
79-01-6 131.4 Trichloroethylene 0.019 ppbv 0.10 ug/m3
75-69-4 137.4 Trichlorofluoromethane 0.014 ppbv 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.017 ppbv 0.043 ug/m3
108-05-4 86 Vinyl Acetate 0.058 ppbv 0.20 ug/m3

106.2 m,p-Xylene 0.032 ppbv J 0.14 ug/m3
95-47-6 106.2 o-Xylene . 0.018 ppbv 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.14 0.20 0.019 ppbv ] 0.083 ug/m3
CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

~

460-00-4  4-Bromofluorobenzene 93% 65-128%

ND = Not deected  MDL - Method Defection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value -
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

@n  710f1703
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Raw Data:

#3W38723.D°:

£:W45680.D_ ¢

Accutest Laboratories
Report of Analysis Page 1 of 3

Client Sample ID: P010-IA001-140129-01 »
Lab Sample ID:  JB58857-16 Date Sampled: 01/30/14 >
Matrix: AIR - Indoor Air Comp. Summa ID: Al1181 Date Received: 01/30/14 -
Method: TO-15 Percent Solids: n/a
Project: Caseft 276 e

FileID DF Analyzed By Prep Date “Prep Batch  Analytical Batch

3wW38723.D 2.29 02/02/14 YMH n/a n/a V3IW1475
Run #2 W45680.D 2.29 02/03/14 DFT  n/a n/a VW1825

Initial Volume
Run #1 800 mi
Run #2 400 m!
VOA TO1S List
CASNo. MW Compound Result RL MDL Units Q Resuit RL MDL Units
67-64-1 58.08 Acetone 7.2 - 0.23 0.039 pphv 17~ 0.55  0.093 ug/m3
106-99-0  54.09 1,3-Butadiene ND: 0.23 0.022 ppbv ND- > 0.51  0.049 ug/m3
71432 78.11 Benzene 0:29°  0.23 0.024 ppbv  0.93:° " 0.73  0.077 ug/m3
75-27-4 163.8 Bromodichloromethane ND - 0.23 0.028 ppbv ND-"-* 1.5 0.19 ug/m3
75-25-2  252.8 Bromoform ND 0.23 0.025 ppbv ND- 24 026 ug/m3
74839  94.94 Bromomethane ND 0:23 0.020 ppbv ND . 089 0.078 ug/m3
593-60-2 106.9 Bromoethene ND 0.23 0.016 ppbv ND. 1.0 0.070 ug/m3
100-44-7 126  Benzyl Chloride ND- 0.23 0.028 ppbv ND: - 1.2 014 ug/m3
75-150  76.14 Carbon disulfide ND 0.23 0.020 ppbv ND . 072 0.062 ug/m3
108-90-7  112.6 Chlorobenzene ND 0.23 0.029 ppbv ND. 1.1 013 ug/m3
75-00-3 64.52 Chloroethane ND 0.23 0.023 ppbv 'ND:° . 0.61 0.061 ug/m3
67-66-3 119.4 Chloroform ND*  0.23 0.021, ppbv ND: 0.10 ug/m3
'74-87-3  50.49 Chloromethane 0.53 . 0.23 0.038 ppbv 0.078 ug/m3
107-05-1  76.53 3-Chloropropene ND. 0.23 0.031 ppbv 0.097 ug/m3
95-49-8  126.6 2-Chlorotoluene ND ~ 023 0.023 ppbv 0.12. ug/m3
56-23-5 153.8 Carbon tetrachloride 0:12 0.23 0.013 ppbv ] 0.082 ug/m3
110-82-7  84.16 Cyclohexane ND . 0.23 0.067 ppbv 0.23 ug/m3
75-34-3 98.96 1,1-Dichloroethane ND 023 0.019 ppbv ND: . 0.077 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND - 0.23 0.024 ppbv ND Q. 0.095 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND. 0.23  0.031 ppbv £ 0 0.24 ug/m3
107-06-2  98.96 1,2-Dichloroethane ND 0.23 0.019 ppbv ND - 0. 0.077 ug/m3
; 78-87-5 113 1,2-Dichloropropane ND- 0.23 0.046 ppbv ND L1 021 wug/m3
123-91-1  88.12 1,4-Dioxane ND 0.23 0.069 ppbv ND 083 025 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.65 0.23 0.018 ppbv 3.2 1.1 0.089 ug/m3
124-48-1 208.3 Dibromochloromethane ND 0.23 0.033 ppbv ND. 2.0 0.28 ug/m3
156-60-5 . 96.94 trans-1,2-Dichloroethylene ~ ND 0.23 0.017 ppbv ND 0.91  0.067 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.23 0.032 ppbv ND 091 013 ug/m3
10061-01-5 111 ~ cis-1,3-Dichloropropene ND 0.23 0.021 ppbv 'ND 1.0 0.095 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.23 0.028 ppbv ND 14 017 ug/m3
95-50-1 147 o-Dichlorobenzene ND 0.23 0.034 ppbv ND 1.4 020 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.23 0.025 ppbv ND 1.4 015 wug/m3
10061-02:6 111 trans-1,3-Dichloropropene ND 0.23 0.024 ppbv ND 1.0 0.11 wug/m3

‘ND = Not detected

MDL - Method Detection Limit

RL = Reporting Limit i
E = Indicates value exceeds calibration range

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

@B . 720f 1703
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Accutest Laboratories

86%

Report of Analysis © Page20of3
Client Sample ID: P010-1A001-140129-01 IS
Lab Sample ID:  JB58857-16 . v Date Sampled: 01/30/14 >
- |Matrix: AIR - Indoor Air Comp. Summa ID: A1181 Date Received: 01/30/14
Method: TO-15 Percent Solids: -n/a H
Project: Case# 276
VOA TO15 List ‘
CASNo. MW Compound Resutt RL MDL Units Q Result RL MDL Units
© 64-17-5 46.07 Ethanol 17.0-.. . 0.57 0.21 pphv 0.40 ug/m3
100-41-4  106.2 Ethylbenzene ND: " 023 0.023 ppbv 0.10 ug/m3
141-78-6 88 Ethyl Acetate ND; : - '.0.23 0.065 ppbv 0.23 ug/m3
622-96-8  120.2 4-Ethyltoluene ND: 023 0.017 ppbv 0.084 ug/m3
76-13-1 1874 Freon 113 209° - 0.23 0.024 ppbv 0.18 ug/m3
76-14-2 < 1709 Freon 114 ND- -0.23  0.024 ppbv 0.17 ug/m3
142-82-5  100.2 Heptane ND- - 7023 0.022 ppbv 0.090 ug/m3
87-68-3 260.8' Hexachlorobutadiene: ND - 0.23 0.072 ppbv 0.77 ug/m3
110-54-3  86.17 Hexane 104 023 0.018 ppbv 0.063 ug/m3
591-78-6 100  2-Hexanone ND.  .°0.23 0.028 ppbv 0.11 ug/m3
67-63-0 60.1  Isopropyl Alcohol L1 10.23  0.044 ppbv 0.11 uwg/m3
75-09-2 84.94 Methylene chloride 66.13 - 0.46 0.11 ppbv 0.38 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.33 ©0.23 0.067 ppbv 0.20 ug/m3
108-10-1 100.2  Methyl Isobutyl Ketone ND -0.23  0.034 ppbv 0.14 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether ND. 0.23 0.020 ppbv 0.072 ug/m3
80-62-6 100.12 Methylmethacrylate ND '0.23  0.046 pphv 0.19 ug/m3 -
115-07-1 42 Propylene ND 0.57 0.036 ppbv 0.062 ug/m3
100-42-5  104.1 Styrene ND- 0.23 0.023 ppbv 0.098 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ND . 0.23 0.019 ppbv’ 0.10 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane ND 0.23 0.035 ppbv 0.24 ug/m3
79-00-5 133.4 ' 1,1,2-Trichloroethane ND: - 0.23 0.035 pphv 0.19 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene ND: 0.23 0.090 ppbv 0.67 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzerie ND-* " - 0.23 0.019 ppbv 0.093 ug/m3
108-67-8  120.2 1.3,5-Trimethylbenzene ND. - . 0.23 0.017 ppbv 0.084 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane ND: . " 0.23 0.024 ppbv 0.11 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol ND: - .2 0.23 0.050 ppbv 0.15 ug/m3
127-18-4 165.8 Tetrachloroethylene ND = . .0.046 0.033 ppbv 0.22 ug/m3
- 109:99-9  72.11 Tetrahydrofuran ND- - 0.23 0.051 ppbv 0.15 ug/m3
108-88-3  92.14 Toluene 0.46 0.23 0.023 ppbv 0.087 ug/m3
79-01-6 131.4  Trichloroethylene ND 0.046 0.022 ppbv 0.12  ug/m3
75-69-4 137.4  Trichlorofluoromethane 1.1 0.23 0.016 ppbv 0.090 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.23 0.020 pphbv 0.051 ug/m3
108-05-4 86 Vinyl Acetate ND 0.23 0.067 ppbv 0.24 ug/m3
106.2 m,p-Xylene 0.26 0.23 0.037 ppbv 0.16 ug/m3
95-47-6  106.2 = o-Xylene ND 0.23 0.022 ppbv 0.096 ug/m3
1330-20-7  106.2 Xylenes (total) 0.26 0.23 0.022 ppbv 0.096 ug/m3
CASNo.  Surrogate Recoveries - Run# 1 Run#2  Limits
460-00-4  4-Bromofluorobenzene 91% 65-128% -

ND = Not deétected
RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL - Method Detection Limit

J = Indicates an estimated value
B = Indicates analyte found in associated methad blank

= Indicates presumptive evidence of a compnund

s
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Accutest Laboratories

| | ~ Report of Analysis | | Page 3 of 3
Client Sample ID: P010-1A001-140129-01 , ' N »
Lab Sample ID:  JB58857-16 Date Sampled: 01/30/14 >
Matrix: AIR - Indoor Air Comp. Summa ID: A1181 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a E
Project: Cased 276
VOA TO15 List
CAS No. MW  Compound Result RL MDL Units Q Result RL MDL Units

(a) Result is from Run# 2

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of 4 compound

@m 7401703
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Raw Data:

< 3W38681.D

Accutest Laboratories
Report of Analysis Page 1 of 2

Client Sample ID: P010-IA002-140129-01 »
Lab SampleID:  JB58857-17 , Date Sampled: 01/30/14 3
Matrix: AlR - Indoor Air Comp. Summa ID: A237 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: Case# 276 '
. File ID . DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 3W38681.D 1 01/31/14 YMH = n/a n/a V3Iwi475
Run #2

Initial Volume
Run #1 400 ml
Run #2
VOA TO15 List-
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone I1.5:%" <0.20 0.034 ppbv 0.48  0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND: - +:0.20  0.020 ppbv :0.44  0.044 ug/m3
71-43-2 78.11 Benzene 0.22 " 70.20 0.021 ppbv ©70.64  0.067 ug/m3
75-274 163.8 Bromodichioromethane ND "~ 0.20 0.025 ppbv 1.3 0.17 ug/m3
75-25-2 252.8 Bromoform ND". .- 0.20 0.022 ppbv TN | 0.23 ug/m3
74-83-9 94.94 Bromomethane ND - 0.20 0.017 ppbv . 0.78  0.066 ug/m3
593-60-2  106.9, Bromoethene 270,20 0.014 ppbv - 0.87  0.061 ug/m3
100-44-7 126  Benzyl Chloride © . 0.20 0.025 ppbv L0 013 ug/m3
75-15-0 76.14 Carbon disulfide 0.20 0.017 ppbv ~:0.62  0.053 ug/m3
108-90-7 112.6 Chlorobenzene -+ 0.20  0.025 ppbv + 092 012 wug/m3
75-00-3 64.52 Chloroethane . 0.20 0.020 ppbv :70.83  0.053 ug/m3
67-66-3 119.4 Chloroform " 0.20 0.019 ppbv - 0.98  0.093 ug/m3
74-87-3 50.49 Chloromethane 0.20-.0.034 ppbv ] 0.41 0.070 ug/m3
107-05-1 76.53  3-Chloropropene 0.20 0.028 ppbv 0.63 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.20 0.020 ppbv 1.0 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.20 0.011 ppbv J 13 0.069 ug/m3
110-82-7 84.16 Cyclohexane :0:20  0.058 ppbv 069 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane N '0.20 0.016 ppbv 0.81 0.065 ug/m3
75-35-4  96.94 1,1-Dichloroethylene ND.- ©.0.20 0.021 ppbv 0.79  0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND" “70.20 0.027 ppbv -'15 021 ug/m3
107-06-2  98.96 1,2-Dichloroethane ND .0.20 0.016 ppbv - 0.81  0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND 0.20 0.040 pphv ~0.92  0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND 0.20 0.060 ppbv 0.72 - 0.22 ug/m3
75-71-8 120.9 Dichlorodiﬂuorom_ethane 0.45 0.20 0.015 ppbv 0.99 0.074 ug/m3
124-48-1 208.3 Dibromochloroniethane ND 0.20 0.029 ppbv 1.7 025 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ND 0.20 0.015 ppbv - 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv 079 011 ug/m3
10061-01-5 111 cis-1,3-Dichloropropene ND 0.20 0.019 ppbv - 091 0.086 ug/m3
541-73:1 147 m-Dichlorobenzene ND 0.20 0.025 ppbv 1.2 015 wug/m3
95-50-1 147 o-Dichlorobenzene ND 0.20 0.029 ppbv 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv 1.2 013 ug/m3
10061-02-6 111 trans-1,3-Dichloropropene ND 0.20 0.021 ppbv 091  0.095 ug/m3

ND = Not detected

MDL - Method Detection Limit .

RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis \ Page 2 of 2

Client Sample ID: P010-1A002-140129-01

Lab Sample ID:  JB58857-17 , Date Sampled: 01/30/14

Matrix: AIR - Indoor Air Comp.. Summa ID: A237 Date Received: 01/30/14

Method: TO-15 Percent Solids: n/a

Project: Case# 276 '

VOA TO15 List

CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv 0.36 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv 0.087 ug/m3
141-786 88 Ethyl Acetate 0.057 'ppbv 0.21 0g/m3
622-96-8 120.2  4-Ethyltoluene 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv. 0.16 ug/m3
76-14-2 170.9 Freon 114 0.021 ppbv 0.15 ug/m3
142-82-5  100.2 Heptane N ' 8 0.020 ppbv 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene -~ -0.20 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane +:0.20  0.016 ppbv 0.056 ug/m3
591-78-6 100 2-Hexanone +0.20  0.025 ppbv 0.10 ug/m3
67-63-0- 60.1  Isopropyl Alcohol 2.0 0.20  0.039 ppbv 0.096 ug/m3
75-09-2 84.94 Methylene chloride . +.-0.20 0.047 ppbv 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone _ ' 70.20  0.058 ppbv . . 0. 0.17 ug/m3
108-10-1 100.2 Methyl Isobuty! Ketone ND: - -0.20 0.029 ppbv ND-..~+082 012 ag/m3
1634-04-4  88.15 Methyl Tert Butyl Ether ND - -0.20 0.017 ppbv ND-. -0.72 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate ND’ 0.20 0.040 ppbv ND- - °:-0.82 0.16 ug/m3
115-07-1 42 Propylene ND - 0.50 0.031 ppbv ND: - 7 0.8 0.053 ug/m3
100-42-5  104.1 Styrene ND:. - 0.20 © 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ND - 0.20 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane ND: .- 0.20 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane ND- - 0.20 0.031 ppbv 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene ND. - 0.079 ppbv 0.59 ug/m3 .
. 95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 ppbv J 0.098 ug/m3
75-65-0 74.12 Tertiary Butyl Alcohol 0.044 ppbv 0.13  ug/m3
127-18-4  165.8 Tetrachloroethylene 0.029 ppbv 0.20 ug/m3
-109-99-9 72,11 Tetrahydrofuran 0.045 ppbv 0.13 ug/m3
108-88-3 ¢ 92.14 Toluene - 0.020 ppbv 0.075 ug/m3
79-01-6 131.4  Trichloroethylene 0.019 ppbv. 0.70 .0.21  0.10 ug/m3
75-69-4 137.4 ' Trichloroflucromethane 0.014 ppbv 2.0 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.017 ppbv ND ~0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate 0.058 ppbv ND 0.70 0.20 ug/m3

106.2 m,p-Xylene - 0.032 ppbv ND 087 0.14 ug/m3

95-47-6 106.2  o-Xylene 0.019 ppbv ND 0.87 0.083 ug/m3
- 1330-20-7  106.2 Xylenes (total) 0.019 ppbv ND 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1  Run#2  Limits

460-00-4  4-Bromofluorobenzene 91% - 65-128%

ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limnit

B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound
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Raw Data:

Il

£12W40294.D

Accutest Laboratories

Report of Analysis Page 1 of 2

Client Sample ID: P010-SG001-140129-01 _ I
Lab SampleID:  JB58857-18 Date Sampled: 01/30/14 ®
Matrix: AIR - Soil Vapor Comp. Summa ID: A378 Date Received: 01/30/14.
Method: TO-15 Percent Solids: n/a =
Project: Case#t 276 -

File ID . DF Analyzed By Prep Date . Prep Batch  Analytical Batch
Run #1 2W40294.D 1 01/31/14  YMH n/a n/a V2W1683
[Run #2 '

Initial Volume
Run #1 400 ml
Run #2
VOA TO1S List
CASNo. MW Compound Reésult RL MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone 9.2 0.20 0.034 ppbv 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ‘ND- 0.20 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene ‘ND 0.20 . 0.021 ppbv 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND 0.20° 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bromoform ND 0.20 0.022 ppbv - 0.23 ug/m3
74-83-9 94.94 Bromomethane ND 0.20 0.017 ppbv 0.066 ug/m3
§93-60-2 106.9 Bromoethene ND: 0.20 0.014 ppbv 0.061 ug/m3
.100-44-7 126  Benzyl Chloride ND 0.20 0.025 ppbv 0.13 ug/m3
75-15-0 76.14  Carbon disulfide 0.017 ppbv 0.053 ug/m3
108-90-7  112.6 Chlorobenzene 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 " Chloroethane 0.020 ppbv 0.053 ug/m3
67-66-3 119.4 Chloroform 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1.1-Dichloroethylene 0.021 ppbv 0.083 ug/m3
106-93-4 1879 1,2-Dibromoethane 0.027 ppbv 0.21 wug/m3
107-06-2  98.96 1,2-Dichloroethane 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane 0.040 ppbv 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane 0.060 ppbv 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.015 ppbv 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane 0.029 ppbv 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene 0.015 ppbv 0.059 ug/m3
156-59-2 . 96.94 cis-1,2-Dichlorcethylene 0.028 ppbv 0.11  ug/m3
10061-01-5 111  cis-1,3-Dichloropropene .20 0.019 ppbv D. 0.086 ug/m3
541-73-1 147  m-Dichlarobenzene ND 0.20 0.025 ppbv ND 1.2 015 ug/m3
95-50-1 147  o-Dichlorobenzene ND- 0.20 0.029 ppbv ND~ 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND 1.2 013 ug/m3
10061-02-6 111 trans-1,3-Dichloropropene ND 0.20- 0.021 ppbv ND - 091 0.095 ug/m3

ND = Not detected

MDL - Method Detection Limit

RL = Reporting Limit

E = Indicates value exceeds calibration range

J = Indicates an estimated value :
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P010-SG001-140129-01 v »
Lab Sample ID:  JB58857-18 Date Sampled: 01/30/14 -y
Matrix: AIR - Soil Vapor Comp. Summa ID: A378 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Case# 276
VOA TO1S List
CASNo. MW Compound Resut RL MDL Units Q Resut RL  MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv 084 0.36 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv 0.87 0.087 ug/m3
141-78-6 88 - Ethyl Acetate 0.057 ppbv 0.72 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv 0.98 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 1.5 016 ug/m3
76-14-2 170.9 Freon 114 0.021 ppbv. 1.4  0.15 ug/m3
142-82-5  100.2 Heptane 0.020 ppbv 0.82 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 2.1 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv 0.70  0.056 ug/m3 -
591-78-6 100  2-Hexanone 0.025 ppbv. - ND- " = 0.82 0.10 wug/m3
- 6763-0 60.1 Isopropyl Alcohol 0.039 ppbv 2.7 - °-70.49  0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 16 069 0.16 ug/m3
78-93-3  72.11 Methyl ethyl ketone 0.058 ppbv  © 12 . -.0.59 0.17 ug/m3
108-10-1 © 100.2 Methyl Isobutyl Ketone 0.029 ppbv ND 0.82° 0.12 ug/m3
1634-04-4 88.15 Methyl Tert Butyl Ether 0.017 ppbv ND 072 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv ND 082 0.16 ug/m3
115-07-1 42 Propylene 0.031 ppbv ND 2086 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv  .ND. - - 0.85 0.085 ug/m3
71-55-6  133.4 1,1,1-Trichloroethane 0.016 ppbv 1.3 = L1 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 1 0.17 ug/m3
120-82-1  181.5. 1,2,4-Trichlorobenzene 0.079 ppbv 1.5 059 ug/m3
95:63-6 120.2 1,2,4-Trimethylbenzene 0.017 ppbv 0.98  0.084 ug/m3
108-67-8 ° 120.2 1,3,5-Trimethylbenzene 0.015 ppbv '0.98  0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 ppbv 0.93 0.098 ug/m3
75-65-0 74.12 Tertiary Butyl Alcohol 0.044 ppbv 061  0.13 ug/m3
127-18-4  165.8 Tetrachloroéthylene 0.029 ppbv 0.27 020 ug/m3
109999  72.11 Tetrahydrofuran 0.045 ppbv 10.59 013 ug/m3
108-88-3  92.14 Toluene - R 1 X 0.020 ppbv 0.75 0.075 ug/m3
79-01-6 131.4 Trichloroethylene 44 0.040 0.019 pphbv 0.21 0.10 wug/m3
75-69-4 137.4 Trichlorofluoromethane 024 . 020 0.014 ppbv 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20 0.017 ppbv 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate ND 0.20 0.058 ppbv 0.70 0.20 wug/m3
106.2 m,p-Xylene 1.2 0.20 0.032 ppbv 087 0.14 ug/m3
95-47-6 106.2° o-Xylene 033 - 0.20 0.019 ppbv 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 1.6 0.20 0.019 ppbv 0.87  0.083 ug/m3
CASNo. Surrogate Recoveries Run# 1 Run#2 Limits
460-00-4 4-Br_omoﬂuoroben\zene _ 5% 65-128%

ND = Not detected MDL - Method Detection Limit A

-RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data:

$2W40285.D ¢

Accutest Laboratories
Report of Analysis ' Page 1 of 2

Client Sample ID: P011-IA001-140127-01 | >
Lab SampleID:  JB58857-19 _ Date Sampled: 01/28/ 14 ©
Matrix; AIR - Indoor Air Comp. Summa ID: A831 ' Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: ~ Case# 276 .

File ID . DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2W40295.D 1.52 01/31/14 YMH n/a na V2W1683
Run #2

Initial Volume
Run#1 608 ml

{Run #2
VOA TO15 List
CASNo. MW Compound Resultt RL MDL Units Q Result RL  MDL Units
67-64-1 58.08 Acetone 40 . -°0.20 0.034 ppbv “.0.48  0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ‘ND " 0.20 0.020 ppbv 044  0.044 ug/m3
714432 78.11 Benzene : 0.5  -"0.20 0.021 ppbv ] 064 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND -':0.20 0.025 ppbv 1.3 0.17 ug/m3
75-25-2 252.8 . Bromoform ND - " 0.20 0.022 ppbv 2.1 0.23 ug/m3
74-83-9 94.94 Bromomethane ND- 020 0.017 ppbv .. 0.78  0.066 ug/m3
593-60-2.  106.9 Bromoethene “ND" -~ 0.20 0.014 ppbv . 0,87  0.061 ug/m3
100-44-7 126  Benzyl Chloride ~ ND. 020 0.025 ppbv 1.0 0.13 ug/m3
75-15-0 76.14 Carbon disulfide - ND . 020 0.017 ppbv " 0.62 0.053 ug/m3
108-90-7  112.6 Chlorobenzene ND* - 020 0.025 ppbv 092 0.12 ug/m3
- 75-00-3 64.52 Chloroethane ND - 0.20 0.020 ppbv ~0.53  0.053 ug/m3
67-66-3 119.4 Chloroform ND  '0.20 0.019 ppbv 0.98 0.093 ug/m3
74873  50.49 Chloromethane 0.3¢ ' 0.20 0.034 ppbv 041 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND - 0.20 0.028 ppbv - 0.63  0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.020 ppbv 1.0 010 ugm3
56-23-5 153.8 Carbon tetrachloride 0.011 ppbv 1.3 0.069 ug/m3
110-82-7  84.16 Cyclohexane 0.058 ppbv ©0.69 020 ug/m3
75-34-3 98.96 1,1-Dichloroethane . 0.016 pphbv "0.81 0.065 ug/m3
75-354 96.94 1,1-Dichloroethylene 0.021 ppbv 0.79. 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane 0.027 ppbv 1.5 0.21 ug/m3
107-06-2  98.96 1,2-Dichloroethane  0.016 ppbv -0.81  0.065 ug/m3
78-87-5 13 1,2-Dichloropropane 0.040 ppbv 0.92 0.18 ug/m3
12391-1 - 88.12 1,4-Dioxane . 0.060 ppbv 0.72 0.22 ug/m3
75-71-8 120.9  Dichlorodifluoromethane 0.31 0.20 0.015 ppbv 099 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane ND 0.20 0.029 ppbv 1.7 0.25 wug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 ppbv ND 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND = 079 0.11 ug/m3
10061-01-5 111 cis-1,3-Dichloropropene - ND 0.20 0.019 ppbv ND - 091 0.08 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 015 ug/m3
95-50-1 147 o-Dichlorobenzene ND 0.20 0.029 ppbv ND: 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv 'ND 1.2 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 0.91 0.095 ug/m3

ND = Notdetected ~ MDL - Method Detection Limit
RL = Reporting Limit ,
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P011-1A001-140127-01 _ »
Lab Sample ID:  JB58857-19 Date Sampled: 01/28/14 o
Matrix: AlR - Indoor Air Comp. Summa ID: A831 Date Received: 01/30/14
Method: TO-15 - Percent Solids: n/a =
Project: Case#t 276
VOA TO15 List
CAS No. MW  Compound : Result RL MDL Units Q Result = RL MDL Units
/

64-17-5 46.07 Ethanol 10.1. 0.50 0.19 ppbv .- 094 036 ug/m3
100-41-4  106.2 Ethylbenzene 0,070 - 0.20 0.020 ppbv ©0.87 0.087 ug/m3
141-78-6 88 Ethyl Acetate 1.3 0.20 0.057 ppbv ~ 072 021 ug/m3
622-96-8  120.2 4-Ethyltoluene ND:  70.20 0.015 ppbv 098 0.074 ug/m3
76-13-1 187.4 Freon 113 0:21 0.20 0.021 ppbv 1.5 0.16 wug/m3
76-14-2 170.9 Freon 114 ND -0.20 0,021 ppbv S 14 015 ug/m3
142-82-5  100.2 Heptane ND' - .0.20 0.020 ppbv . 0.82  0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene .+ ND+ 0.20 0.063 ppbv 2.1 0.67 ug/m3
110-54-3  86.17 Hexane 022 - 0.20 0.016 ppbv 0.70  0.056 ug/m3
591-78-6 100  2-Hexanone ND 0.20 0.025 pphbv - 0.82 0.10 ug/m3
67-63-0 60.1 Isopropyl Alcohol 4.1 0.20 0.039 ppbv © 049 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.90 - 0.20 0.047 ppbv 0.69 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 1.4 0.20 0.058 ppbv © 059 017 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone ND: 0.20 0.029 ppbv 082 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether ND’ 0.20 0.017 ppbv - 072 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 'ND 0.20 0.040 ppbv 082 0.16 ug/m3
115-07-1 42 Propylene ND 0.50 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene ND: 0.20 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ND. 0.20 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.20 0.030. ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.20 0.031 ppbv 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichiorobenzene 0.20 0.079 ppbv 0.59 ug/m3
95-63-6 120.2 1,2,4-Trimethylbenzene -0.20  0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.20 0.015 ppbv 0.074 ug/m3
540-84-1 114.2 2,2,4-Trimethylpentane -.0.20  0.021 ppbv 0.098 ug/m3
75-65-0 74.12° Tertiary Butyl Alcohol 0.20 0.044 ppbv 0.13 ug/m3
127-18-4 165.8 Tetrachloroethylene ND - 0.040 0.029 ppbv _ 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.80° 0.20 0.045 ppbv 4 ] 0.13 ug/m3
108-88-3  92.14 Toluene 0.30 +0.20 .0.020 ppbv 1.1 0.75 0.075 ug/m3
79-01-6 131.4 Trichloroethylene ND 0.040 0.019 ppbv ND 021 0.10 ug/m3
75-69-4 137.4  Trichlorofluoromethane 0:.18 0.20 0.014 ppbv 1.0 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20 0.017 ppbv ND 0.51  0.043 ug/m3
108-05-4° 86  Vinyl Acetate ND 0.20 0.058 ppbv ND 0.70 020 ug/m3

106.2 m,p-Xylene 0.23 0.20 0.032 ppbv 1.0 0.87 0.14 wug/m3
95-47-6 106.2 o-Xylene 0.086 0.20 0.019 ppbv 0.37 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.32 0.20 0.019 ppbv 1.4 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries -Run# 1 Riin# 2 Limits
460-00-4  4-Bromofluorobenzene 78% -65-128%

ND = Not detected

RL = Reporting Limit :
E = Indicates value exceeds calibration range

MDL - Method Detection Lﬁni’t

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data:

-2W40340.D

ND = Not detected

RL = Reporting Limit

E = Indicates value exceeds calibration range

MDL - Method Detection Limit

J = Indicates dn estimated value

B = Indicates analyte found in associated method blank

N

N = Indicates presumptive evidence of a compound

Accutest Laboratories
Report of Analysis Page 1 of 2
Client Sample ID: P011-IA002-140127 01 ‘ a
Lab Sample ID:  JB58857-20 Date Sampled: 01/28/14 S8
Matrix: AIR - Indoor Air Comp. - Summa ID: A1179 Date Received: 01/30/14 ;
Method: TO-15 Percent Solids: n/a
Project: Case# 276
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2W40340.D 1.58 02/04/14  YMH n/a n/a VZW1684
|l}un #2 , ) )
Initial Volume
un #1 632 ml
Run #2
VOA TO1S5 List
'CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units
67-64-1 58.08 Acetone 8.7 . . 020 0.034 ppbv “io 048 0.081 ug/m3
106-99-6  54.09 1,3-Butadiene "ND.-.020.20 0.020 ppbv 7 0.44  0.044 ug/m3
71-43-2 78.11 Benzene 019 7 0.20 0.021 ppbv ] 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND' - 0.20 0.025 ppbv 13 017 ug/m3
75-25-2 252.8 Bromoform ND 0.20 0.022 ppbv 2.1 0.23 ug/m3
74-83-9 94.94 Bromomethane ND  =° 0.20 0.017 ppbv . 078 0.066 ug/m3
593-60-2  106.9 Bromoethene ND-  0.20 0.014 ppbv ..-.0.87  0.061 ug/m3
100-44-7 ° 126  Benzyl Chloride ND 0.20 0.025 ppbv 1.0 0.13 ug/m3
75-15-0 76.14 Carbon disulfide ND. 0.20 0.017 ppbv 0.62 0.053 ug/m3
108-90-7 112.6 Chlorebenzene ND - 0.20 0.025 ppbv 0.92 0.12 ug/m3
75-00-3 64.52 Chloroethane ND: 020 0.020 ppbv -0.83  0.053 ug/m3
67-66-3 119.4 Chloroform - 0.20 0.019 ppbv ] © 098 0.093 ug/m3
74-87-3 50.49 Chloromethane 0.5 0.20 0.034 ppbv - 0.41  0.070 ug/m3
107-05-1  76.53 3-Chloropropene ). . [ 0.20 0.028 ppbv 0.63 0.088 ug/m3
93-49-8 126.6 2-Chlorotoluene 70 0.200 0.020 ppbv 1.0 0.10 ug/m3
96-23-5 153.8 Carbon tetrachloride .- 0.20 0.011 ppbv 13 0.069 ug/m3
110-82-7 - 84.16 Cyclohexane ©+70.20 0.058 ppbv J 0.69 0.20 wug/m3
75-34-3  98.96 1,1-Dichloroethane L0.20 0,016 ppbv 0.81  0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene 0 0.20  0.021 ppbv 0.79  0.083 ug/m3
106-93-4 187.9 1,2-Dibromoethane 0.20 0.027 ppbv 1.5 0.21 wug/m3
107-06-2  98.96 1,2-Dichloroethane 0.20 0.016 ppbv 0.81  0.065 ug/m3
78-87-5 113 1,2-Dichloropropane 0.20 0.040 ppbv - 0092 0.18 ug/m3
123-91-1 88.12 1,4-Dioxane ' 0.20 0.060 ppbv 072 0.22 ug/m3
75-71-8  120.9 Dichlorodifluoromethane 0.40 0.20 0.015 ppbv 0.99 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane ND 0.20 0.029 ppbv 1.7 025 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 ppbv 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv 0.91 0.086 ug/m3
.941-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv 12 015 ug/m3
95-50-1 147 o-Dichlorobenzene ND 0.20 0.029 ppbv 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv - 1.2 0.13 ug/m3
10061-02-6' lll trans-1,3-Dichloropropene = ND 0.20 0.021 ppbv 091  0.095 ug/m3
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Acciitest Laboratories

Report of Analysis

Page 2 of 2

Client Sample ID: P011-1A002-140127-01 IS
Lab Sample ID:  JB58857-20 Date Sampled: 01/28/14 P-4
Matrix: AIR - Indoor Air Comp. Summa ID: Al1179 Date Received: 01/30/14
Method: TO-15 Percent Solids; n/a =
Project: Case# 276 _ ‘
VOA TO15 List . ;
CASNo. MW . Compound Result RL MDL Units Q Result RL  MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv E 180 094 036 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv ND 0.87 0.087 ug/m3
141-78-6 88 Ethy! Acetate 0.057 ppbv 3k 072 021 ug/m3
622-96-8  120.2 4-Ethyltoluene . 0.015 ppbv ND 0.98 0.074 ug/m3 |
. 76-13-1  187.4 Freon 113 0.3 0.021 ppbv 26 15 0.6 ug/m3 |
76-14-2 170.9 Freon 114 ND: 0.021 ppbv ND-. 1.4 0.15 ug/m3
142-82-5 100.2 Heptane . 0.020 ppbv ND: 0.82 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ND 0.20 0.063 ppbv ND - 21  0.67 wug/m3
110-54-3 - 86.17 Hexane 0:21 - 020 0.016 ppbv 0.74 "~ 0.70  0.056 ug/m3
591-78-6 100  2-Hexanone ND: . 0.20 0.025 ppbv ND: . .~ 0.82 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcoliol ‘5.2 0.20 0.039 ppbv . 13 0.49 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.20 0.047 ppbv 3.3 069 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone ).57  0.20 0.058 ppbv 1.7 0.59 0.17 ug/m3
108-10-1  100.2 Methyl Isobutyl Ketone ND: 0.20 0.029 ppbv ND- 0.82 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether ND 0.20 0.017 ppbv _ND-. 0.72 ° 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate ND 0.20 0.040 ppbv ND. 082 0.16 ug/m3
115-07-1 42 Propylene 'ND' - 0.50 0.031 ppbv ND - 0.8 0.053 ug/m3
100-42-5  104.1 Styrene , - ND: 0.20 0.020 ppbv ND- . 0.85 0.085 ug/m3
71-55-6  133.4 1,1,1-Trichloroethane ND 0.20 0.016 ppbv ND: L1  0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane ND 0.20 0.030 ppbv v 0.21 ug/m3
79-00-5  133.4 1,1,2-Tiichloroethane ‘ND 0.20 0.031 ppbv 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene ND 0.20 0.079 ppbv 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene ND- 0.20 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene ND . 0.20 0.015 ppbv 0.074 ug/m3
540-84-1 114.2 2,2,4-Trimethylperitane ND - 770.20 0.021 ppbv 0.098 ug/m3
75-65-0  74.12 Tertiary Butyl Alcohol ND. "~ 0.20 0.044 ppbv 0.13 ug/m3
127-18-4  165.8 Tetrachloroethylene ND. ° 0.040 0.029 ppbv - 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran A 0.25 0.20 0.045 ppbv 074 -° 059 0.3 ug/m3 |
108-88-3  92.14 Toluene 0.35 0.20 0.020 ppbv 13 . 075 0.075 ug/m3 |
79-01-6 131.4 Trichloroethylene ND 0.040 0.019 ppbv ND 0.21 0.10 ug/m3 |
75-69-4 137.4 Trichlorofluoromethane 0.23 0.20 0.014 ppbv 1.3 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20 0.017 ppbv ND 0.51 0.043 ug/m3
108-05-4 86 Vinyl Acetate ND 0.20 0.058 ppbv ND 0.70 0.20 ug/m3

106.2 " m,p-Xylene 0.22 0.20 0.032 ppbv 0.96 087 0.14 ug/m3 |
95-47-6 106:2 o-Xylene ND 0.20 0.619 ppby ND 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.22 0.20 0.019 ppbv 0.96 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1  Run#2  Limits
460-00-4  4-Bromofliorobenzene 2% 65-128%

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

MDL - Method Detection Limit
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Raw Data: BAEIreTRoke

Accutest Laboratories
Report of Analysis Page 1 of 2
Client Sample ID: P011-IA003-140127-01 »
Lab SampleID:  JB58857-21 Date Sampled:  01/28/14 N
Matrix: AIR - Indoor Air Comp. Summa ID: A220 Date Received: 01/30/14
Method: ' TO-15 : Percent Solids: n/a E
Project: - Casef 276 '
FileID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2W40298.D 1.58 01/31/14 YMH n/a n/a V2W1683
Run #2 '
- Initial Volume
Run #1 632 ml
un #2
: — -
VOA TO15 List
CASNo. MW Compound: Result RL MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone 89 . -0.20 0.034 ppbv 0.081 ug/m3
106-99-0 54.09 1,3-Butadiene ND- :..0.20 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene 0.21. - - 0.20 0.021 ppbv 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND 7020 0.025 ppbv 0.17 ug/m3
75-25-2  252.8 Bromoform ND ° 0.20 0.022 ppbv 0.23 ug/m3
74-83-9 94.94 Bromomethane - ND -:.-0.20 0.017 ppbv 0.066 ug/m3
593-60-2  106.9 Bromoethene ND .. 0.20 0.014 ppbv 0.061 ug/m3
100-44-7 - 126  Benzyl Chloride ND:  0.20 0.025 ppbv 0.13 ug/m3
75-15-0 76.14 Carbon disulfide : ND- . 0.20 0.017 ppbv 0.053 ug/m3
108-90-7 112.6 Chlorobenzene ND: 12.0.20 /0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethine © ND %7020 0.020 ppbv 0.053 ug/m3
67-66-3  119.4 Chloroform ..0.20  0.019 ppbv ] 0.093 ug/m3
74-87-3 50.49 Chloromethane 2 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene .20 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride +0.20 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane ~0.20 0.058 ppbv ] 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane 70.20 0.016 ppbv 0.065 ug/m3
75-354 96.94 1,1-Dichloroethylene 257020 0.021 ppbv - 0.083 ug/m3
106-93-4 1879 1,2-Dibromoethane- ©0.20 0.027 ppbv 0.21 ag/m3
107-06-2  98.96 1,2-Dichloroethane 0.20 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane 0.20 0.040 pphv 0.18  ug/m3
123-91-1 88.12 1,4-Dioxane 0.20 0.060 ppbv 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.42 0.20 0.015 ppbv 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane ND 0.20 0.029 ppbv 0.25. ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene = ND 0.20 0.015 pphv 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND - 0.20 0.028 ppbv 0.11  ug/m3
10061-01-5 111 cis-1,3-Dichloropropene - ND 0.20 0.019 ppbv 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv 0.15 ug/m3
-95-50-1 147 o-Dichlorobenzene ND 0.20 0.029 ppbv 0.17 ug/m3
106-46-7 147  p-Dichlorchenzene ND 0.20 0.022 ppbv 0.13 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene  ND 0.20 0.021 ppbv 0.095 ug/m3
ND = Not detected MDL - Method Detection Limit - J = Indicates an estimated value

RL = Reporting Limit

B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound

@2 830f1703
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Acrutest Laboratories

Report of Analysis ; Page 2 of 2

Client Sample ID: P011-IA003-140127-01 : ‘ EN
Lab Sample ID:  JB58857-21 Date Sampled: 01/28/14 N
Matrix: AIR - Indoor Air Comp. Summa ID: A220 Date Received: 01/30/14 ;
Method: TO-15° ' Percent Solids: n/a
Project: Case# 276
VOA TO15 List
CAS No. MW  Compound Result RL MDL Units Q Result RL MDL Units
64-17-5  46.07 Ethanol 0.19 ppbv F 165°F 0.36 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv - ND - 0.087 ug/m3
141-78-6 88 Ethyl Acetate 0.057 ppbv 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene 0 0.015 ppbv 0.074 ug/m3
76-13-1 1874 Freon113 207 0.021 ppbv 0.16 ug/m3
76-14-2 170.9 Freon 114 0.021 ppbv 0.15 ug/m3
142-82-5  100.2 Heptane 0.020 ppbv 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv 0.056 ug/m3
591-78-6 100  2-Hexanone 0.025 ppbv 0.10 ug/m3
67-63-0 60.1 Isopropyl Alcohol 0.039 ppbv 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 0.17 ug/m3
108-10-1  100.2 Methyl Isobutyl Ketone 0.029 ppbv 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Buty! Ether 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv 0.16 ug/m3
115-07-1 42 Propylene 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 0.17 ug/m3
120-82-1 ~ 181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6 120.2 1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol 0.044 ppbv 0.13 ug/m3
127-18-4 165.8 Tetrachloroethylene 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv ] 0.i3 ug/m3
103-88-3  92.14 Toluene © 0.020 ppbv 0.075 ug/m3
79-01-6 131.4 Trichloroethylene 0.019 ppbv 0.10 ug/m3
75-69-4 137.4 Trichlorofluoromethane 0.014 ppbv 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.017 ppbv 0.043 ug/m3
108-05-4 86 Vinyl Acetate , : D.20 . 0.058 ppbv 0.20 ug/m3

106.2 m,p-Xylene - 0.36 0.20 0.032 ppbv 0.14 ug/m3
95-47-6 106.2 o-Xylene 0.10 0.20 0.019 ppbv ] 0.083 ug/m3.
1330-20-7 .106.2 Xylenes (total) 0.46 0.20 0.019 ppbv 0.083 ug/m3
CAS'No. . Surrogate Recoveries -  Run#1 Run#2  Limits .
460-00-4  4-Bromofluorobenzene 6% 65-128%

ND = Not detected =~ MDL - Method Detection Limif
RL = Reporting Limit
‘E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

g3 8401703
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Raw Data:

3W38725.D

Accutest Laboratories / ,
Report of Analysis : Page 1 of 2
Client Sample ID: P011-SG001-140127-01 . N »
Lab Sample ID:  JB58857-22 Date Sampled: 01/28/14 N
Matrix: : AIR - Air Summa ID: A238 ’ Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a ' H
Project: Case# 276
File ID DF  Analyzed By PrepDate ! Prep Batch Analytical Batch
Run #1 3W38725.D 1 02/02/14 YMH n/a © nfa V3W1475
#2
- Initial Volume
Run #1 400 ml
{Run #2
VOA TO15 List
CASNo. = MW  Compound Resultt RL MDL Units Q Result RL  MDL Units
67-64-1 58.08 Acetone 0.20 0.034 ppbv 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene 0.20 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene 0.20 0.021 ppbv ) 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane 0.20 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bromoform [ 0.20 0.022 ppbv 0.23 ug/m3
74-83-9 94.94 Bromomethane ND™ - 0.20 0.017 ppbv 0.066 ug/m3
593-60-2  106.9 Bromoethene ).. .. 0.20 0.014 ppbv 0.061 ug/m3.
100-44-7 126 ’ Benzyl Chloride © 020 0.025 ppbv 0.13 ug/m3
75-15-0 76.14 Carbon disulfide < 0:20 0.017 ppbv ] 0.053 ug/m3
108-90-7  112.6 Chlorobenzene .$0.20 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethane ©0.20  0.020 ppbv 0.053 ug/m3
67-66-3 119.4 Chloroform 0.20 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane -.0.20 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ,0.20 0.028 ppbv 0.088 ug/m3.
95-49-8 126.6 2-Chlorotoluene " 0.20 . 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride .-0.20  0.011 ppbv . 0.069 ug/m3
110-82-7  84.16 Cyclohexane -+ 0.20 0.058 ppbv . 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane - 0.20 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene - 0.20 0.021 ppbv 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane D~ 0.20 0.027 ppbv 0.21 ug/m3
107-06-2  98.96 1,2-Dichloroethane ND: -0.20 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND 0.20 0.040 ppbv 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND 0.20 0.060 ppbv 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.32 0.20 0.015 ppbv 0.074 ug/m3
124-48:1 208.3 Dibromochloromethane ND - 0.20 0.029 ppbv - 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 ppbv 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv _ 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv 0.086 ug/m3
941-73-1 147  m-Dichlorobenzene - ND 0.20 0.025 ppbv 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene ' ND 0.20 0.029 ppbv ‘ 0.17 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND © 12 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene 'ND 0.20 0.021 ppbv ND 0.91 0.095 ug/m3

ND = Notdetected  MDL - Method Detection Limit
RL = Reporting Limit )
E = Indicates value exceeds calibration range

] = Indicates an estimated value _
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound

@2 850f1703
@AaccurTesT
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Accutest Laboratories

Report of Analysis Page 2 of 2

Client Sample ID: P011-SG001-140127-01 »
Lab Sample ID:  JB58857-22 Date Sampled: 01/28/14 N
Matrix: AIR - Air Summa ID; A238 Date Received: 01/30/14. -
Method: ® TO-15 Percent Solids: n/a H
Project: Cased 276 :
VOA TO15 List
CASNo. MW Compound - Result RL MDL Units Q Resut RL  MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv . 094 036 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv J .. 0.87  0.087 ug/m3
141-78-6 88 Ethyl Acetate 0.057 ppbv 072 021 ug/m3
622:96-8  120.2 4-Ethyltoluene 0.015 ppbv ~ - 0.98 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 1.5 0.16 ugm3
76-14-2 170.9 Freon 114 0.021 ppbv 14 015 ug/m3
142-82-5 100.2 Heptane 0.020 ppbv ] - 0.82 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 2.1 0.67 wug/m3
110-54-3  86.17 Hexane 0.016 ppbv 300 .0.70 0.056 ug/m3
591-78-6 100 . 2-Hexanone 0.025 ppbv ND'- © 0.82 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv 2930 0.49  0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 2. . .0.69 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 59 .. 059 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone 0.029 ppbv ND-. . 082 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether 0.017 ppbv  ND . . 072  0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv ND 082 0.6 ug/m3
115-07-1 42 Propylene 0.031 ppbv ‘ " 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane ~ 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 0.17 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol 0.044 ppbv -0.13  ug/m3
127-18-4  165.8 Tetrachloroethylene 0.029 ppbv 35 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran ©-.0.20 0.045 ppbv J 035 7 0.59 0.13 ug/m3
108-88-3  92.14 Toluene 043 . 0.20 0.020 ppbv 1.6 :0.75  0.075 ug/m3
79-01-6 131.4 Trichloroethylene 15.9.  0.040 0.019 ppbv 85.5 0.21 0.}0 ug/m3
75-69-4  137.4 Trichlorofluoromethane - 0.37 0.20 0.014 ppbv 2.1 1.1 0.079 ug/m3
75-01-4 -62.5  Vinyl chloride ND 0.20 0.017 ppbv ND 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate - ND 0.20 0.058 ppbv ND 0.70  0.20 ug/m3

106.2 m,p-Xylene 1.0 0.20 0.032 ppbv 4.3 087 0.14 ug/m3
95-47-6 106.2  o-Xylene _ 0.23 0.20 0.019 ppbv 1.0 0.87 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 1.3 0.20 0.019 ppbv 5.6 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1 Run#2  Limits
460-00-4  4-Bromofluorobenzene 102% 65-128%
ND = Not detected MDL - Method Detection Limit J = Indicates an estimated vahie

RL = Reporting Limit
E = Indicates value exceeds calibration range

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data:

Accutest Laboratories
Report of Analysis Page 1 of 2
Client Sample ID: P017-1A001-140127-01 »
Lab Sample ID:  JB58857-23 Date Sampled: 01/28/14 ]
Matrix: AIR - Air Summa ID: Al196 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a E :
Project: Caset 276 ]
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
un #1 2W40341.D 1.58 02/04/14 YMH n/a n/a ) V2W1684
Run #2 A
Initial Volume
Run #1 632 ml
un #2
VOA TO1S List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
- 67-64-1 58.08 Acetone 0.034 ppbv 0.48 0.081 ug/m3
-106-99-0 54.09 1,3-Butadiene 0.020 ppbv :0.44  0.044 ug/m3
71-43-2 78.11 Benzene 0.021 ppbv J ©.0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane 0.025 ppbv L3 0.17 ug/m3
75-25-2 ¢ 252.8 Bromoform 0.022 ppbv A | 0.23 ug/m3
74-83-9 94.94 Bromomethane 0.017, ppbv "+ 0.78  0.066 ug/m3
593-60-2  106.9 Bromoethene 0.014" ppbv . 0.87  0.061 ug/m3
100-44-7 126 . Benzyl Chioride 0.025 ppbv 1.0 0.13 ug/m3
75-15-0 76.14 Carbon disulfide 0.017 ppbv 0.62 0.053 ug/m3
108-90-7  112.6 Chlorobenzene 0.025 ppbv 0.92 0.12 ig/m3
75-00-3 64.52 Chloroethane 0.020 ppbv 0.53  0.053 tg/m3
67-66-3 119.4 Chloroform 0.019 ppbv 0.093 ug/m3
- 74-87-3 50.49 Chloromethane 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane 0.058 ppbv 0.20 ug/m3
75-34-3  98.96 1,1-Dichloroethane 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene 0.021_ ppbv 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane 0.027 ppbv 0.21 ug/m3
107-06-2  98.96 1,2-Dichloroethane 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane 0.040 ppbv D . 0.13 ug/m3
123-91-1  88.12 1,4-Dioxane 0.060 ppbv ND 072 022 wug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.015 ppbv 2.0 0.99 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane 0.029 ppbv ND 1.7 025 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene 0.015 ppbv ND 0.79 0.059 ug/m3
156-59-2 - 96.94 cis-1,2-Dichloroethylene . 0.028 ppbv ND 079 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv ND 0.91 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene ND 0.20 0.029 ppbv ND 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND 1.2 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021. ppbv ND S 0.91  0.095 ug/m3

= 2W40341.D+

ND = Not detected

MDL - Methﬁd Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank - -
N = Indicates presumptive evidence of a compound

JBs58as7
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Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P017-1A001-140127-01 F
Lab Sample ID:  JB58857-23 Date Sampled: 01/28/14 S
Matrix; AIR - Air Summa ID: A196 Date Received: 01/30/14
" |Method: TO-15 Percent Solids: n/a H
Project: Case# 276
VOA TOI1S List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
64-17-5 46.07 - Ethanol 1361 050 0.19 0.36 ug/m3
100-41-4  106.2 Ethylbenzene 1 0.20 0.020 0.087 ug/m3
141-78-6 = 88 Ethyl Acetate 2 -0.20  0.057 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene ND::' 020 0.015 0.074 ug/m3
76-13-1  187.4 Freon 113 048 020 o0.021 0.16 ug/m3
76-142 1709 Freon 114 D .- 020 0.021 0.15 ug/m3
142-82-5  100.2 Heptane ND.© 020 0.020 © 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ND - '0.20 0.063 N 0.67 ug/m3
. 110-54-3  86.17 Hexane 0. 32 0.20 0.016 0.056 ug/m3
591-78-6- 100  2-Hexanone :ND;-":' -0.20 0.025 ND - . 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 4.4 0.20 0:.039 ppbv 33 G 0.49 0.096 ug/m3
75-09-2 84.94 Methylene chloride 1.5 0.20 - 0.047 ppbv 5.2 0.69 0.16 wug/m3
78-93-3 72.11 Methyl ethyl ketone 0.42. 0.20 0.058 pphbv 1.2 0.59 0.17 ug/m3
108-10-1  100.2 Methyl Isobutyl Ketone ND. 0.20 0.029 ppbv ND 082 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether -ND 0.20 0.017 ppbv ND 0.72  0.061 ug/m3
' . 80-62-6 100.12 Methylmethacrylate ND 0.20 0.040 ppbv ND 0.82 0.16 ug/m3
115-07-1 42 Propylene ND. 0.50 0.031 ppbv ND. 0.86  0.053 ug/m3
100-42-5  104.1 Styrene 'ND. 0.20 0.020 ppbv ND:* . 0.85 0.085 ug/m3
71-55-6 133.4 1.1,1-Trichloroethane ND 0.20 0.016 ppbv ND: - 1.1 0.087 ug/m3
- 79-34-5 167.9 1,1,2,2-Tetrachloroethane ~ ND - 0.20 0.030 ppbv ND- 14 021 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane ND:~ .~ 0.20 0.031 ppbv ND L1 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene . .0.20 0.079 ppbv ND- - 1.5 059 ug/m3
95-63-6 120.2 1,2,4-Trimethylbenzene 7.0.20  0.017 ppbv ND: . 098 0.084 ug/m3
108-67-8 - 120.2. 1,3,5-Trimethylbenzene - .0.20 0.015 ppbv ND. = 098 0.074 ug/m3
540-84-1  114.2  2,2,4-Trimethylpentane . 0.20 0.021 ppbv ND . .0.93 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol £.0.20 0.044 ppbv ‘ND: .~ 0.61 0.13 ug/m3
127-18-4  165.8 Tetrachloroethylene ©0.040 0.029 ppbv ND' 027 020 ug/m3
109-99-9  72.11 Tetrahydrofuran --020 0045 ppbv J 029  0.59 0.13 ug/m3
108-88-3  92.14° Toluene 0.20 0.020 ppbv 127 075 0.075 ug/m3
79-01-6 + 131.4 Trichloroethylene 0.040 0.019 ppbv ND 0.21 0.10 ug/m3
75-69-4 137.4  Trichlorofluoromethane 0.20 0.014 ppbv 1.4 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.20 0.017 ppbv ND 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate 0.20 0.058 ppbv ND 0.70  0.20 ug/m3
© 106.2 m,p-Xylene 0.14 0.20 0.032 ppbv J 0.61 087 0.14 ug/m3
95-47-6 106.2  o-Xylene ND 0.20 0.019 ppbv ND 0.87 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.14 0.20 0.019 ppbv J 0.61 0.87  0.083 ug/m3
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
460-00-4  4-Bromofluorobenzene 69% 65-128%

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL - Method Detection Limit

J = Indicates an estimated vﬁlﬁe
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 1 of 2

Client Sample ID: P017-1A002-140127-01 , »
Lab Sample ID:  ]B58857-24 ’ ' Date Sampled: 01/28/14 N
Matrix: AIR - Air Summa ID: A281 Date Received: 01/30/14

Method: - TO-15 7 Percent Solids: n/a H
Project: Case# 276

File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2W40301.D 1 02/01/14 YMH  n/a n/a VZW1683
[Run #2 : ' .
Initial Volume

Ran #1 ~ 400 ml

Run #2

VOA TOI15 List

CASNo. MW Compound Resut RL MDL Units Q Result RL  MDL Units
67-64-1 58.08 Acetone 24 - 7020 0.034 ppbv 57- -7~ 048 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND - 0.20 0.020 ppbv ND' - 044 0.044 ug/m3
71-43-2 78.11 Benzene 0.20° - .7 0.20 0.021 ppbv 0.64 - 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND 020 0.025 ppbv ND* "~ 13 017 ug/m3
75-25-2 252.8 Bromoform ND' "' 0.20 0.022 ppbv ND-' 21 023 ug/m3
74-83-9 94.94 Bromomethane » ND - 0.20 0.017 ppbv ND. - 0.78 0.066 ug/m3
593-60-2 106.9 Bromoethene ND “0.20 0.014 ppbv ND - 0.87 0.061 ug/m3
100-44-7 126  Benzyl Chloride ND. 020 0.025 ppbv ND. 1.0  0.13 ug/m3
75-15-0 76.14 Carbon disulfide ND - 0.20 0.017 ppbv ND . 062 0.053 ug/m3
108-90-7  112.6 Chlorobenzene ' ND - 7:0.20 0.025 pphv ‘ND: - 092 0.12 ug/m3
75-00-3 64.52 Chloroethane ND " 0.20 0.020 ppbv ND 0.53 0.053 ug/m3
67-66-3 119.4 Chloroform ND © - 7020 0.019 ppbv S 0.093 ug/m3
74-87-3 50.49 Chloromethane ' ' 0.034 ppbv 0.070 ug/m3
- 107-05-1  76.53 3-Chloropropene 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.020 ppbv 0.10 wug/m3
56-23-5 153.8 Carbon tetrachloride 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane _ 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane 0.016 ppbv 0.065 ug/m3
75-354 96.94 1,1-Dichloroethylene 0.021 ppbv 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane 0.027 ppbv ND* +. - " 1. 0.21 ug/m3
107-06-2 98.96 1,2-Dichloroethane 0.016 ppbv ND' - 0.81 0.065 ug/m3
78-87-5 . 113 1,2-Dichloropropane 0.040 ppbv ND 0.92 0.18 wug/m3
123-91-1  88.12 1,4-Dioxane 0.060 ppbv ND 0.72 0.22 ug/m3
75-71-8 °  120.9 Dichlorodiflucromethane 0.015 ppbv 1.9 099 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane 0.029 ppbv ND 1.7 025 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene 0.015 ppbv ND 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene 0.028 ppbv ND 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene . 0.019 ppbv ND 0.91 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene ND 0.20 0.029 ppbv ND 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene " ND 0.20 0.022 ppbv ND 1.2 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 091 0.095 ug/m3
ND = Not detected © . MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit

B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound
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Accutest Laboratories

- Repoft of Analysis

\

Page2of 2 -
Client Sample ID: P017-1A002-140127-01 I
Lab SampleID:  JB58857-24 Date Sampled: 01/28/14 PN
Matrix: AIR - Air Summa ID: A281 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Case# 276
VOA TO15 List
CAS No. MW  Compound Result RL MDL Units Q Result RL MDL Units
. ¢
64-17-5 46.07 Ethanol £0.50 0.19 ppbv 0.36 ug/m3
100-414  106.2 Ethylbenzene N - 0. 0.020 ppbv 0.087 ug/m3
141-78-6 88 Ethyl Acetate 1.6 :0.20 '0.057 ppbv 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene D -0.20 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 220 0 0.20  0.021 ppbv 5 S 016 ug/m3
76-14-2 170.9 Freon 114 D .. 0.20 0.021- ppbv ND.. .- 14 015 ug/m3
142-82-5  100.2 Heptane D .00, 0.020 ppbv ND - 082 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ND .- . 020 0.063 ppbv ND . 21 0.67 ug/m3
110-54-3  86.17 Hexane 015 = . 020 0.016 ppbv J 0.53 - 070 0.056 ug/m3
591-78-6 100  2-Hexanone ND- - .0.20  0.025 ppbv ND: - 0.82 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 3.8 - 020 0.039 ppbv 93" 049 0.09 ug/m3
7509-2  84.94 Methylene chloride 0.58 © - 0.20 0.047 ppby. : 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.20  ~0.20 0.058 ppbv 0.17 ug/m3
108-10-1  100.2 Methyl Isobutyl Ketone ND - 020 0.029 ppbv 0.12 ug/m3
1634-04-4  88.15 Methyl Teit Butyl Ether ND: - 0.20 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate ND  :0.20 0.040 ppbv 0.16 ug/m3
115-07-1 42 Propylene ‘ND - 0.50 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene ‘ND:- . 020 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ND: .0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
79-00-5 133.4  1.1,2-Trichioroethane 0.031 ppbv 0.17 - ug/m3
- 120-82-1 181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3.
75-65-0 74.12  Tertiary Butyl Alcohol 0.044 ppbv - 0.13  ug/m3
127-184  165.8 Tetracliloroethylene ND 0.029 ppbv 0.20 ug/m3
109-99-3  72.11 Tetrahydrofaran ND:™ <+ 0.20 '0.045 ppbv 0.13 ug/m3
108-88-3 92.14 Toluene 0.60 . 0.20 0.020 ppbv 0.075 ug/m3
" 79-01-6 131.4  Trichloroethylene ND 0.040 0.019 ppbv 0.10 ug/m3
75-69-4 137.4 Trichlorofluoromethane 0.26 0.20 0.014 ppbv 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20 0.017 ppbv 0.043 ug/m3
108-05-4 86 Vinyl Acetate ND 0.20 0.058 ppbv . 0.20 ug/m3
106.2 m,p-Xylene - 0.17 0.20 0.032 ppbv J 0.74 0.87 0.14 ug/m3
95-47-6 106.2 o-Xylene ND 0.20 0.019 ppbv ND 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.17 0.20 0.019 ppbv ] 0.74 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1 Run#2  Limits ¢
460-00-4  4-Bromofluorobenzene 68% 65-128%

ND = Not detected
RL = Reporting Limit :
E = Indicates value exceeds calibration range

MDL - Meéthod Detection Linﬁt

j = Indicates an estimated ﬁlue

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data:

£ 2W40302.D;:

Accutest Laboratories
Report of Analysis Page 1 of 2
Client Sample ID: P017-1A003-140127-01 N
Lab Sample ID:  JB58857-25 Date Sampled: 01/28/14 P
Matrix: AIR - Air Summa ID: A670 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Case# 276
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2W40302.D 1.48 02/01/14  YMH n/a n/a V2W1683
un #2
Initial Volume
Run #1 592 ml
Run #2
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
67-64-1 . 58.08 Acetone 15.3 0.20 0.034 ppbv 363 5048  0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND: 0.20 0.020 ppbv ND: 0.044 ug/m3
71-43-2  78.11 Benzene 0:19 © 0.20 0.021 ppbv ] O0.61 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND 0.20 0.025 ppbv ND* 5 0.17 ug/m3
75-25-2 252.8 ' Bromoform . ND. 0.20 0.022 ppbv ND. -, 0.23 ug/m3
74-839  94.94 Bromomethane ND 0.20 0.017 ppbv  ND- - 0.066 ug/m3
§93-60-2  106.9 Bromoethene - 0.014 ppbv ND-.: - - 0.061 ug/m3
100-44-7 126  Benzyl Chloride 0.025 ppbv ND 0.13  ug/m3
75-15-0 76.14 Carbon disulfide 0.017 ppbv ND 0.053 ug/m3
108-90-7  112.6 Chlorobenzene 0.025 ppbv ND - 0.12 ug/m3
75-00-3 64.52 Chloroethane 0.020 ppbv ND - 0.053 ug/m3
67-66-3 119.4 Chloroform 0.019 ppbv J .0.59 0.093 'ug/m3
74-87-3 50.49 Chloromethane : 0.034 ppbv ¥ 0.070 ug/m3
107-05-1 76.53  3-Chloropropene 0.028 ppbv ND 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.020 ppbv ND 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.011 ppbv ND 0.069 ug/m3
110-82-7  84.16 Cyclohexane 0.058 ppbv ND 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane ! 0.016 ppbv ND 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ‘0.021 ppbv ND 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND 0.027 ppbv ND" - 0.21 ug/m3
107-06-2 98.96 1,2-Dichloroethane ND 0.20 0.016 ppbv ND - 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND 0.20 0.040 ppbv ND 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND 0.20 0.060 ppbv ND 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.39 0.20 0.015 ppbv 1.9 0.074 ug/m3
. 124-48-1 208.3 Dibromochloromethane ND 0.20 0.029 ppbv ND 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene =~ ND 0.20 0.015 ppbv ND 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv ND 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene ND 0.20 0.029 ppbv ND - 0.17 ug/m3
106-46-7 147  p-Dichlorobenzene ND - 0.200 0.022 ppbv ND 0.13 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 0.095 ug/m3

ND = Not detected

RL = Reporting Limit

E = Indicates value exceeds calibration range

MDL - Method Detection Limit

jf= Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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- Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P017-1A003:140127-01 ,
Lab Sample ID:  JB58857-25 : Date Sampled: 01/28/14
Matrix: AIR - Air Summa ID: A670 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a
Project: Case# 276 ' -
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
 64-17-5  46.07 Ethanol 0.19 ppbv ﬂ' 2 - 094  0.36 ug/m3
100-41-4 106.2 Ethylbenzene 0.020 ppbv N 0.87  0.087 ug/m3
141-78-6 88 Ethyl Acetate 0.057 ppbv 2 072 02! ug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv N ©0.98  0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 2 1.5 0.16 ug/m3
76-14-2 170.9 Freon 114 0.021 ppbv N .. 1.4 0.15 ug/m3
142-82-5  100.2 Heptane 0.020 ppbv N ~0.82  0.082 ug/m3
. 87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv N 21 067 ug/m3
110-54-3  86.17 Hexane 0:016 ppbv 0 0.70  0.056 ug/m3
591-78-6 100  2-Hexanone 0.025 ppbv %082  0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv 0.49°  0.096 ug/m3"
75-09-2 84.94 Methylene chloride 0.047 ppbv “0.69 0.16 wug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 059 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone 0.029 ppbv S 082 012 ug/m3
1634-04-4 88.15 Methyl Tert Butyl Ether 0.017- ppbv )t .o 0.72  0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv - .08 016 ug/m3
115-07-1 42 Propylene - 0.031 ppbv ' 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv 0.085 ug/m3
‘71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3°
79-00-5 133.4  1,1,2-Trichloroethane 0.031 ppbv 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1.  114.2 2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol 0.044 ppbv 0.13 ug/m3
127-18-4 165.8 Tetrachloroethylene 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv 0.13 ug/m3
108-88-3 = 92.14 Toluene 0.020 ppbv 0.075 ug/m3
79-01-6 131.4 Trichloroethylene 0.019 ppbv 0.10 ug/m3
75-69-4 137.4  Trichlorofluoromethane 0.014 ppbv 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.017 ppbv 0.043 ug/m3
108-05-4 86 Vinyl Acetate . 0.058 ppbv . 0.20 ug/m3
106.2 m,p-Xylene _ 0.22 - 0.20 0.032 ppbv 0.96 0.87 0.14 ug/m3
95-47-6 106.2  o-Xylene "‘ND 0.20 0.019 ppbv ND 0.87 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.22 0.20. 0.019 ppbv 0.96 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1  Run#2  Limits
460-00-4  4-Bromofluorobenzene 75% 65-128%
"ND = Not detected MDL - Method Detection Limit ] = Indicates an estimated valie

RL = Reporting Limit

B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound
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~ Raw Data:_

- 2W40303.D

Accutest Laboratories

Report of Analysis

Page 1 of 2

Client Sample ID P017-SG001 140127-01

- &
Lab Sample ID:  JB58857-26 Date Sampled: 01/28/14 S
Matrix: " AIR- Air Summa ID: A309 Date Received: 01/30/14 ’
Method: TO-15 Percent Solids: n/a H
Project: Caseft 276

: File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2W40303.D 1.8 02/01/14 YMH, n/a n/a V2W1683
Run #2 \

Initial Volume - '

Run #1 720 ml
Run #2
VOA TO15 List
CASNo. MW Compound Resut RL MDL Unitsy Q Result RL  MDL Units
67-64-1 58.08 Acetone 9.8° 0.20 0.034 ppbv 7048  0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND 0.20 0.020 ppbv 0.44 0.044 ug/m3
71-43-2 78.11 Benzene ND 0.20 0.021 ppbv 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND 0.20 0.025 ppbv 1.3 0.17 ug/m3
75-25-2 252.8 Bromoform ND: - 0.20 0.022 ppbv 2.1 0.23 ug/m3
74-83-9 94.94 Bromomethane ND 0.20 0.017 ppbv “0.78  0.066 ug/m3
593-60-2 ©  106.9 Bromoethene 'ND° - 0.20 0.014 ppbv “0.87 0.061 ug/m3

- 100-44-7 126  Benzyl Chloride 0.025 ppbv o710 013 ug/m3
75-15-0 76.14 Carbon disulfide 0.017 ppbv . 70.62  0.053 ug/m3
108-90:7  112.6 Chlorobenzene 0.025 ppbv 092 0.12 ug/m3
75-00-3 64.52 Chloroethane 0.020 ppbv . 0.53  0.053 ug/m3
67-66-3 119.4 Chloroform 0.019 ppbv 0.98 0.093 ug/m3
74-87-3 - 50.49 Chloromethane 0.034 ppbv 0.41 0.070 ug/m3
107-05-1 76.53 3-Chloropropene 0.028 ppbv 0.63 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.020 ppbv ‘1.6 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.011 ppbv 1.3 0.069 ug/m3
110-82-7  84.16 Cyclohexane 0.058 ppbv 069 020 ug/m3
75-34-3 98.96 1,1-Dichloroethane 0.016 ppbv 0.81  0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene. 0.021 ppbv 0.79  0.083 ug/m3
106-93-4 187.9 1,2-Dibromoethane 0.027 ppbv 1.5 0.21 wug/m3
107-06-2 98.96 1,2-Dichloroethane 0.016 ppbv 0.81 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane 0.040 ppbv 092 0.13 ug/m3
123-91-1  88.12 1,4-Dioxane 0.060 ppbv 0.72 0.22 ug/m3
75-71-8 120.9 Dichloredifluoromethane 0.015 ppbv 0.99 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane 0.029- ppbv L7 025 ug/m3
"156-60-5  96.94 trans-1,2-Dichloroethylene 0.015 ppbv 0.79  0.059 ug/m3
156-59-2  96. 94 cis-1,2-Dichloroethylene ). 0.028 ppbv 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene [ .20 0.019 ppbv 0.91 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv - 1.2 0.15 ug/m3
95-50-1 147 o-Dichloroberizene ND | 0.20 0.029 ppbv - L2 047 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv 1.2 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021 ppbv 0.91  0.095 ug/m3

ND = Not detected

RL = Reportmg Limit

E = Indicates value exceeds calibration range

MDL - Method Detection Limit

} = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL - Method Detection Limit

Report of Analysis Page 2 of 2
Client Sample ID: P017-SG001-140127-01 _ S
Lab Sample ID:  JB58857-26 Date Sampled: 01/28/14 8
Matrix: - . AIR-Air SummaID: A309 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: Case# 276
VOA TO1S5 List
CASNo. MW Compound Resut RL MDL Units Q Result RL MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv 094 036 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv . 0.87 0.087 ug/m3
141-78-6 88 Ethyl Acetate . 0.057 ppbv 1072 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene 0.015 ppbv 0.98 0.074 ug/m3 -
76-13-1 187.4 Freon 113 . 0.021 ppbv 2 1.5 016 uy/m3
76-14-2 . 170.9 Freon 114 ND* 20 0.021 ppbv.  ND. 14 015 ug/m3
142-82-5  100.2 Heptane .20 0.020 ppbv ND. " - 082 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ND: 0.20 0.063 ppbv 21 067 ug/m3
110-54-3  86.17 Hexane ):2 0.016 ppbv 0.78 ~ 0.70  0.056 ug/m3
591-78-6 100  2-Hexanone . 0.025 ppbv ND:- - 0.82 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv 6.6 . 049 0.09 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv - 3.8 0.69 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 0.91. © 059 017 ug/m3
. 108-10-1 100.2 Methyl Isobutyl Ketone . 0.029 ppbv ND* 082 012 ug/m3
1634-04-4 88.15 Methyl Tert Butyl Ether 0.017 ppbv ‘ND: . 0.72  0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv ND. . 082 0.16 ug/m3
115-07-1 42 Propylene 0.031 ppbv 0.86 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv -~ 0.85  0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane v 0.016 ppbv S L1 0.087 ug/m3
79345  167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 14 021 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv S 11 017 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene 0.079 ppbv ;. L8 0.59 ug/m3
95-63-6 120.2 1,2,4-Trimethylbenzene 0.017 ppbv ", 098  0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv © 098 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 ppbv ~0.93 0.098 ug/m3
75650 = 74.12 Tertiary Butyl Alcohol 0.044 ppbv 7 0.61  0.13 ug/m3
127-18-4  165.8 Tetrachloroethylene 0.029 ppbv 1027 0.20 ug/m3
10999-9  72.11 Tetrahydrofuran 0.045 ppbv 059 013 ug/m3
108-88-3  92.14 Toluene 0.020 ppbv 0.75  0.075 ug/m3
79-01-6 131.4 Trichloroethylene 0.019 ppbv ND - 0.21  0.10 wug/m3
75-69-4 137.4 Trichlorofluoromethane 0.014 ppbv 14 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.017 ppbv ND 0.51  0.043 ug/m3-
108-05-4 86 Vinyl Acetate 0.058 ppbv ND 0.70 020 wug/m3
s 106.2 m,p-Xylene 0.032 ppbv ND 087 0.14 ug/m3
95-47-6 106.2 . o-Xylene - 0.019 ppbv ND 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.019 ppbv ND 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run# 1 Ruo#2  Limits
460-00-4 4-Bromofluorobenzene 74% 65-128% -

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data:

-2W40304.D ¢

Accutest Laborateries .
Report of Analysis _ Page 1 of 2
Client Sample ID: 'P017-SG002-140127-01 ' ' P
Lab Sample ID:  JB58857-27 Date Sampled: 01/28/14 N
Matrix: AIR - Air SummalD: A330 - - DateReceived: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Case#t 276
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2W40304.D 1 02/01/14 YMH n/a n/a V2W1683
Run #2 - : ‘
: Initial Volume
Run#1 400 ml '
n #2
VOA TO15 List
CASNo. MW Compound Resut RL MDL Units Q Result RL  MDL Units
67-64-1 58.08 Acetone 13.1 7.4+ 0.20 . 0.034 ppbv 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND 020 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene ( ND ©.70.20. 0.021 ppbv ND* .  0.64 . 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND- = .°0.20 0.025 ppbv ND:. . 13 0.17 ug/m3
75-25-2 252.8 Bromoform ND - 0.20 0.022 ppbv ND:. .. 21 023 ug/m3
74-839  94.94 Bromomethane ND 020 0.017 ppbv  ND: - 0.78 0.066 ug/m3
593-60-2  106.9 Bromoethene ND  .0.20 0.014 ppbv ND. . 087 0.061 ug/m3
100-447 126  Benzyl Chloride ND - 020 0025 ppbv -~ ND 0.13 ug/m3
75-15-0  76.14 Carbon disulfide : ND 020 0.017 ppbv 0.053 ug/m3
108-90-7  112.6 Chlorobenzene ND: 7 0.20 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethane ND-" . -0.20 0.020 ppbv 0.053 ug/m3
67-66-3 119.4 Chloroform : 0:24 -~ - 0.20 0.019 ppbv 0.093 ug/m3
74-87-3 50.49 Chloromethane - Q.12 .5 0.20 0.034 ppbv ] 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND: 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride ‘ND. "+ 0.20 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane ND. - 0.058 ppbv 0.20 wug/m3
75-34-3 98.96 1,1-Dichloroethane . NDi s - 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND - 0. 0.021 ppbv 0.083 ug/m3
106-93-4  187.9 1.2-Dibromoethane ND 020 0.027 ppbv 0.21 wug/m3
107-06-2  98.96 1,2.Dichloroethane ND: 020 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND. 0.20 0.040 ppbv 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND 0.20 0.060 ppbv 0.22 ug/m3
75-71-8 1209 Dichlorodifluoromethane 0.36 0.20 0.015 ppbv 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane ND 0.20 0.029 ppbv 0.25 wug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene ~ ND 0.20 0.015 pphv 0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 pphv 0.11 ug/m3
10061-01-5 111 cis-1,3-Dichloropropene ND 0.20. 0.019 ppbv 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND ° 12 015 ug/m3
95-50-1 147 o-Dichlorobenzene ND - 0.20 0.029 ppbv ND . 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND. - 12 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene  ND 0.20 0.021 ppbv ND 0981  0.095 ug/m3

ND = Not detected MDL - Method Detection Limit J = Indicates an estimated vajue

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P017-5G002-140127-01 ' »
Lab SampleID:  JB58857-27 Date Sampled: 01/28/14 5
Matrix: AIR - Air  Summa ID: A330 Date Received: 01/30/14 -
Method: TO-15 Percent Solids: n/a
Project: Case# 276
VOA TO15 List
CASNo. MW Compound : Result RL MDL Units Q Result RL  MDL Units -

64-17-5 46.07 Ethanol
100-41-4  106.2 Ethylbenzene
141-78-6 88 Ethyl Acetate

-0.50 0.19 ppbv
0.20- 0.020 ppbv
0.20 0.057 ppbv

2094 036 ug/m3
“0.87  0.087 ug/m3
072 021 ug/m3

622-96-8 120.2 4-Ethyltoluene ND' 020 0.015 ppbv - 098 0.074 ug/m3
76-13-1 187.4 Freon 113 ' 1.9~ 0.20 0.021 ppbv “ 1.5 0.16 ug/m3
76-14-2 170.9 Freon 114 ND - 020 0.021 ppbv ~1.4 . 0.15 ug/m3
142-82-5  100.2 Heptane ND: © . 0.20 0.020 ppbv - ND - -.0.82 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ND- - .0.20 0.063- ppbv ND.. = 21 0.67 ug/m3
- 110-54-3  86.17 Hexane , 0.14 "~ 0.20 0.016 ppbv J 049 - 070 0.056 ug/m3
591-78-6 100  2-Hexanone ND . 020 0.025 ppbv ND' - 082 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 1. 020 0.039 ppbv 2.7 0.49  0.096 ug/m3
75-09-2  84.94 Methylene chloride - 0.20 0.047 ppbv - 452 - 0.69 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.20 0.058 ppbv 1.6 - 0.59 017 ug/m3
108-10-1  100.2 Methyl Isobutyl Ketone 0.20 0029 ppbv =~ ND -  0.82 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether .0.20 - 0.017 ppbv  ND. 0.72  0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.20 0.040 ppbv ND 082 0.16 wug/m3
115-07-1 42 Propylene - 0.50  0.031 ppbv ND. 086 0.053 ug/m3
100-42-5  104.1 Styrene 0.20 0.020 ppbv ND:" . 0.85 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane 0.20 0.016 ppbv ND-"° 1.1 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.20 0.030 ppbv ND. 1.4 021 ug/m3
79-00-5 133.4  1,1,2-Trichloroethane .0.20 0.031 ppbv ND“ - 11 017 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene . 0.20 0.079 ppby ND- . 15 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene ©0.20 0.017 ppbv ND -~/ 098 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene .0.20 0.015 ppbv ND- - -0.98 0.074 ug/m3
540-84-1  114.2 2,2.4-Trimethylpentane -0.20 0.021 ppbv ND -~ ..0.93 - 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol *»0.20 0.044 ppbv ND™ ' 061 0.13 ug/m3
127-18-4  165.8 Tetrachloroethylene . 70.040 0.029 ppbv . ND  -.-0.27 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran “+.: 0.20 0.045 ppbv ND 0.59  0.13 ug/m3
108-88-3  92.14 Toluene 0.20 0.020 ppbv ND 0.75  0.075 ug/m3
79-01-6 131.4  Trichloroethylene 0.040 0.019 ppbv ND 0.21 0.10 ug/m3
75-69-4 137.4 Trichlorofluoromethane 0.20 .0.014 ppbv 1.6 - L1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.20 0.017 ppbv ND 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate -0.20 0.058 pphbv ND 070 0.20 ug/m3
: 106.2 m,p-Xylene 0.20 0.032 ppbv ND 0.87 0.14 ug/m3 -
© 95-47-6 106.2 o-Xylene 0.20 0.019 ppbv ND 0.87 0.083 ug/m3 -
1330-20-7 106.2 Xylenes (total) 0.20 0.019 ppbv ND 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1° Run#2 Limits
460-00-4  4-Bromofluorobenzene 1% ’ 65-128%
ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit

B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound
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Raw Data: BPAVEI{:HoRs
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Accutest Laboratories
Report of Analysis o Page 1 of 3
Client Sample ID: P018-IA001-140128-01 : »
Lab Sample ID:  JB58857-28 ' - Date Sampled: 01/29/14 8
Matrix: AIR - Air Summa ID: A754 ' Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a =
Project: Case# 276 ,
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 2W40305.D 1.52 02/01/14  YMH n/a n/a V2W1683
Run #2 2W40319.D 1.52 02/01/14  YMH n/a n/a V2ZW1683
Initial Volume
Run #1 608 ml
Run #2 . 100 ml
VOA TO15 List
CASNo. * MW  Compound Resut RL° MDL Units Q Result RL  MDL Units
67-64-1 58.08 Acetone - ' 1972 1.2 021 ppbv 4682 - 29  0.50 ug/m3
. 106-99-0  54.09 1,3-Butadiene ND  :0.20 0.020 ppbv ND - 044 0.044 ug/m3
71-43-2  78.11 Benzene 0.25 0.20 0.021 ppbv 080 - 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND - 0.20 0.025 ppbv ND. - 1.3 017 ug/m3
75-25-2 252.8 Bromoform ‘ ND: 0.20 0.022 ppbv ND- - 2.1 0.23 ug/m3
74-83-9  94.94 Bromomethane ND - -~ 0.20 0.017 ppbv ND~" -0.78 0.066 ug/m3
593-60-2 -+ 106.9 Bromoethene ND .. 0.20 0.014 ppbv ND- © 0.87  0.061 ug/m3
100-44-7 126  Benzyl Chloride ND . 0.20 0.025 ppbv ND: 1.0 0.3 ug/m3
75-15-0 76.14 Carbon disulfide ND = 0.20 0.017 ppbv ND: 062 0.053 ug/m3
108-90-7  112.6 Chlorobenzene ND' - 0.20 0.025 ppbv ND - 092 012 ug/m3
75-00-3 64.52 Chloroethane ND- 020 0.020 ppbv ND. 053 0.053 ug/m3
67-66-3 119.4 Chlofoform 043 . 0.20 0.019 ppbv 24 098 0.093 ug/m3
74-87-3 50.49 Chloromethane ’ 0.51 "~ 0.20 0.034 ppbv : 7041  0.070 ug/m3
107-05-1  76.53 3-Chloropropene -ND- . "~ 0.20 0.028 ppbv ND- - - 0.63 0.088 ug/m3
°o 95-49-8 126.6 2-Chlorotoluene \ : 0.020 ppbv ND-- . v1.0 010 ug/m3
56-23-5 153.8 Carbon tetrachioride 0.011 ppbv ND - 0.069 ug/m3
110-82-7  84.16 ' Cyclohexane 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1.1-Dichloroethane NI 7 0. 0.016 ppbv 0.065 ug/m3
75-35-4  96.94 1,1-Dichloroethylene ND  ©0.20 0.021 ppbv ] ; 0.083 ug/m3
106-93-4 1879 1,2-Dibromoethane ND- 0.20 0.027 ppbv ND-- "7 15 021 ug/m3
107-06-2 98.96 1,2-Dichloroethane ND"  --:0.20 0.016 ppbv ND ~ °~ 081 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND: -~ .0.20 0.040 ppbv ND 0.92 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND. 020 0.060 ppbv ND- 0.72 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.41 0.20 - 0.015 ppbv 2.0 - 0.99 ° 0.074 ug/m3
124-48-1 " 208.3 Dibromochloromethane ND 0.20 0.029 ppbv ND 1.7 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene =~ ND 0.20 0.015 ppbv ND 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND. 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv ND 091 0.086 ug/m3
541-73-1 147  m-Dichlorebenzene ND 0.20 0.025 ppbv ND 1.2 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene . ND "0.20 0.029 ppbv ND 12 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND 1.2 0.13 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene =~ ND 0.20 0.021 ppbv ND 0.91  0.095 ug/m3

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

. J = Indicates an estimated value
B = Indicates analyte found in associated method blank
~ N = Indicates presumptive evidence of a compound

-
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Accutest Laboratories

65-128%

Report of Analysis Page 2 of 3
Client Sample ID: P018-1A001-140128-01 »
Lab Sample ID:  JB58857-28 , Date Sampled: 01/29/14
Matrix: AIR - Air Summa ID: A754 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a
Project: Caseit 276 :
VOA TO15 List
CASNo. MW Compound Resut RL MDL Units Q Resut RL  MDL Units
64-17-5 46.07 Ethanol 1.1 ppbv E 8272 57 2.1 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv ND- 0.87 0.087 ug/m3
141-786 88 Ethyl Acetate 0.057 ppbv 0.72 021 ug/m3
622-96-8 120.2  4-Ethyltoluene 0.015 ppbv 098 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 15 0.16 ug/m3
76-14-2 170.9 Freon 114 0.021 ppbv ~+1.4 0,15 ug/m3
' 142-82-5° 100.2 Heptane 0.020 ppbv - 0.82  0.082 ug/m3
- 87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 721  0.67 ug/m3
110-54-3  86.17 Hexane ) 0.016 ppbv 0.70  0.056 ug/m3
591-78-6 100  2-Hexanone - 0.025 ppbv .-~ 082 010 wug/m3
67-63-0 60.1  Isopropyl Alcohol ) -0.039 ppbv 7049  0.096 ug/m3
75-09-2 84.94 Methylene chloride 10.047 ppbv . 0.69  0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv J- 059 017 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone D - . 0.029 ppbv ND - 0.82° 0.12° ug/m3
1634-04-4 88.15 Methyl Tert Butyl Ether ND . 0.20 0.017 ppbv ND . 072 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate X 0.040 ppbv ND - 0.82 0.16 ug/m3
115-07-1 42 Propylene 0.031 ppbv ND: * . " 0.86 0.053 ug/m3
100-42-5  104.1 Styrene 0.020 ppbv -~ 0.85  0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv S 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv “1.4 021 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv L1 017 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene 0.079 ppbv 1.5  0.59 ug/m3
95-63-6 120.2 1,2,4-Trimethylbenzene 0.017 ppbv 0.98  0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene- 0.015 ppbv 0.98 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 ppbv 0.93 0.098 ug/m3
75-65-0  74.12 Tertiary Butyl Alcohol A 20 0.044 ppbv 061 0.3 ug/m3
127-18-4  165.8 Tetrachloroethylene ND:* -+ %.0.040 0.029 ppbv 027 0.20 ug/m3
109-99-9 7211 Tetrahydrofuran 0.85°.  ° 0.20 0.045 pphv 059  0.13 - ug/m3
108-88-3  92.14 Toluene 0.55 7 0.20 0.020 ppbv ~0.75  0.075 ug/m3
79-01-6 131.4 Trichloroethylene ND . ' 0.040 0.019 ppbv 0.21 0.10 ug/m3
75-69-4 137.4 Trichlorofluoromethane 0.42. 0.20 0.014 ppbv 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20 0.017 ppbv 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate ND 0.20 0.058 ppbv 070  0.20 wug/m3
106.2 m,p-Xylene 0.14 0.20 0.032 ppbv ] 0.61 0.87 0.14 ug/m3
95-47-6 106.2 o-Xylene ND 0.20  0.019 ppbv ND 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.14 0.20 0.019 ppbv J 0.61 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run#1 Run#2 . Limits
460-00-4  4-Bromofluorobenzene 74% 78%

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL - Method Detection Limit

’

J = Indicates an estimated valie
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 3 of 3

Client Sample ID: P018-IA001-140128-01 H
Lab Sample ID:  JB58857-28 Date Sampled: 01/29/14 P
Matrix: AIR - Air Summa ID: A754 , Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: Case# 276 ' . - :
VOA TO15 List
CASNo. MW Compound \ Result RL MDL Units Q Result RL MDL Units
(a) Result is from Run# 2

Y r

ND = Not detected MDL - Method Detection Limit
* RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated valué
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data:

©2W40306.D0°:

/2W40320.D

Accutest Laboratories
Report of Analysis Page I of 3

Client Sample ID: P018-1A002-140128-01 A »
Lab Sample ID:  JB58857-29 Date Sampled: 01/29/14 S
Matrix: AIR - Air Summa ID: A751 Date Received: 01/30/14
Method: TO-15 ' - Percent Solids: n/a E
Project: Caset 276

FileID DF Analyzed By PrepDate ~  Prep Batch  Analytical Batch

2W40306.D 1.7 02/01/14  YMH n/a n/a - VZwi1683

2W40320.D = 1.7 02/01/14  YMH n/a n/a V2Ww1683

Initial Volume
Run #1 680 ml}
Run #2 100 ml

| VOA TO15 List

CASNo. MW Compound MDL Units Q Result RL MDL Units
67-64-1  58.08 Acetone 0.23  ppbv 437% .33 055 ug/m3.
106-99-0 54.09 1,3-Butadiene "~ 0.020 ppbv ND w044 0.044 ug/m3
71-43-2 78.11 Benzene 0.021 ppbv 0:89- . 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane 0.025 ppbv ND- 13 0.17 ug/m3
75-25-2 252.8 Bromoform 0.022 ppbv ND - 2.1 0.23 ug/m3
74-83-9 - 94.94 Bromomethane 0.017 ppbv ND - 0.78  0.066 ug/m3
593-60-2 . 106.9 Bromoethene 0.014 pipbv ND: 0.87  0.061 ug/m3
100-44-7 126  Benzyl Chloride 0.025 ppbv ND 1.0 013 ug/m3
75-15-0 76.14 Carbon disulfide 0.017 ‘ppbv ND. 0.62 0.053 ug/m3
108-90-7  112.6 Chlorobenzene 0.025 ppbv ND: . 092 0.12 ug/m3 |
75-00-3 64.52 Chloroethane 0.020 ppbv ND 053 0.053 ug/m3 |
67-66-3 119.4 Chlofoform 0.019 ppbv 23. 098 0.093 ug/m3 |
74-87-3 50.49 Chloromethane 0.034 ppbv 1.0 -7 041  0.070 ug/m3
107-05-1  76.53 3-Chloropropene 0.028 ppbv ND_ 063 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.020 ppbv. ~ ND° ~"1.0. 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.011 ppbv ND.. -0.069 ug/m3
110-82-7  84.16 Cyclohexane -0.058 ppbv ND: 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane 0.016 ppbv ND - 0.065 ug/m3 -
75-35-4 96.94 1.1-Dichloroethylene 0.021 ppbv ND 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane 0 0.027 ppbv ND - 0.21 ug/m3
107-06-2  98.96 1,2-Dichloroethane . 0.016 ppbv 'ND- 0.065 ug/m3 |
78-87-5 113 1,2-Dichloropropane 0.040 ppbv ND 0.18 ug/m3 |
123-91-1  88.12 1,4-Dioxane 0.060 ppbv ND 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.015 ppbv 2.1 0.074 ug/m3
124-48-1 208.3 Dibromochloromethane 0.029 ppbv ND 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene 0.015 ppbv ND 0.059 ig/m3
156-59-2  96.94 cis-1,2-Dichloroethylene 0.028 ppbv ND 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene .20 0.019 ppbv . ND 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 0.15 ug/m3
95-50-1 147  o-Dichlorobenzene ND 0.20 0.029 ppbv ND 1.2 0.17 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND 1.2 013 ug/m3
10061-02-6 111

trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 0.91 0.095 ug/m3

ND = Not detected

RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL - Method Detection Limit _ ] = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

) Report of Analysis Page 2 of 3

Client Sample ID: P018-1A002-140128-01 A >
Lab Sample ID:  JB58857-29 Date Sampled: 01/29/14 3
Matrix: AIR - Air Summa ID: A751 - Date Received: 01/30/14 .
Method: T0-15 . . . Percent Solids: n/a =
Project: Caseft 276
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units
64-17-5  46.07 Ethanol 1.3 ppbv ;a" 87 0764 24  ugm3
100-41-4  106.2 Ethylbenzene ‘ND- 0.020 ppbv 0.87 0.087 ug/m3
141-78-6 88 Ethyl Acetate .20 0.057 ppbv ',o 72 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene ND. 0.20 0.015 ppbv 098  0.074 ug/m3
76-13-1 187.4 Freon 113 0.36- 0.20 0.021 ppbv 1.5 016 ug/m3
76-14-2 170.9 Freon 114 ND: - 0.200 0.021 ppbv - 1.4 0.15 ug/m3
142-82-5  100.2 Heptane 0. 10 ©0.20 0.020 ppbv J ¢ ©0.82  0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ND 0.20 0.063 ppbv ND: 2.1 0.67 ug/m3
110-54-3 86.17 Hexane 0.31. :0.20 0.016 ppbv B ¥ ’._ ~0.70  0.056 ug/m3
591-78-6 100  2-Hexanone _‘ND ' 0.20 0.025 ppbv ND: -0.82 010 ug/m3
67-63-0 60.1°  Isopropyl Alcohol 3.6, 0.20 0.039 ppbv 0.49  0.096 ug/m3
75-09-2 84.94 Methylene chloride .o 0.20 0.047 ppbv ©0.69 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 24 0.20 0.058 ppbv 0.59 0.17 ug/m3
108-10-1  100.2 Methyl Isobutyl Ketone ND 0.20 0.029 ppbv ND - 082 012 ug/m3
1634-04-4 88.15 Methyl Tert Butyl Ether ND. 0.20 0.017 ppbv ND . 0.72 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate ND 0.20 0.040 ppbv ND° 08 0.16 ug/m3
115-07-1 42 Propylene ND: - 0.50 0.031 pphv ND . 0.86  0.053 ug/m3
100-42-5  104.1 Styrene ND: 0.20 0.020 ppbv ND- - 0.85 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ‘ND 0.016 ppbv 1 0.087 ug/m3
79-34-5 167.9° 1,1,2,2-Tetrachloroethane 0.030 ppbv L4 021 ug/m3
79-00-5  133.4 1,1,2-Trichloroethane 0.031 ppbv 11 017 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene 0.079 ppbv L5 059 ug/m3
95-63-6 120.2  1,2;4-Trimethylbenzene 0.017 ppbv .7 0.98  0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv . © 098 0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane 0.021 -ppbv 093  0.098 ug/m3
75-65-0 74.12 Tertiary Butyl Alcohol 0.044 ppbv - 0.61  0.13 ug/m3 -
127-18-4  165.8 Tetrachloroethylene 0.029 ppbv 0.27 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv - 059 013 ug/m3
108-88-3  92.14 Toluene 0.020 ppbv 0.75 0.075 ug/m3
79-01-6 131.4 Trichlorpethylene 0.019 ppbv 0.21 0.10 wug/m3
75-69-4 137.4 Trichlorofluoromethane 0.014 ppbv 11 0.079 ug/m3
75-01-4 62.5  Vinyl chloride 0.017 ppbv 0.51  0.043 ug/m3
108-05-4 86 Vinyl Acetate , . 0.058 ppbv 0.70 0.20 wug/m3

106.2 m,p-Xylene 0.23 0.20 0.032 ppbv 0.87 0.14 ug/m3
95-47-6 106.Z o-Xylene ND 0.20 0.019 ppbv 0.87 0.083 ug/m3
1330-20-7 106.2 ~Xylenes (total) 0.23 0.20 0.019 ppbv 0.87 0.083 ug/m3
CASNo.  SurrogateRecoveries =~ Run#1 Run#2  Limits
460-00-4 -Bromoﬂuorobenzene 7% . 70% 65-128%

ND = Not detected
RL = Reporting Limit
=. Indicates value exceeds calibration range

MDL - Method Detectlon Limit

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis © Page3of3

Client Sample ID: P018-IA002-140128-01 ‘ »

Lab Sample ID:  JB58857-29 Date Sampled: 01/29/14 8

Matrix: AIR - Air  Summa ID: A751 ~ Date Received: 01/30/14

Method: : TO-15 - : : Percent Solids: n/a E

Project: Caseft 276 |
o

VOA TOI5 List

CASNo. MW Compound : Resuit RL - MDL Units Q Result RL - MDL Units

(a) Result is from Run# 2

ND = Not detected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data: Era\Z{tk{URere

. Al
[ 2W40321.D , ' :

. Accutest Laboratories | ‘
-Report of Analysis  Pagelof3
Client Sample ID: P018-1A003-140128-01 _ . 3
Lab Sample ID:  JB58857-30 - » Date Sampled: 01/28/14 3 .
Matrix: AIR - Air Summa ID: A1002 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a , =
IProject: - Caset 276 , |

~ FilelD| DF An_alyze_di By Prep Date Prep Batch  Analytical Batch
Run #1 2W40307.D 1 02/01/14 YMH na n/a V2W1683

#2  2Wa0321D 1 020114 YMH  wnha n/a V2W1683

— 7Iunit-ial Volume

Run #1 400 ml-
Rn#z__50.0ml -_

VOA TO15List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
. 67-64-1 58.08 Acetone 228% 1.6 027 ppbv 0.64 ug/m3
106-99-0  54.09 1,3-Butadiene ND - - 0.20 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene 0.28  :0.20 0.021 ppbv 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND° 0.20 0.025 ppbv 0.17 ug/m3
75-25-2 252.8 Bremoform : ND-: 020 0.022 ppbv 0.23 ug/m3
74-83-9 94.94 Bromomethane ND * " 0.20 0.017 ppbv 0.066 ug/m3
593-60-2 106.9 Bromoethene ND - - 0.20 0.014 ppbv 0.061 ug/m3
100-44-7 126  Benzyl Chloride ND . 0.20 0.025 ppbv 0.13 ug/m3
75-15-0 76.14 Carbon disulfide ; ND 20.20  0.017 ppbv "0.053 ug/m3
108-90-7  112.6 Chlorobenzene ND - ' .0.20 0.025 ppbv 0.12 ug/m3
75-00-3 64.52 Chloroethane ND - 0.20 0.020 ppbv 0.053 ug/m3
67-66-3 119.4 Chloroform _ 0.53° . - 0.20 0.019 ppbv 0.093 wg/m3
74-87-3 50.49 Chloromethane 0.53 7 0.20 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND“. .. 0.20 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ) ND " 0.20 0.020 ppbv 0.10 wug/m3
56-23-5  153.8 Carbon tetrachloride ND & 5020 0.011 ppbv 10.069 ug/m3
110-82-7 . 84.16 Cyclohexane . ND . . 020 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane ND  “770.20 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND: = 0.20 0.021 ppbv 0.083 ug/m3
106-93-4 - 187.9 1,2-Dibromoethane ND -~ 0.20° 0.027 ppbv 0.21 ug/m3
107-06-2 98.96° 1,2-Dichloroethane ND ~0.20 0.016 ppbv D . 0. 0.065 ug/m3
~ 78-87-5 113 1,2-Dichloropropane " ND 0.20 0.040 ppbv ND 0.92 0.18 ug/m3
123-91-1 88.12 1,4-Dioxane "~ ND 0.20 ° 0.060 ppbv ND 0.72 ° 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.42 0.20 0.015 pphv 2.1 0.99 0.074 ug/m3
124-48-1 208.3 Dibromochlorqmethane ND 0.20 0.029 ppbv ND 17 0.25 ug/m3
.156-60-5  96.94 trans-1.2-Dichloroethylene =~ ND 0.20 0.015 ppbv ND 0.79  0.059 ug/m3
136-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND 0.79 0.11 ug/m3
10061-01-5 111  cjs-1,3-Dichloropropene ND 0.20 0.019 ppbv ND 0.91 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 0.15 ug/m3
95-50-1 147 o-Dichlorobenzene . ND 0.20 0.029 ppbv ND 12 017 ug/m3
106-46-7 147  p-Dichlorobenzene ~ND 0.20 0.022 ppbv ND ~ 12 013 ug/m3
10061-02-6 111 trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 091  0.095 ug/m3

ND = Not detected =~ MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated valie
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories
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65-128%

Report of Analysis Page 2 of 3

Client Sample ID: P018-1A003-140128-01 A
Lab Sample ID:  JB58857-30 Date Sampled: 01/28/14 8
Matrix: AIR - Air Summa ID: A1002 Date Received: 01/30/14 —
Method: . TO-15 Percent Solids: n/a
Project: Case# 276 :
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units
64-17-5 46.07 Ethanol - a7 40 1.5 pphv 1020‘3' 7.5 28 ug/m3
100-41-4  106.2 Ethylbenzene . 0.20 0.020 ppbv 'ND. "~ .°0.87 0.087 ug/m3
141-78-6 88 Ethyl Acetate .0.20 0.057 ppbv 25 -0 072 0.21 ug/m3
622-96-8  120.2 4-Ethyltoluene . 0.20 0.015 ppbv ND- -~_,5- 0.98 0.074 ug/m3
76-13-1 187.4 Freon 113 © 0.20 0.021 ppbv 38 .. 15 0.16 ug/m3
76-142 1709 Freon 114 . .0.20 0021 ppbv  ND .. .14 0.5 ug/m3
142-82-5 100.2 Heptane - 0.20 0.020 ppbv ] 0.57- -  0.82 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.20 0.063 ppbv ND . 21 067 ug/m3
110-54-3  86.17 Hexane .. 0.20 0.016 ppbv 099 . - 070 0.056 ug/m3
991-78-6 100  2-Hexanone . 0.20 0.025 ppbv ND .. 082 010 ug/m3
67-63-0 60.1  Isopropyl Alcohol 0.20 0.039 ppbv 16 © 049 0.09 ug/m3
75-09-2 84.94 Methylene chloride "~ 0.20 0.047 ppbv 3.0 069 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone . -0.20  0.058 ppbv 38 . 059  0.17 ag/m3
108-10-1 100.2 Methyl Isobutyl Ketone ND 0.20 0.029 ppbv ND - 0.82 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether ND 0.20 0.017 ppbv ND 0.72  0.061 ug/m3
80-62-6 100.12 Methylmethacrylate ND- 0.20 0.040 ppbv ND 0.82 0.16 ug/m3
115-07-1 42 Propylene ND-- 0.50 0.031 ppbv ND .. 0.86 :0.053 ug/m3
100-42-5  104.1 Styrene ND:. 0.20 0.020 ppbv ND . " 0.85 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ND 0.20 0.016 ppbv ND. LI  0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane ND 0.20 0.030 ppbv ND = 14 021 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane D 0.031 ppbv ND - ... L1 017 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene 0.079 ppbv ND. - .15 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv ND - 7 0.98 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv ND "- 098 0.074 ug/m3
.540-84-1  114.2  2,2,4-Trimethylpentane 0.021 ppbv ND 7~ 0.93 0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol 0.044 ppbv J 045 0.61 0.13 ug/m3
127-18-4  165.8 Tetrachloroethylene 0.029 ppbv ND- . 027 020 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv L7 059 0.13 ug/m3
108-88-3  92.14 Toluene 0.020 ppbv 2.2 0.75 0.075 ug/m3
79-01-6 131.4 Trichloroethylene 0.019 ppbv ND 021 0.10 ug/m3
75-69-4 137.4 Trichlorofluoromethane 0.014 ppbv 1.9 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ; 0.017 ppbv ND 0.51 0.043 ug/m3’
108-05-4 86 Vinyl Acetate .20 0.058 ppbv ND 0.70 . 0.20 ug/m3

106.2 m,p-Xylene 0.19 0.20 0.032 ppbv J 0.83 0.87 0.14 wug/m3
95-47-6 106.2 o0-Xylene ND 0.20 0.019 ppbv ND 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) 0.19 0.20 0.019 ppbv J 0.83 0.87 0.083 ug/m3
CASNo.  Surrogate Recoveries Run# 1 Run# 2 Limits
460-00-4  4-Bromofluorobenzene 85% 75%

ND = Not detected

RL = Reporting Limit

MDL - Method Detection Limit J=

1

E = Indicates value exceeds calibration range

Indicates an estimated value

B = Indicates analyte found in associated method blank

N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 3 of 3

Client Sample ID: P018-1A003-140128-01
Lab SampleID:  JB58857-30 . .

Date Sampled: 01/28/14

&
: 8

Matrix: AlIR - Air Summa ID: A1002 Date Received: 01/30/14

Method: TO-15 : Percent Solids: n/a =

Project: Case# 276

VOA TO15 List

CAS No. MW Compound Result RL MDL Units Q Result RL MDL Units

(a) Result is from Run# 2

ND = Not detected MDL - Method Detectibn Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Raw Data:

W45651.D¢

Accutest Laboratories
Report of Analysis Page 1 of 2
Client Sample ID: P018-SG001-140128-01 ‘
Lab Sample ID: - - JB58857-31 Date Sampled: 01/29/14
Matrix: AIR - Air Summa ID: A853 Date Received:  01/30/14
Method: : TO-15 * Percent Solids: n/a
Project: Casef 276 '
— FileID 7 DF An;lyzed By - Prep Date Prep Batch  Analytical Batch
Run #1 W45651.D | O 02/01/14  DFT n/a ' n/a VW1824
. [Run #2 N
Initial Volume
Run #1 400 ml
Run #2 -
VOA TO15 List - . {
CASNo. MW Compound Result- RL MDL Units Q Resalt RL MDL Units

67-64-1 58.08 Acetone
106-99-0 54.09 1.3-Butadiene
71-43-2 78.11  Benzene
75-27-4 163.8 Bromodichloromethiane ‘
75-25-2 252.8 Bromoform
74-83-9 94.94 Bromomethane
593-60-2 106.9 Bromoethene .
100-44-7 126  Benzyl Chloride
75-15-0 76.14 - Carbon disulfide
108-90-7 112.6 Chlorobenzene
75-00-3 - 64.52 Chloroethane -
67-66-3 119.4 Chloroform

.0.20 0.034 ppbv 50:4: . 0.48 0.081 ug/m3
0 0.20  0.020 ppbv ND' -~ 7044 0.044 ug/m3

1 0.200 0.021 ppbv ND.©  0.64 0.067 ug/m3

0.20 0.025 ppbv  'ND 1.3 0.17 ug/m3
©0.20 0.022 ppbv ND 21 023 ug/m3
020 0.017 ppbv ND ©  0.78 0.066 ug/m3
2. 0.20 0.014 ppbv ND* " 0.87 0.061 ug/m3
. 0.20 0.025 ppbv ND © - 1.0 0.3 ug/m3
S 0.20 0.017 ppbv ND- 062 0.053 ug/m3
2+ 020 0.025 ppbv ND 092 0.12 ug/m3
. 0.20 0.020 ppbv ND .~ 053 0.053 ug/m3
©0.20 0.019 ppbv 3

o 0.093 ug/m3
74-87-3 50.49 Chloromethane +7.0.20 -0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene .- -0.20  0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene " 0.20 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachleride ©7-0.20  0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane -.0.20 0.058 ppbv 0.20 ug/m3
75-34-3 98.96 1,1-Dichloroethane D~ 020 0.016 ppbv 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ..0.20 0.021 ppbv 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane 20,200 0.027 pphv 0.21 ug/m3
107-06-2 - 98.96 1,2-Dichloroethane - 020 0.016 ppbv 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane '0.20 0.040 ppbv 0.18 ug/m3
123-91-1 88.12 1,4-Dioxane 0.20 0.060 pphbv 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.20 0.015 ppbv 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane 0.20 0.029 ppbv ND 1.7 0.25 ug/m3
156-60-5 -96.94 trans-1,2-Dichloroethylene 0.20 0.015 ppbv ND 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene 0.20 0.028 ppbv ND 0.79 0.11 wug/m3
10061-01-5 111  cis-1,3-Dichloropropene 0.20 0.019 ppbv ND 091 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv ND 1.2 0.15 ug/m3
95-50-1 147 o-Dichlorobenzene ND. 0.20 0.029 ppbv ND 12 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv . ND 1.2 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene  ND 0.20 0.021 ppbv ND 091 0.095 ug/m3

ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indlcates value exceeds. cahbratmn range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

65-128% -

Report of Analysis Page 2 of 2

Client Sample ID: P018-SG001-140128-01 »
Lab Sample ID:  JB58857-31 Date Sampled: 01/29/14 -9
Matrix: AIR - Air  Summa ID: A853 " Date Received: 01/30/14

Method: TO-15 Percent Solids: n/a =
Project: Case# 276

VOA TOIS List

. CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
64-17-5 46.07 Ethanol 0.19 ppbv 0.36 ug/m3
100-41-4  106.2 Ethylbenzene -0.020 ppbv 0.087 ag/m3
141-78-6 88  Ethyl Acetate 0.057 ppbv 0.21 ug/m3
622-96-8 120.2  4-Ethyltoluene 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 0.16 ug/m3
76-14-2 1709 Freon 114 0.021 ppbv 0.15 ug/m3
142-82-5  100.2 Heptane 0.020 ppbv 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv 0.056 ug/m3
591-78-6 100  2-Hexanone _ 0.025 ppbv 0:.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol S 0.039 ppbv © 0.096 ug/m3
75-09-2 84.94 Methylene chloride 3.77 0.047 ppbv 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 40 0.058 ppbv 0.17 ug/m3
108-10-1  100.2 Methyl Isobutyl Ketone D 0.029 ppbv 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether "ND, . 0.20 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate : 0.040 ppbv 0.16 ug/m3
115-07-1 12 Propylene 0.031 ppbv 0.053 ug/m3
100-42-5 104.1 Styrene 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1.1,2-Trichloroethane 0.031 ppbv 0:17 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 pphv 0.084 ug/m3
108-67-8 = 120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1 1142 2,2,4-Trimethylpentane : 0.021 ppbv 0.098 ug/m3
75-65-0 74.12 Tertiary Butyl Alcohol ND~ = " 0.20 0.044 ppbv 0.13 ug/m3
127-18-4 165.8 Tetrachloroethylene 0.26. 0.040 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran ND. ~ ©0.20 0.045 ppbv [ . 0.13 ug/m3
108-88-3 92.14 Toluene 0.19 0.20 0.020 ppbv J 0.72 ' 0.75 0.075 ug/m3
79-01-6 131.4 Trichloroethylene 0.81 0.040 0.019 ppbv 447 . 021 010 ug/m3
75-69-4 137.4 Trichlorofluoromethane 0.34 0.20 0.014 ppbv 1.9 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20 0.017 ppbv ND 0.51 0.043 ag/m3
108-05-4 86 Viny! Acetate ND 0.20 0.058 ppbv ND 070 0.20 ug/m3

106.2 m,p-Xylene 0.11 0.20 0.032 ppbv J 0.48 087 0.14 ug/m3

95-47-6 106.2 o0-Xylene ND 0.20 0.019 ppbv ND 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) - 0.11 0.20 0.019 ppbv ] 0.48 0.87 0.083 ug/m3
CASNo. . Surrogate Recoveries Run#1 Run#2  Limits

460-00-4  4-Bromofluorobenzene - 90%

ND = Not detected
RL = Reporting Limit :
E = Indicates value exceeds calibration range

MDL - Method Detection Limit

] = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compaund
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Raw Data:

+ W45652.D"

Accutest Laboratories ,
Report of Analysis Page 1 of 2

Client Sample ID: P018-5SG002-140128-01 , : s
Lab Sample ID:  JB58857-32 _ Date Sampled: 01/29/14 3
{Matrix: ' AIR - Air Summa ID: A271 Date Received: 01/30/14 ,
Method: TO-15 Percent Solids: n/a g =
Project: Case# 276 .

File I DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 W45652.D 1 02/01/14  DFT n/a n/a VWis24 |
Run #2 -

Initial Volume
Run #1. 400 ml
Run #2
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone 11.8 . 0.20 0.034 ppbv 28:0 0.48 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND 020 0.020 ppbv ND - 044 0.044 ug/m3
71-43-2 78.11 Benzene 0.19 . .0.20 0.021 ppbv J 0.61 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND - 020 0.025 ppbv ND = 13 0.7 ug/m3
75-25-2 252.8 Bromoform ‘ ND- 0.20 0.022 ppbv - ND 2l 0.23 " ug/m3
74-83-9 94.94 Bromomethane : " ND 0.20 0.017 ppbv ND- 0.78 0.066 ug/m3
593-60-2  106.9 Bromoethene ND: . 0.20 0.014 ppbv ND. . 0.87 0.061 ug/m3
100-44-7 = 126  Benzyl Chioride _ ND - 0.20 0.025 ppbv ND 1.0 0.13 ug/m3
75-15-0 76.14 Carbon disulfide ‘ND- 0.20 0.017 ppbv ‘ND- - - .0.62 0.053 ug/m3
108-90-7  112.6 Chlorobenzene ND . 0.20 0.025 ppbv ND: - - 092 0.12 ug/m3
75-00-3 64.52 Chloroethane ND  0.20 0.020 ppbv ND - -~ 053 0.053 ug/m3
67-66-3 119.4 Chloroform - 0:24 . 0.20 0.019 ppbv. 1.2 0.98  0.093 ug/m3
74-87-3 50.49 Chloromethane 043 .- 020 0.034 ppbv 0.89:: - 041 0.070 ug/m3
107-05-1  76.53 3-Chloropropene ND ~0.20 0.028 ppbv ND . 063 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND=., 70.20 0.020 ppbv ND . 1.0 '0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 1.7 - 0.20 0.011 ppbv A 1.3 0.069 ug/m3
110-82-7  84.16', Cyclohexane ND+ s 0.058 ppbv ND. ~ 069 020 ug/m3
. 75-34-3 98.96 1.1-Dichloroethane ND - 70. 0.016 ppbv ND 081 0.065 ug/m3
75-35-4 - 96.94 1,1-Dichioroethylene ND-  0.20 0.021 ppbv ND " 0.79 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND 0.20 0.027 ppbv ND: 1.5 021 ug/m3
107-06-2  98.96 1,2-Dichloroethane . ND* 020 0.016 ppbv ND - 0.81 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND - 0.20 0.040 ppbv ND 092 0.183 ug/m3
123-91-1 88.12 1,4-Dioxane ND 0.20 0.060 ppbv ND 0.72 022 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.56 0.20 0.015 ppbv 28 - 0389 0.074 ug/m3
124-48-1  208.3 Dibromochioromethane =~ ND 0.20 0.029 ppbv ND 1.7 025 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene  ND 0.20 0.015 ppbv ND .79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv ND 091 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND 0.20 0.025 ppbv. - ND 1.2 0.15 ug/m3
95-50-1 147 o-Dichlorobenzene ND 0.20 0.029 ppbv ND 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene . ND - 0.20 0.022 ppbv ND 1.2 0.13 ug/m3
10061-02-6 111 = trans-1,3-Dichloropropene - ND 0.20 0.021 ppbv ND 0.91 0.095 ug/m3

ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis

Page 2 of 2

Client Sample ID: P018-SG002-140128-01 s
Lab SampleID:  ]B58857-32 Date Sampled: 01/29/14 . 3
Matrix: AIR - Air Summa ID: A271 ~ Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a ) E
Project: Case# 276
VOA TO1S List
CAS No. MW  Compound Resuit RL MDL Units Q Result RL MDL Units
64-17-5 46.07 Ethanol - 0,50 0.19 ppbv - 0.94 036 ug/m3
100-41-4  106.2 Ethylbenzene . 170.20  0.020 ppbv - 0.87  0.087 ug/m3
141-786 88 Ethyl Acetate 5.0.20  0.057 ppbv - 072 021 ug/m3
622-96-8  120.2 4-Ethyltoluene ~0.20  0.015 ppbv ~0.98 0.074 ug/m3
76-13-1 187.4 Freon 113 " 0.20 0.021 ppbv A0 15 016 ug/m3
76-14-2 170.9 Freon 114 S0 020 0.021 ppbv NI 14 015 ug/m3
142-82-5  100.2 Heptane ©0.20 0.020 ppbv ‘ND- °'0.82 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene . 0.20 0.063 ppbv ND: 21  0.67 ug/m3
110-54-3  86.17 Hexane - -~ 0.200 0.016 ppbv ALk 070 0.056 ug/m3
591-78-6 100  2-Hexanone : 0.20 0.025 ppbv ND: -0.82 0,10 ug/m3
67-63-0 60.1 Isopropyl Alcohol - 0.20  0.039 ppbv 11 " 049 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.20 0.047 ppbv ls‘j 0.69 0.16 ug/m3
78-93-3 72.11 Methyl ethyl ketone 0.20 0.058 ppbv 1725 059 017 ug/m3.
108-10-1 ~ 100.2 Methyl Isobutyl Ketone ND_ -0.20 0.029 ppbv ND' - 082 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether ND:: - 020 0.017 ppbv ND-- "0.72  0.061 ug/m3
80-62-6 100.12 Methylmethacrylate ND - .. 020 0.040 ppbv ND - 0.82 0.16 ug/m3
115-07-1 - 42 Propylene ND - .. 0.50 0.031 ppbv ND.: 086 0.053 ug/m3
100-42-5  104.1 Styrene ND:: -~ 0.20 0.020 ppbv ‘ND-- 0.85 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ND. 020 0.016 ppbv ND: 1.1 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane ND - 020 0.030 ppbv 14 021 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 'ND. - 27020 0.031 ppbv L1 017 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene _ND:T 0.20 0.079 ppbv S %) 0.59 ug/m3
95-63-6 120.2 1,2,4-Trimethylbenzene ND: 7-0.20 .0.017 ppbv 7+ 098  0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene ND ©.0.20 0.015 ppbv 1098  0.074 ug/m3
540-84-1  114.2 2,2,4-Trimethylpentane .ND. ’lif»'.O 20 0.021 ppbv - 093  0.098 ug/m3
75-65-0 74.12  Tertiary Butyl Alcohol 'ND' - 2 0.20 0.044 ppbv 21061 0.13 ug/m3
127-18-4  165.8 Tetrachloroethylene 0. 095 0.040 0.029 ppbv ~20.27 020 wug/m3
109-99-9  72.11 Tetrahydrofuran 35 - 020 0.045 ppbv 10 - 059  0.13 ug/m3
108-88-3  92.14 Toluene 0.25 0.20 0.020 ppbv 0.94 ~0.75 0075 ug/m3
79-01-6 131.4  Trichloroethylene 0.36. 0.040 0.019 ppbv 1.9 0.21 0.10 ug/m3
75-69-4 137.4  Trichlorofluoromethane 0.28 0.20 0.014 ppbv 1.6 1.1 0.079 ug/m3
75-01-4 62.5  Vinyl chloride - ND 0.20 0.017 ppbv ND 0.51 0.043 ug/m3
108-05-4 86 Vinyl Acetate ND 0.20 0.058 ppbv ND 0.70 020 ug/m3

S 106.2 m,p-Xylene 0.14 0.20 0.032 ppbv J 0.61 0.87 0.14 ug/m3
95-47-6 106.2 * o-Xylene ND 0.20 0.019 ppbv ND 0.87 0.083 ug/m3
1330-20-7 106.2 Xylenes (total) -0.14 0.20 0.019 ppbv ] 0.61 0.87  0.083 ug/m3
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
460-00-4  4-Bromofluorobenzene 90% 65-128%

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL - Method Detection Limit

J = Indicates an estimated value

N = Indicates presumptive evidence of a compoind

4

‘B = Indicates analyte found in associated method blank
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Raw Data:

W45653.D.

Accutest Laboratories
Report of Analysis - Page 1 of 2

Cﬁent Sample ID: P020-1A001-140128-01 ‘ 3
Lab Sample ID:  ]B58857-33 Date Sampled: 01/29/14 =S
Matrix: AIR - Air Summa ID: A274 . Date Received: 01/30/14
Method: TO-15 ‘ Percent Solids: n/a H
Praject: Casedt 276 ' ' '

File ID T Dl': Bl An;a?md A Bj Prep Date Prep Batch  Analytical Batch
Run #1 W45653.D 1 02/01/14  DFT n/a n/a VW1824
Run #2 ‘ . ’ !

. Initial Volume
Run #1 400 ml

IRun #2

VOA TO15 List

CASNo. MW Compound Result ~ RL MDL Units Q Resilt RL  MDL Units
67-64-1 58.08 Acetone 3.8°  -0.20 0.034 ppbv 9.0-. . 048 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND.-. - 2 0.20 0.020 ppbv ND - 044 0.044 ug/m3
71-43-2 78.11 Benzene . 0.39 0.20  0.021 ppbv 1.2 0.64 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND 0.20 0.025 ppbv ND 1.3 017 ug/m3
75-25-2 252.8 Bromoform ) ND *  0.20 0.022 ppbv ND 2.1 0.23 ug/m3
74-83-9 94.94 Bromomethane ND - 0.20 0.017 ppbv ND- 078 0.066 ug/m3 B
593-60-2  106.9 Bromoethene ND - 0.20 0.014 ppbv ND - 0.87 0.061 ug/m3
100-44-7 126  Benzyl Chloride ND 0.20 0.025 ppbv ND 1.0 013 ug/m3
75-15-0 76.14 Carbon disulfide ND 0.20 0.017 ppbv ND 0.62  0.053 ug/m3
108-90-7  112.6 Chlorobenzene ND: 10.20 0.025 ppbv ND-. - 092 012 ug/m3
75-00-3 64.52 . Chloroethane " ND 0.20 0.020 ppbv ND 0.53  0.053 ug/m3
67-66-3 119.4 Chloreform ‘ ND. 0.20 0.019 ppbv 'ND- ~ 0.98 0.093 ug/m3
74-87-3  50.49 ' Chloromethane 0:77 °'0.20 0.034 ppbv L6 0.41 0.070 ug/m3
107-05-1 - 76.53 3-Chloropropene - ND - . 0.20 0.028 ppbv 0.63 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene ND:-- 7 0.20 0.020 ppbv 7100 010 ug/m3
56-23-5 153.8 Carbon tetrachloride ND ' 020 0.011 ppbv 1.3 0.069 ug/m3 |
110-82-7  84.16 Cyclohexane ‘ND .. -.0.20 0.058 ppbv ND'> . 0.69 020 ug/m3
75-34-3 98.96 1,1-Dichloroethane ND: * -0.20 0.016 ppbv.  'NDv - 0.81 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene ND: . 0.20 0.021 ppbv ND- 079 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane ND . 0.20 0.027 ppbv ND ° 15 021 ug/m3
107-06-2  98.96 1,2-Dichloroethane ND . 0.20 0.016 ppbv ND 0.81 0.065 ug/m3
78-87-5 113 1,2-Dichloropropane ND 020 0.040 ppbv ND 092 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane : ND 0.20 0.060 ppbv ND 0.72  0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.64 0.20 0.015 ppbv 3.2 0.99 0.074 ug/m3
124-48-1  "208.3 Dibromochloromethane ND 0.20 0.029 ppbv ND 1.7 0:25 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene = ND 0.20 0.015 ppbv ND 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene - ND 0.20 0.028 ppbv ND 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND  0.20 0.019 ppbv ND 0.91 0.086 ug/m3
541-73-1. 147  m-Dichlorobenzene ND 0.20 0.025 ppbv  ND 1.2 015 ug/m3-
95-50-1 147 o-Dichlorobenzene 'ND 0.20 0.029 ppbv.  ND- “1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND 1.2 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 091 0.095 ug/m3
ND = Not detected MDL - Method Detection Limit ] = Indicates an estimated value

RL = Reporting Limit

B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis

Page 2 of 2

Client Sample ID: P020-1A001-140128-01 7 &
Lab Sample ID:  JB58857-33 ‘ Date Sampled: 01/29/14 -8
Matrix: AIR - Air Summa ID: A274 " Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: Case# 276
VOA TO15 List
CASNo. MW : Compound Result RL MDL Units Q Result RL  MDL Units
64-17-5 46.07 Ethanol .20 0.19 ppbv 0.94 - 0.36 wug/m3
100-41-4  106.2 Ethylbenzene { ) 0.020 ppbv ] 0.087 ug/m3
141-78-6 88 Ethyl Acetate ). 0.057 ppbv 0.21° ug/m3
622-96-8 120.2 4-Ethyltoluene 0.015 ppbv 0.074 ug/m3
76-13-1 187.4 Freon 113 25 3 0.021 ppbv 0.16 ug/m3
76-14-2  170.9 Freon 114 S 0.021 ppby 0.15 ug/m3
142-82-5  100.2 Heptane 0.18.. - 0. 0.020 ppbv J 0. 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene ND. ~ 020 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane 237 0.20  0.016 ppbv |2 0.056 tg/m3
591-78-6 © 100  2-Hexanone ). .0.20 0.025 ppbv ND:; 0.10 ug/m3
67-63-0 60.1  Isopropyl Alcohol 3.7.°70.20 0.039 ppbv 0.096 ug/m3
75-09-2 84.94 Methylene chloride LIZY 020 0.047 ppby -8 0.16 ug/m3
78-93-3 72.11 Methiyl ethyl ketone 048725 0.20 0.058 ppbv A . 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone ND - 0.20 0.029 ppbv ND: 0.82 0.2 ugm3
1634-04-4  88.15 Methyl Tert Butyl Ether ND -~ 0.20 0.017 ppbv ND: 0.72 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate ND = 0.20 0.040 ppbv ND 0.16 ug/m3
115-07-1 42 Propylene =~ ND ° - 0.50 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene ND- 0.20 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ND .. 0.20 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 0.17 ug/m3
120-82-1 181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6  120.2. 1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1 114.2  2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12 Tertiary Butyl Alcohol - 0.044 ppbv 0.13 ug/m3
127-18-4 165.8 Tetrachloroethylene 0.029 ppbv 0.20 ug/m3
109-99-9  72.11 Tetrahydrofuran 0.045 ppbv 0.13  ug/m3
108-88-3  92.14 Toluene 0.020 ppbv 0.075 ug/m3
79-01-6 131.4  Trichloroethylene . 0.019 ppbv 0.10 ug/m3
75-69-4 137.4 Trichloroflucromethane 0.47 0.20 0.014 ppbv 0.079 ug/m3
75-01-4 62.5  Vinyl chloride ND 0.20 0.017 ppbv 0.043 ug/m3
108-05-4 86 . Vinyl Acetate ND 0.20 '0.058 ppbv 0.20 ug/m3

106.2 m,p-Xylene 0.4 0.20 0.032 ppbv 0.14 .ug/m3
95-47-6 106.2: o-Xylene 0.17 0.20 0.019 ppbv ] 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) - 0.61 0.20 0.019 ppbv 0.083 ug/m3
CASNo.  Surrogate Recoveries Run# 1 Run#2  Limits
460-00-4  4-Bromofluorobenzene 86%

65-128%

ND = Not detected

RL = Reporting Limit

E = Indicates value exceeds calibration range

MDL - Method Detection Limit

] = Indicates an estimated value
B = Indicates analyte found in associated method blank

N = Indicates presumptive evidence of a compound
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GER Wl - W45654.D

Accutest Laboratories
Report of Analysis Page 1 of 2
Client Sample ID: P020-1A002-140128-01 N
Lab Sample ID:  JB58857-34 ‘ : - Date Sampled: 01/30/14 R
Matrix: AIR - Air Summa ID: A891 Date Received: 01/30/14 '
Method: TO-15 .. -Percent Solids: n/a . H
Project: Case# 276
File ID . DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 W45654.D 1 02/01/14  DFT n/a n/a VW1824
JRun 2
Initial Volume
Run #1 400 ml
un #2
VOA TO15 List
CASNo. MW Compound Result ' RL MDL Units Q Result RL MDL Units
67-64-1 58.08 Acetone 3.8 .0.20 0.034 ppbv 90 - 048 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene ND' . ..~ 0.20 0.020 ppbv. ND. .. 044 0.044 ug/m3
71-43-2  78.11 Benzene 029 - 2020 0021 ppbv 093,  0.64 0.067 ug/m3
75-274 163.8 Bromodichloromethane ND 020 0.025 ppbv ND 1.3 0.17 ug/m3
75-25-2 252.8 Bromoform ND. © 0.20 0.022 ppbv ND 2.1 0.23  ug/m3
74-83-9 94.94 Bromomethane ND'.. :0.20 0.017 ppbv ND - 078 0.066 ug/m3
593-60-2  106.9 Bromoethene ND. . = 0.20 0.014 ppbv ND . . 087 0.061 ug/m3
100-44-7 126  Benzyl Cliloride - ND*  0.20 0.025 ppbv ND - 1.0 013 ug/m3
75-15-0°  76.14 Carbon disulfide ' ND. - ° 0.20 0.017 ppbv ND 062 0.053 ug/m3
108-90-7  112.6 Chlorobenzene ‘ND..:~. 0.20 0.025 ppbv ND. - " 092 0.2 ug/m3 -
75-00-3 64.52 Chloroethane e 0.020 ppbv - ND 0.53 0.053 ug/m3
67-66-3 119.4 Chloroform 0.019 ppbv J 0.59  0.98 0.093 ug/m3
74-87-3 5049 Chloromethane 0.034 ppbv L4 041 0.070 ug/m3
107-05-1  76.53 _3-Chloropropene 0.028 ppbv ND " 0.63 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.020 ppbv ND- 1.0  .0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.011 - ppbv ND """ 13  0.069 ug/m3
110-82-7  84.16 Cyclohexane 0.058 ppbv ND -~ 069 020 ug/m3
75-34-3 98.96 1,1-Dichloroethane 0.016 ppbv ND: > 081 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene 0.021 ppbv ND:° 079 0.083 ug/m3
106-93-4  187.9 1,2-Dibromoethane 0.027 ppbv ND 1.5 0.21 ug/m3
107-06-2  98.96 1,2-Dichloroethane 0.016 ppbv ND 0.81  0.065 ug/m3
78-87-5 113 1,2-Dichloropropane 0.040 ppbv ND 0.92 0:18 wug/m3
123-91-1 88.12 1,4-Dioxane

0.060 ppbv ND 0.72 022 ug/m3
75-71-8 120.9 Dichlorodiflaoromethane 0.56 0.20 0.015

ppbv 2.8 0.99 = 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane ND 0.20 0.029 ppbv ND 1.7 0.25 ug/m3
156-60-5  96.94 trans-1,2-Dichlorcethylene ~ ND 0.20 0.015 ppbv ND 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND - 0.20 0.019 ppbv ND 091 0.086 ug/m3
541-73-1 147  m-Dichiorobenzene ND 0.20 0.025 ppbv ND L2 015 ug/m3
95-50-1 147  o-Dichlorobenzene ND - 0.20 0.029 ppbv ND 1.2 017 ug/m3
106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND 1.2 013 ug/m3
10061-02-6 111 trans-1,3-Dichloropropene ND - 0.20 0.021 ppby ND 091  0.095 ug/m3

ND = Not dstected MDL - Method Detection Limit
RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value
B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Accutest Laboratories

Report of Analysis Page 2 of 2
Client Sample ID: P020-1A002-140128-01 . 7 &
Lab Sample ID:  JB58857-34 : \ Date Sampled: 01/30/14 @
Matrix: AIR - Air .Summa ID: A891 o Date Received: 01/30/14
Method: TO-15 , . : Percent Solids: n/a = _
Project: "~ Case# 276 .
VOA TO15 List

CASNo.. MW Compound MDL Units Q Resut RL  MDL Units

" 64175 46.07 Ethanol

0.19 ppv 182" 0.36 ug/m3
100-41-4  106.2 Ethylbenzene 0.020 ppbv 0.087 ug/m3
141-78-6 88 Ethyl Acetate 0.057 ppbv 0.21 ug/m3
 622-96-8  120.2 4-Ethyltoluene 0.015 ppbv © 0.074 ug/m3
76-13-1 187.4 Freon 113 0.021 ppbv 0.16 ug/m3
76-14-2. 170.9 Freon 114 0.021 ppbv 0.15 ug/m3
142-82-5  100.2 Heptane 0.020 ppbv ] 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene 0.063 ppbv 0.67 ug/m3
110-54-3  86.17 Hexane 0.016 ppbv 0.056 ug/m3
591-78-6 100  2-Hexanone 0.025 ppbv 0.10 ug/m3
. 67-63-0 60.1  Isopropyl Alcohol 0.039 ppbv 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.047 ppbv 0.16 wug/m3
78-93-3 72.11 Methyl ethyl ketone 0.058 ppbv 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone 0.029 ppbv 0.12 ug/m3
1634-04-4  88.15 Methyl Tert Butyl Ether 0.017 ppbv 0.061 ug/m3
80-62-6 100.12 Methylmethacrylate 0.040 ppbv 0.16 ug/m3
115-07-1 42 ~ Propylene 0.031 ppbv 0.053 ug/m3
100-42-5  104.1 Styrene : 0.020 ppbv 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichlorcethane 0.016 ppbv 0.087 ug/m3
79-34-5 167.9 1,1,2,2-Tetrachloroethane 0.030 ppbv 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane 0.031 ppbv 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene 0.079 ppbv 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 0.017 ppbv 0.084 ug/m3
108-67-8  120.2 1,3,5-Trimethylbenzene 0.015 ppbv 0.074 ug/m3
540-84-1  114.2  2,2,4-Trimethylpentane 0.021 ppbv 0.098 ug/m3
75-65-0 74.12 Tertiary Butyl Alcohol 0.044 ppbv 0.13  ug/m3
127-18-4  165.8 Tetrachloroethylene 0.029 ppbv 0.20 wug/m3
109-99-9 . 72.11 Tetrahydrofuran ND - 0.045 ppbv 0.13  ug/m3
. 108-88-3  92.14 Toluene 0.54 0.020 ppbv - 0.075 ug/m3
79-01-6 131.4 Trichloroethylene ND. 0.019 ppbv 0.10 wug/m3
75-69-4 137.4 Trichlorofluoromethane 0.25 0.014 ppbv 1.4 11 0.079 ug/m3
75-01-4 62.5 Vinyl chloride ND 0.017 ppbv ND .~ 051 0.043 ug/m3
108-05-4 86 Vinyl Acetate ND 0.058 ppbv ND 070 020 ug/m3
106.2 m,p-Xylene 0.22 0.032 ppbv 0.96- 0.87 0.4 wug/m3
95-47-6 106.2 o-Xylene : ND 0.019 ppbv ND 0.87 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.22 0.019 ppbv 0.96 0.87 0.083 ug/m3
. _ : /
" CASNo.  Surrogate Recoveries Run#1 Run#2  Limits
460-00-4  4-Bromofluorobenzene 8% 65-128%
ND = Not detected MDL - Method Detection Limit J = Indicates an estimated value

RL = Reporting Limit

B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range

N = Indicates presumptive evidence of a compound
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Raw Data: EAVZCLEI

Accutest Laboratories _
Report of Analysis Page 1 of 2
Client Sample ID: P020-SG001-140128-01 , »
Lab SampleID:  JB58857-35 Date Sampled: 01/29/14 b4
Matrix: AIR - Air Summa ID: A250 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: Caseit 276
File ID DF Analyzed By Prep Date Prep Batch  Analytical Batch
Run #1 W45655.D 1 02/01/14  DFT n/a ' n/a VW1824
Run #2 -
Initial Volume
Run #1 400 mt
Run #2
VOA TO15 List
CASNo. MW Compound Result RL MDL Units Q Result RL  MDL Units .
67-64-1 58.08 Acetone ~ 0.034 ppbv 0.081 ug/m3
106-99-0  54.09 1,3-Butadiene - N . 0.020 ppbv 0.044 ug/m3
71-43-2 78.11 Benzene _ ND 0.20 * 0.021 ppbv ‘ 0.067 ug/m3
75-27-4 163.8 Bromodichloromethane ND - 0.20 0.025 ppbv D" . 0.17 ug/m3
75-25-2 252.8 Bromoform ‘ND 0.20 0.022 ppbv ND: . . 2.1 0.23 ug/m3
74-83-9 94.94 Bromomethane '0.20 0.017 ppbv ND © - 078 0.066 ug/m3
'593-60-2  106.9 Bromoethene 0.20 0.014 ppbv ND. . 0.87 0.061 ug/m3
100-44-7 126  Benzyl Chloride 0.20 0.025 ppbv-  ND 1.0 013 ug/m3
75-15-0 76.14 Carbon disulfide 0.20 0.017 ppbvn ~ ND. 0.62  0.053 ug/m3
108-90-7  112.6 Chlorobenzene 0.20 0.025 ppbv - 012 ug/m3
75-00-3 °  64.52 Chloroethane 0.20 0.020 ppbv " 0.053 ug/m3
67-66-3 119.4 Chloroform 0.20 0.019. ppbv 0.093 ug/m3
74-87-3 50.49 Chioromethane 0.20 0.034 ppbv 0.070 ug/m3
107-05-1  76.53 3-Chloropropene 0.20 0.028 ppbv 0.088 ug/m3
95-49-8 126.6 2-Chlorotoluene 0.20 0.020 ppbv 0.10 ug/m3
56-23-5 153.8 Carbon tetrachloride 0.20 0.011 ppbv 0.069 ug/m3
110-82-7  84.16 Cyclohexane 0.20 0.058 pphv ND 0.20 ug/m3
- 75-34-3 98.96 1,1:Dichloroethane 0.20 0.016 ppbv ND: 0.065 ug/m3
75-35-4 96.94 1,1-Dichloroethylene 0.20 0.021 ppbv D 0.083 ug/m3
106-934 1879 1,2-Dibromoethane 0.20 0.027 ppbv \D: 5 021 ug/m3
- 107-06-2  98.96 1,2-Dichloroethane [ . 020 0.016 ppbv -ND" 0.81 0.065 ug/m3
78-87-5 113  1,2-Dichloropropane ND . 0.20 0.040 ppbv ND 092 0.18 ug/m3
123-91-1  88.12 1,4-Dioxane ND. 0.20 0.060 ppbv ND 0.72 0.22 ug/m3
75-71-8 120.9 Dichlorodifluoromethane 0.58 0.20 0.015 ppbv .- 2.9 0.99 0.074 ug/m3
124-48-1  208.3 Dibromochloromethane ND 0.20 0.029 ppbv ND LT 025 ug/m3
156-60-5  96.94 trans-1,2-Dichloroethylene = ND 0.20 0.015 ppbv ND 0.79  0.059 ug/m3
156-59-2  96.94 cis-1,2-Dichloroethylene ND 0.20 0.028 ppbv ND 0.79 0.11 ug/m3
10061-01-5 111  cis-1,3-Dichloropropene ND 0.20 0.019 ppbv ND 0.91 0.086 ug/m3
541-73-1 147  m-Dichlorobenzene ND .. - 020 0.025 ppbv ND 1.2 015 ug/m3
95-50-1 147 o-Dichlorobenzene ND-. 0.20 0.029 ppbv ND 1.2 0.17 ug/m3
- 106-46-7 147  p-Dichlorobenzene ND 0.20 0.022 ppbv ND 1.2 013 ug/m3
10061-02-6 111  trans-1,3-Dichloropropene ND 0.20 0.021 ppbv ND 091  0.095 ug/m3

ND = Not detected
RL = Reporting Limit
E = Indicates value exceeds calibration range

MDL - Method Detection Limiit J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Report of Analysis
Client Sample ID: P020-SG001-140128-01 S
Lab SampleID:  JB58857-35 Date Sampled: 01/29/14 &
Matrix: AIR - Air  Summa ID: A250 Date Received: 01/30/14
Method: TO-15 Percent Solids: n/a H
Project: Case# 276
VOA TO15 List
CASNo. MW Compound Resut RL MDL Units Q Result RL  MDL Units
64-17-5 46.07 Ethanol .- 050 0.19 0.36 ug/m3
100-41-4 106.2 Ethylbenzene . -0.20  0.020 0.087 ug/m3
141-78-6 88 Ethyl Acetate -~ 0.20 0.057 0.21 ug/m3
622-96-8 120.2 4-Ethyltoluene . 020 0.015 0.074 ug/m3
76-13-1  187.4 Freon 113 " 0.20 0.021 0.16 ug/m3
76-14-2 1709 Freon 114 2020 0.021 0.15 ug/m3
142-82-5  100.2 Heptane ~0.20 0.020 0.082 ug/m3
87-68-3 260.8 Hexachlorobutadiene D 0.20 0.063 0.67 ug/m3
110-54-3  86.17 Hexane 0.18 " :0.20 0.016 0.056 ug/m3
591-78-6 100  2-Hexanone - 0.20 0.025 0.10 - ug/m3 .
67-63-0  60.1 Isopropyl Alcohol 1 0.20 0.039 0.096 ug/m3
75-09-2 84.94 Methylene chloride 0.427%  0.200 0.047 0.16 ag/m3
78-93-3 72.11 Methyl ethyl ketone A52% - 0.20 0.058 0.17 ug/m3
108-10-1 100.2 Methyl Isobutyl Ketone " ND. -0.20 0.029 0.12  ug/m3
. 1634-04-4 88.15 Methyl Tert Butyl Ether ND: 0.20 0.017 0.061 (lg/m3
80-62-6 100.12 Methylmethacrylate ND. 0.20 0.040 © 0.16  ug/m3
115-07-1 42 Propylene ND: 0.50 .0.031 0.053 ug/m3
100-42-5 104.1 Styrene . ND .. 020 0.020 . 0.085 ug/m3
71-55-6 133.4 1,1,1-Trichloroethane ND: ... 0.20 0.016 0.087 ug/m3
79-34-5  167.9 1,1,2,2-Tetrachloroethane s . 0.20  0.030 0.21 ug/m3
79-00-5 133.4 1,1,2-Trichloroethane .. 0.20 0,031 0.17 ug/m3
120-82-1  181.5 1,2,4-Trichlorobenzene .. 0.20 0,079 0.59 ug/m3
95-63-6 120.2  1,2,4-Trimethylbenzene 770.20 0,017 0.084 ug/m3
108-67-8 120.2  1,3,5-Trimethylbenzene =020 0,015 0.074 ug/m3
540-84-1 114.2 2,2,4-Trimethylpentane o020 0,021 0.098 ug/m3
75-65-0 74.12 Tertiary Butyl Alcohol +.0.20 0.044 0.13  ug/m3
127-18-4  165.8 Tetrachloroethylene -0.040 0.029 0.20 ug/m3
109-99-9 72,11 Tetrahydrofuran 0.20 0.045 § 0.13  ug/m3
108-88-3 92.14 Toluene .. 0.20 0.020 0.075 ug/m3
79-01-6 131.4 Trichloroethylene 2.9 0.040 0.019 p 0.10 ug/m3
75-69-4 137.4  Trichlorofluoromethane 0.33 0.20 0.014 0.079 ug/m3
7501-4 625 Vinyl chloride - ND 0.20 0.017 | 0.043 ug/m3
108-05-4 86 Vinyl Acetate - ND 0.20 0.058 i 0.20 ug/m3
: ' 106.2  m,p-Xylene 0.12 0.20 0.032 0.14 ug/m3
95-47-6 106.2 o-Xylene ND 0.20 0.019 0.083 ug/m3
1330-20-7  106.2 Xylenes (total) 0.12 0.20 0.019 0.083 ug/m3
CAS No.  Surrogate Recoveries Run#1 Run#2  Limits
460-00-4 - 4-Bromofluorobenzene 90% 65-128%

ND = Not detected

. MDL - Method Detection Limit

RL = Reporting Limit
E = Indicates value exceeds calibration range

J = Indicates an estimated value

B = Indicates analyte found in associated method blank
N = Indicates presumptive evidence of a compound
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Section 5

Custody Documents and Other Fdrmé

Includes the following where applicable:

* Chain of Custody

* Summa Canister and Flow Controller Log
» Sample Tracking Chronicle

Internal Chain of Custody

2013 MDL Study - Method: TO-15
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USEPA CHAIN OF CUSTODY RECORD No: 2-013014-125010-0030

Date Shipped: 13014 Case®276 No. of Boxes: 7
CamierName: Hand delivered Contact Name: Aleksandra Maflony Lab: Accitest
PO 0084699 Contact Phone: 732-570-4997 - Lab Phone:. 732- 329-0200
Ak 5451551
Lsb& |Sample® Analyses Watr | Numb|Container | Pump | OrtficelD Start| Stop | Start_Dat | Start_Tim | Stop_Dat | Stop_Tim
Ix Cont # Pressur | Prossu | e e e e
) e )
{ | POOBIAROT-14012601 |VOC TO-15 (M) | A [ Summa AVi86 104875 30| 13| 172812014 | 5:44:00 AM | 1/29/2014 | 913300 AM
7 |PaOBIATOZ 14012601 | VOC T0-15 (SIM) | Ar 7| Summa A1061 /| 04825 ) 7| i/36/2014 | 550:00 AM | 1728/2014 | 8:16:00 AM
3 FO0G-AD03-14012801 | VOC YO-15 (5IM) | AIr 1[Summa A1005 Jos841 0 ] 12812014 | 9:55:00 AM | 1292014 | 9:18:0 AM
. » S h
L, PO0GIAGOA-140126-01 | VOC TO-15 (SIM) | Alr 1| Summa A204 405393 30 8| 1282014 | S:56:00 AM | 172072014 | 9:20:00 AM |
Canister . .
¢ |PO0GSG00T 14012801 | VOCTO-1S Sol 7| Summa A1001 | 04807 30 8112802014 | 9:43:00 AM | 172012014 | &:12.00 AW
(SCAN) Gas Canister .
© | PooeSc00z 14012801 | VOC TO-15 Soi 1[Suoma AB32 05390 o) 7| 172812014 | 9:43:00 AM | 1/20/2014 | 3:15:00 AM
< [FOOS-ARDOT-140TZI01 | VOC TO1S (M) | Al 7] Summa AB48 05389 28] 1| 12712014 | 1:55:00 PM | 172672014 | 1:05:00 PM
Canister . .
§ | POOSARBOI-140T2601 | VOC TO-15 (Sikd) | A 1| Summa AT082 - 05384 30 5| 12812014 | 1:03:00 PM | 112872014 | 12:11:00
' Canister _ PM
T, [ PODS-ARDOT-140120-01 | VOC TO-15 (SM) |Air 1| Summa A074 4 04807 30 7| 17252014 |12:10:00 | 1/30/2014 | 11:30:00
. < Canister M am
Tg |POOSADOT-1401Z7:01 | VOC TO-T5 (5iM) | A 1| Summa AT083 405391 ) B[ 12TR0NG | 121800 | 1287504 | 11:32:00
. Canister a M AM
_ S MME
Soecial Instructions: Prefiminary data 7 day TAT and 21 days TAT for validated data. Plea send-r:smlsto SAM SFERRED FROM
pecial : ary data 7 day TAT and 21 days TAT for val se
§.Sumbaly@westonsoltions.com and Aleksandra Mation@westonsolutions.com. i CHAIN OF CUSTODY #
RegyiReason | Relinquishad by (Signature and Organzaton) | _ DaleiTime | Received by (Signature and Organizaton) | _DatelTime | Sample Condition Upon Receipt
. . ” Y
Lonplyd aWd?rM [‘U“{'M) 'I"‘"]"’ o lb“_ : JZ;»eL - l/ga/u M5~
= ' _ 7 _ - fly _
i )

12,48 ¢a | | | | |

- JB58857: Chain of Custody
K | . Page 1 of 7
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USEPA - CHAIN OF CUSTODY RECORD No: 2-013014-126010-0030
Date Shipped: 1/30/14 . . Case #: 276 No. of Boxes: 7
CarmerName: Hand delivered Contact Name: Aleksandra Mallon Lab: Accutest
PO#: 0084699 i - Contact Phone: 732-570-4997 L Lab Phone: 732- 329-0200

- : . - £55%57
Lab# | Sample ¢ " TAnalyses Matr | Numb | Container Pump | OrificelD Start]  Stop | Start_Oat | Start_Tim | Stop_Dat | Stop_Tim
. Ix Cont # Pressur | Pressu i e e e e
: © re
PO0SIAD0Z-140127-01 | VOC TO-15(SM) | Ak 1] Summa AB52 7] 05752 2 9| 2712014 | 122700 | 1/2872014 | 11:35:00
1 Canister M M
PO0S-IADO3-14012701 | VOC TO-15(SIM) | A¥ 1| Summa AAST - 05392 285| 10| 1/27/2014 | 12:30:00 | 1/28/2014 | 11:29:00
1 : Canister : _ M AM
PO0S-IAD04-140127-01 | VOC TO-15(SIM) | Air 1[ Summa A246 {05385 B 1| 12772014 | 12:34:00 | 1/28/2014 | 11:37:00
13 ' Canister ! PM. At
PO0S-SGO01-140127-01 [VOC TO-15 Sofl 1| Summa AB6S 403015 30 B[ 12772014 [ 12:16:00 | 172812014 | 11:31:00
M ) Gas Canister M AM
PO09-SG002-140127-01 | VOC TO-15 Sot 1| Summa ABS6 ~104319 30| 12| 12712014 | 12:26:00 | /2872014 | 11:34:00
G- (SCAN] Gas Canister , PM M
m POT0IAD01-140129-01 | VOC TO-15(SIM) | Alr 1| Summa ANIB1 A 05764 30 5] 172972014 | 10:01:00 | /3012014 | 9:28:00 AM
P010-1AD02-140129-01 | VOC TO-15(SIM) | Air 1 [ Summa AZ3l _}02578 =) 6 172972014 | 10:08:00 | 43012014 | 9:31:00 AM
11 Canister . Y AM
i PO10-5G001-140129-01 | VOC TO-15 Soil 1| Summa A378 702538 30 712912014 | 10:00:00 | /302014 | 9:27:00 AM
123 (SCAN) Gas Canister AM
7 POT14A001-140127-01 | VOC TO-15(SIM) | Al 1| Summa AB31 A 05376 29 B 1/27/2014 | 5:20:00 PM | 17282014 | 4:26:00 PM
3G |POTIHAGGZ 14012701 |VOCTO-TS (SN | Air S (s::r‘m A1179 A 05785 30| -10] 12712014 | 5:26:00 PM | 172812014 | 424:00 PM
-anister
SAMPLES TRANSFERRED FROM
Special Instructions: Preliminary data 7 day TAT and 21 days TAT Tor validated data. Please send resutls to } CHAIN OF CUSTODY # -

- 18 Sumbaly@westonsolutions.com and Aleksandra. Mallon@westonsolutions.com.

Hems/Reason” | Relirquished by (Signature and Org DatelTime Rsceived by (Sinatue and Organization) | Date/fime | Sampie Candition Uipon Receipt

2 e o )t LT

JB58857: Chain of Custody
Page 2 of 7
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USEPA - CHAIN OF CUSTODY RECORD - No: 2:013014-125010-0030 :
Date Shipped: 1/30714 . Case #1276 No. of Boxes: 7
CanterName: Hand defivered Contact Name: Aleksandra Maflon Lab: Accutest
PO#: 0084699 : ; Contact Phone; 732-5704997 : Lab Phane: 732- 329-0200
Lab# |Sample # Analyses Matr | Numb | Container Pump | OrificelD Start| Stop | Start_Dat | Start_Tim | Stop_Dat | Stop_Tim
ix Cont & Pressur | Pressu| e e e e
; . p re
2 PO114A003-140127-01 | VOC TO-15(SIM} | Air 1] Summa AZ20 -] 05388 -30 10| 1/2772014 | 5:37:00 PM | 1/282014 | 5:02:00 PM
P B -| Canister IBE
PO11-SG001-140127-01 [ VOC TO-15 Sai 1| Summa A238 - 04867 30 A2 [ 112712014 | 5:19:00 PM | 12872014 | 4:28:00 PM
12 (SCAN) Gas Canister. ) ) ___
3 PO17-1A001-14012701 | VOC TO-15(SIM) | Air 1} Summa T | A196 ~| 05846 <30 -10.5| 172772014 | 4:30:00 PM | 1728/2014 | 3:30:00 PM
Canister .
7,4 | POTT-AD02-140127-01 VOC TO-15(SIM) | Alr 1| Samma AZ01 ~ 03018 ) 1| 112772014 | 4:41:00 PM| 1/728/2074 | 3:33:00 PM
) Canister . .
9_1; PO17-1A003-140127-01 | VOC TO-15 (SIM) | Air 1| Summa AS70 405762 =30 B 2772014 [4:25:00 PM | 1/2872014 | 9:35:00 FM
. .| Canister !
i PO17-66G001-140127-01 | VOCTO-15 Soil 1| Summa A309 _05853 30 16 | 172772014 | 4:29:00 PM | 1/28/2014 | 3:29:00 PM
s (SCAN) Gas ) .
-} 4] |PO17-SG002-140127-01 VOC T0-15 Soll HE A330 | 05377 -30 9172712014 | 4:39:00 PM | 1/28/2014 | 3:32:00 PM
) (SCAN) v |Ges { -
21 |POWHADI-140128-01 VOC TO-15 (SIM) | Air 1 Ca A754 _.{ 05334 -30 8| 172812014 |'3:12:00 PM | 1/29/2014 [3:37:00 PM
. : . Canigter .
% |PO1B1AD02-140128-01 | VOC TO-15(SIM) |[Ar - 1] Summa ATS1 104863 -30 13| 1/28/2014 | 3:16:00 PM | 1/29/2014 13:39:00 PM
* . Canister
20 POTBIA003-14012601 | VOC TO-15(SIM) | Air 1] Summa A1002 _L05772 301 2| /2812014 | 3:22:00 PMA | 1120/2014 | 5:4500 PM
) i . ] "SAMPLES TRANSFERRED FROM
Special Instructions: Preliminary data 7 day TAT and 21 days TAT for vafidated data. Pledse serid resutis [ CHAIN OF CUSTODY #
Q st i e ~ . ’
@ com and Aleksandra Mallon@westonsolutions.com. * CRT AL v
tems/Reason | Relinquished by (Signature and Organization) Oate/Time Received by (Sigi and Organization) DatefTime Sample Condition Upon Receipt
PYiy l 137 : . . g
. {0 . <
panli QMWM {u)es‘f'M) 2o 5 'Z‘V_,g‘( ‘ /3%1‘(70).
) N

JB58857: Chain of Custody
Page 3 of 7
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USEPA . : - CHAIN OF CUSTODY REGORD : No: 2-013014-125010-0030
Date Shipped: 113014 . Case #: 276 v . No.of Boxes: 7
CarisrtName: Hand deliverad o - Contact Name: Aleksandrs Mation . Lalx Accutest
PO 0084693 : Contact Phone: 732-570-4997 . . '5(7'7%7557 Lab Phone: 732- 325-0200 ~
tab® |Sample® Analysos Matr | Numb | Contatner Pump | Octficeld Start| Stop | Start_Dat | Start_Tim | Stop_Dat | Stop_Tim
. 13 . Cont # Pressur | ‘Pressu | o e [} e
. -] e
- PO16-5G001-14012801 | YOC TO-15 Sol 1] Summa ABS3 | 02558 2 4 [ 172612014 | 3:10:00 PM [ 172002014 | 3:34:00 PN
3! (SCAN) Gas Canister . i
: | P015-SGOG2-140128-01 | VOC TO-15 Sal 1] Summia AZT\ A 04880 0 2| V282014 | 31500 PO | /2872014 | 3:35,00 PM
3> (SCAN) Gas Canister
DR N am——
33 PO201A001-14012801 | VOC TO-15 (SIM) | Ak 1| Summa AZI4 -] 02958 .30 <7 12812014 | 4:04:00 P | 172072014 | 3:13:00 PM
34 FOROAO0S 1012807 | VOC TO15 (Gl | A 1] Summa 7& "ABS1 -] 04520 -0 T [TZRR014 | 41070 P | V302014 | Si500Pm|
= | P020SG001-14012801 | VOC 1015 Son 1| Summa A250 | 02221 30 4| 12812014 | 4:03:00 PM | 1/29/2014 | 3:11:00 PM
%7, (SCAN) Gas Canister ) )
b,
= ] -
B T —— . ! _
. To—y
=]

"t e

SANPLES TRANGFERRED FROM =
CHAIN OF CUSTODY &

SpedalIv_qswdior_ls:Préﬁm:tydm7d§yTATmzldaysTAThfvaMaedm. Ploase send resutisto
.{s ions.com and Aleksandra Malon@westonsolutions.com. -
® S N o Acet A
Htems/Reason Rquulshed by (Sigriature and Organization) Date/Time Received by {Signature and Organization) OatefTime | Sample Condition Upon Receipt

D niotd G atton (wcton) | duape™] Qs Yomy  |liofi o

7. T

JB58857: Chain of Custody
Page 4 of 7
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@ ACCUTEST

LABODRATORIRE

Accutest Laboratories Sample Receipt Summary

Accutest Job Number: JB58857 Client: Project:
Date / Time Recelved: 1/30/2014 Defivery Method: Alrbill #s:
Cooler Temps (InitiaVAdjusted):
. Y or N | Y or N | Sample liteqrity - Documentation X ot N \
“ 1. Custody Séals Present: 0 3.COC Present: 7] 0 1. Sampe tabels present on battles: O
2.Custody Sealstntac: & [0 4. Smpl Dates/Time OK O 2. Containe¥ labeling complete: 0
Cooler Temperature Y or N 3. Sampile container label / COC agree: a
1. Temp criteria achieved: ] Sample Inteqrity - Condition X o N
2. Cooler (em;? verification: 18 e { within HT: & O
3. Caoler media: - 2. All containers accountéd for: M . O
4. No. Codlers: L 3. Condition of sample: Intact
1. Trip Blank present / cooler: [ 0 1. Analysis requested s dlear: O
2. Trip Blank listed on COC: O ] 2. Bottles received for unspiecified tests O
3. Samples preserved properly. A O 3. Sufficient valumie recvd for analysis: O
4. VOCs headspace free: O [:| - | 4. Compositing instrictions clear: 3 O
5. Filtesing instructions clear: O 0
Comments
/
Accutest Laboratories. 2235 US Highway 50 Dayton, New Jersey
V:732.329.0200 F: 732.329.3499 y

wwwiacculest.com

JB58857: Chain of Custody
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